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Fig. 1-1. Type 1 AS Differential Amplifier Plug-In Unit. 
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SECTION 1 

CHARACTERISTICS 



Type 1A5 



Introduction 

The Type 1A5 Differential Amplifier is a wide band, 
high gain and high common-mode rejection ratio plug-in 
unit designed for use in Tektronix Type 544, 546, 547 and 
556 Oscilloscopes and their rackmount equivalents. It can 
be operated in all other 540 series and in all 530, 550 and 
580 series oscilloscopes with some reduction in performance. 

Flexibility is built into the Type 1A5 Differential Ampli- 
fier, in that it can be used with either passive or active 
probes. The active probe provision enhances the inherently 
high sensitivity and common mode rejection ratio features 
of the Type 1A5, by performing differential adding in the 
probe at the signal source. 

Basic capabilities of the Type 1A5 Differential Ampli- 
fier (when used with an appropriate oscilloscope) include, 
but are not limited to, the following: 



Passive Probe Inputs 

Differential Amplifier Operation: Simultaneous compari- 

son of two signals against each other to determine their 
algebraic difference. 



Conventional Amplifier Operation: Observation and meas- 
urement of a signal by comparison against ground refer- 
ence; referred to as single ended operation. 

Differential Comparator Operation: Observation and 

measurement of a signal by comparison against a cali- 
brated internal DC source. 



Active Probe Inputs 

Differential Amplifier Operation: Simultaneous compari- 

son of 2 signals against each other to determine their alge- 
braic difference. 

Conventional Amplifier Operation: Observation and meas- 
urement of a signal by comparison against ground. 

ELECTRICAL CHARACTERISTICS 

Table 1-1 lists the Type 1A5 Differential Amplifier elec- 
trical characteristics. Figure 1-2 illustrates the Type 1A5 
common-mode rejection ratio values given in Table 1-1 
and also shows the CMRR response curve of a typical Type 
1A5. 



TABLE 1-1 

Electrical Characteristics 



Characteristic 


Performance Requirement 


Supplemental Information 


Bandwidth 
DC Coupled 
5 mV/cm to 20 V/cm 


DC to >50 MHz at -3 dB 


VOLTS/CM ‘‘Knob In” positions 


2 mV/cm 


DC to >45 MHz at -3 dB 


Also pertains to 20 mV and .2 V Retained 
Range positions 


1 mV/CM 


DC to > 40 MHz at —3 dB 


Also pertains to 10 mV and .1 V Retained 
Range positions 


AC Coupled 
5 mV/CM to 20 V/CM 


< 2 Hz to > 50 MHz at -3 dB 


VOLTS/CM “Knob In” positions 


2 mV/CM 


<2 Hz to > 45 MHz at -3 dB 


Also pertains to 20 mV and .2 V Retained 
Range positions 


1 mV/CM 


< 2 Hz to >40 MHz at —3 dB 


Also pertains to 10 mV and .1 V Retained 
Range positions 


Transient Response 
Risetime 

5 mV/CM to 20 V/CM 


<7 ns 


VOLTS/CM “Knob In” positions 


2 mV/CM 


< 8 ns 


Also pertains to 20 mV and .2 V Retained 
Range positions 


1 mV/CM 


< 9 ns 


Also pertains to 10 mV and .1 V Retained 
Range positions 
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TABLE 1-1 (cont) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


Supplemental Information 


Common-Mode Rejection Ratio 
DC Coupled 

1 mV/CM to 20 mV/CM (XI) 


> 20,000:1, DC to 100 kHz, 0°C to 50°C 

> 10,000:1, 100 kHz to 1 MHz, 0°C to 
50°C; decreasing to > 1000:1 at 10 MHz 
with a + and — 0.5-V signal applied 


See Fig. 1-1 

+ and — 5-V signal applied 




> 200:1 at 20 MHz 


+ and — 0.25-V signal applied 


10mV/CM to 2V/CM (X10, 
XI 00) 


> 2000:1, DC to 10 kHz 


+ and —50-V signal applied; 

Applies to 10 mV/CM and 20 mV/CM only 
in Retained Range positions of VOLTS/CM 
control 


5V/CM to 20V/CM (XI 000) 


>100:1, DC to 10 kHz 




AC Coupled 

1 mV/CM to 20 mV/CM (XI) 


> 1000:1 at 60 Hz 


-f and — 5-V signal applied 


Vertical Deflection Factor 
(VOLT/CM) 

Range 


1 mV/CM to 20 V/CM in 1-2-5 sequence 




Accuracy 

1 mV/CM to 20 mV/CM (XI) 


±2%, 25°C within ±10°C 
±2.5%, 0°C to + 50°C 




10 mV/CM to 20V/CM (X 10, 
XI 00, XI 000) 


±2.5%, 25°C within ±10°C 
±3%, 0°C to +50°C 




Common-mode Dynamic Range 
(Input Signal Range) 

1 mV/CM to 20 mV/CM (XI) 


> ±5 V DC + peak AC 




10 mV/CM to .2 V/CM (X10) 


> ±50 V DC + peak AC 




.1 V/CM to 20 V/CM (X100, 
XI 000) 


> ±500 V DC + peak AC 




DC Drift 
With Time 
Long Term 


< 200 /xV/hour at 25°C 




Short Term 


< 200 jiiV/min at 25°C 




With Temperature 


< 200 mV/°C 




With Line Voltage 


< 300 mV (105 V AC to 125 V AC) 




DC Shift Due to Overdrive 


< 1 % of + or — overdrive signal or 

< 10 mV, whichever is smaller 




Overdrive Recovery Time 


Within 10 mV of DC shifted level after 1 [is 




Attenuator Crosstalk 
1 mV/CM to 20 mV/CM 


< 1 %, DC to 50 MHz 


+ and 5-V signal applied 


10 mV/CM to .2 V/CM 


<1%, DC to 50 MHz 


± and — 50-V signal applied (10 mV 
and 20 mV Retained Range positions) 


Total Crosstalk 


< 5%, DC to 50 MHz 




Noise 


<50 mV RMS 




Microphonics 


< 100 /XV 




Input Characteristics 
DC Resistance 


1 MD ±0.15% (1 mV/CM to 20 V/CM) 




Time Constant 


Normalized with 20 pF normalizer for 
<1% overshoot, rounding or tilt of Type 
106 1 kHz square wave. 




Maximum Input Voltage 
1 mV/CM to 20 mV/CM 


±100 V DC + peak AC 


Also applies to maximum allowable dif- 
ference between A and B INPUT voltages. 


10 mV/CM to 20 V/CM 


±500 V DC + peak AC 


Applies to 10 mV/CM and 20 mV/CM only 
in Retained Range positions of VOLTS/CM 
control. 
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TABLE 1-1 (cont) 



Electrical Characteristics 



Characteristic 


Performance Requirement 


Supplemental Information 


Gate Current 


< 0.1 nA at 25 °C 




< 1.0 nA at 50 °C 




COMPARISON VOLTAGE (Vc) 
1 mV/CM to 2V/CM 
Range 


ov to + or - 5V 




Accuracy 


within ±5 mV or ±0.5% of indicated 
voltage, whichever is greater (0°C to 
50 °C) 




5V/CM to 20V/CM 
Range 


0 V to + or - 0.5 V 




Accuracy 


±1 mV or ±1% of indicated voltage, 
whichever is greater (0°C to ±50°C) 




Control Range 
VARIABLE VOLTS/CM 


> 2.5:1 




POSITION 


> 12 cm 




STEP ATTEN BAL 


> 20 mV (XI) 





MECHANICAL CHARACTERISTICS 

The Type 1A5 Differential Amplifier is 14V 2 inches long, 
4% inches wide and 6 } / 4 inches high. It is designed to fit 
all Tektronix one-series plug-in compartments and is held in 
place by a threaded shaft connected to a front-panel knob. 
Ventilation for the Type 1A5 is provided by the oscilloscope 
ventilating system. All of the controls used in operating the 
Type 1A5 are accessible at the front-panel. An anodized 
finish is used to provide a durably attractive appearance. 



ACCESSORIES 

Standard accessories supplied with the Type 1A5 Dif- 
ferential Amplifier consist of two manuals. 

The P6046 Active Differential Probe has been designed 
for use with the Type 1A5 Differential Amplfier. Infor- 
mation regarding it can be obtained from your Tektronix 
Field Engineer or Field Office. 

Additional accessories are listed in the Tektronix, Inc., 
catalog. 
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Fig. 1-2. Type 1A5 common-mode rejection ratio graph. Pertains to 1 mV/CM through 20 mV/CM sensitivities. 
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SECTION 2 

OPERATING INSTRUCTIONS 



Type 1A5 



Introduction 

This section contains a description of differential ampli- 
fiers in general, of the Type 1A5 Differential Amplifier con- 
trols, connectors and indicators, and of the Type 1A5 Differ- 
ential Amplifier operation. 

GENERAL DIFFERENTIAL 
AMPLIFIER INFORMATION 

An oscilloscope with a differential amplifier is a device that 
amplifies and displays a voltage difference that exists at 
every instant between signals applied to its two input chan- 
nels. The following conclusions can be drawn from this 
definition when two signals are applied to the input of a 
differential amplifier. 

1. If two signals are in phase and of equal amplitude 
(hereafter called common-mode), the output will be zero. 

2. If the two signals are in phase but of different ampli- 
tudes the output will equal the amplitude difference. 

3. If the two signals are out of phase and of equal 
amplitude the output will be the phasor difference between 
the two signals. (Sinusodial signals.) 

4. If the two signals are out of phase and of different 
amplitude the output signal is a complex quantity derived 
from both amplitude and phase differences. 

Common Mode Rejection 

The definition of the term "differentia! amplifier" implies 
a rejection of equal amplitude, coincident signals. This impli- 
cation is correct. However, the degree of rejection depends 
primarily on the symmetry of the amplifier inputs. The 
amount of difference signal contributed by a particular ampli- 
fier at a specific frequency is documented with a mathe- 
matical relationship that is called the common-mode re- 
jection ratio (CMRR). This ratio and associated terms are 
defined as follows: 

Common Mode: Refers to signals that are identical in both 
amplitude and time. It is also used to identify the respective 
parts of two signals that are identical in amplitude and time. 

Common-Mode Rejection: The ability of a differential 
amplifier to reject common-mode signals. 

Common-Mode Rejection Ratio (CMRR): The ratio of the 
amplitude of the common-mode input signal to the difference 
input signal which would produce the same deflection on 
the CRT screen. 

NOTE 

Since the differential amplifier is part of an oscil- 
loscope, the output signal used to calculate the 

CMRR is measured from the CRT screen and 

VOLTS/CM switch setting. Thus, a differential 

amplifier that produces a .001 volt output when 



driven by a 10 volts peak to peak common-mode 

signal has a CMRR of 10-^.001 or 10,000:1. 

Amplitude and Common-Mode Rejection 

In the text which follows, the term "Input Signal Range" 
means the common-mode operating range of voltage through 
which the amplifier will produce a useable output. This 
should not be confused with the maximum (non-destructive) 
input voltage, which is related to the breakdown limits of 
the amplifier components. 

Factors Which Affect CMRR 

Frequency: Since the common-mode output voltage is a 
factor of phase differences as well as gain between channels, 
the frequency of the input common-mode signal has a 
direct bearing on the CMRR. Generally, as the frequency of 
the input signal increases, the CMRR decreases. (Exception: 
with AC-coupled input the CMRR will become higher as fre- 
quency is increased from DC to over 100 Hz.) 

Source Impedance: The specified CMRR assumes that the 
points being measured have identical source impedance. 
The source impedance and the amplifier input impedance 
form an RC divider which determines the portion of the 
signal that appears across the amplifier input, and the ap- 
parent effect on CMRR. See Fig. 2-2 and 2-3. 

The user may desire to construct a similar graph of CMRR 
versus frequency for specific applications where the source 
or signal transporting lead impedances are unbalanced. 
Fig. 2-4 is therefore included. 

Signal Transporting Leads: A principle requirement for 
maximum CMRR is that the signals arrive at the amplifier’s 
two inputs with no change in phase or amplitude. Slight 
differences in attenuation factors, or phase shift between 
two input attenuators may reduce the CMRR 20% or more. 

Attenuator probes extend the usable voltage range of a 
differential amplifier by reducing the input signal level 
below the maximum common-mode input voltage. How- 
ever, a reduction in the apparent CMRR will usually occur 
because of component value differences within the probes. 
For example. Fig. 2-5 illustrates the change in CMRR (appar- 
ent) due to X10 probes that are within 1, 2, and 3% of 
their attenuation value. 

In measurements where attenuator probes must be used 
because of high voltage levels, and at the same time a high 
(above 100:1) CMRR must be maintained, the Tektronix Type 
P6023 Probe is recommended. The attenuation factor of 
this X10 low capacitance probe is adjustable over a 
±2.5% range. 

Ground Connections: Proper grounding reduces signals 

generated from ground loop currents. It is usually best to 
electrically connect the probe or signal lead shields together 
at the probe body or signal source, but not to the instru- 
ment ground. See Fig. 2-6. 
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Differential Amplifier Applications 

In differential measurements, each input to the amplifier 
acts as a reference for the other, and ground connections 
are only used for safety reasons. Fig. 2-7 illustrates a typi- 
cal differential measurement application. 

In applications such as examining a signal superimposed 
on some DC level with DC coupling, an offset voltage may 
by applied to the other input of the differential amplifier 
to slide the signal back on the CRT screen. For example, 
if a differential amplifier is set for a vertical sensitivity of 
10 mV/cm (trace on-screen) and a +1 volt DC voltage is 
applied to input A, the trace will be deflected upward off 
screen. If a -fl volt DC voltage is now applied to input 
B, the trace will return on screen, or the signal will slide 
back on screen as a result of the voltage (slide-back volt- 
age) applied to input B. The DC voltage applied to input 
B is, in effect, common-mode with that of input A; thus, 
both are rejected by the amplifier. 



TYPE 1A5 FRONT PANEL CONTROLS, 
CONNECTORS and INDICATORS 



Figure 2-1 illustrates the controls, connectors and indi- 
cators of the Type 1A5 Differential Amplifier. The follow- 
ing information describes their purpose and use. 



COMPARISON 
VOLTAGE (Vc) 

MONITOR A banana jack making selected Vc avail- 
able for external monitoring. 

AMPLITUDE Sets absolute value of Vc (5 V maximum) 
to be applied to A or B channel when 
selected by DISPLAY switch. The actual 
Vc value must be multiplied by the atten- 
uation facor in use to determine the 
equivalent input voltage represented. See 
Fig. 2-8 and the explanation which accom- 
panies it. 



POLARITY 

POSITION 



Establishes polarity of Vc, or sets Vc to 0. 

Controls vertical position of trace on CRT. 
Used to set DC reference. 



A INPUT BNC connector. A positive signal applied 

causes an upward deflection. 

B INPUT BNC connector. A positive signal applied 

causes a downward deflection. 



AC-GROUND-DC Selects input coupling method, or grounds 
input of corresponding channel. 

VOLTS/CM Selects calibrated vertical deflection fac- 
tor of CRT display. 14 positions with knob 
in. 4 positions with knob out (Retained 
Range position). Controls Input Signal 
Range as indicated by color coding. Max- 
imum allowable input voltage changes 
between the 20 and 50 mV/CM positions. 
See Fig. 2-9. 

VARIABLE Varies deflection factor between calibrat- 

ed settings. Lights UNCAL lamp when out 
of CAL detent. 



UNCAL 

DISPLAY 



GAIN 
VAR BAL 



STEP ATTEN 
BAL 



DIFFERENTIAL 

PROBE 

PUSH 

ON/OFF 



PROBE STEP 
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Lights whenever VARIABLE control is out 
of CAL detent. 

Three position selector switch. Connects 
A or B INPUT signal to corresponding 
amplifier channel and Vc to opposite one 
(A-Vc; Vc-B), or simultaneously couples 
each input to its corresponding amplifier 
channel (A-B). 

Screwdriver adjustment for calibrating 
vertical deflection factor. 

Variable Balance Adjustment. Screwdriver 
adjustment for minimum trace shift accom- 
panying VARIABLE gain change. 

Thumbwheel adjustment for minimum trace 
shift accompanying VOLTS/CM selector 
position changes. 

Usable in 1 mV/CM to .2 V/CM positions of 
VOLTS/CM switch only. 

Selects DIFFERENTIAL PROBE or conven- 
tional A INPUT/B INPUT operation. Dis- 
abled when VOLTS/CM switch selects .5 
V/CM or a less sensitive vertical deflec- 
tion factor. Built in lamp indicates when 
DIFFERENTIAL PROBE operation is select- 
ed. 

Adjustment for minimum trace shift when 
switching VOLTS/CM control between 20 
mV and 1 mV. 

Couples signal and supply voltages be- 
tween Differential Probe and 1A5. Volt- 
ages are always present when Type 1A5 
is energized. 



Comparison Voltage AMPLITUDE Control 

This unit is made up of a graduated knob connected to 
a ten turn potentiometer and a movable outer ring dial, 
both of which are read against a scribe mark on a sta- 
tionary ring which separates the two. See Fig. 2-8A. 

NOTE 

Refer to the front panel of a Type 1 A5 Differen- 
tial Amplifier to follow the color-related descrip- 
tion presented here. 

The large dial represents volts, and moves one gradua- 
tion after each revolution of the knob, alternately aligning 
black and red numbers with the stationary scribe mark. 
The color opposite the scribe mark indicates the color which 
must be read from the graduated knob. 

The numbered graduations on the knob represent tenth 
of volt positions and increase the value indicated by the 
outer ring dial. Graduations between numbered positions 
on the knob represent hundredths of volts. 

The AMPLITUDE control can provide a +5 to — 5 volt 
range to the selected amplifier channel and to the MONI- 
TOR jack in all except the 5, 10 and 20 V/CM positions 
of the VOLTS/CM control. In the excepted positions a 
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Fig. 2-2. The effect of difference in source impedance upon apparent CMRR. (High impedance sources.) 
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Fig. 2-3. The effect of difference in source impedance upon apparent CMRR. (Low impedance sources.) 
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Fig. 2-4. Capacitive and inductive reactance versus frequency. 
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I 1 



i 




! 1 





Tolerance 




A 


+ 1 % 


50:1 


B 


— 1% 




C 


+ 2% 


25:1 


D 


— 2% 


25:1 


E 


+ 3% 


16:1 


F 


- 3% 


16:1 



Fig. 2-5. Simplified input circuit and table to show the change in 
CMRR (apparent) due to X10 probes that are within 1, 2, and 3% 
of their attenuation values. 



voltage divider reduces the output range to ±0.5 V to 
keep the Equivalent Comparison Voltage Range consistent 
with the maximum input voltage range. To determine the 
actual voltage present in these three positions, read the 
Vc AMPLITUDE dials as instructed and divide the results 
by 10. 

The Vc is applied directly to the input amplifier within 
the Type 1A5. Because it by-passes the attenuator, it is 
equivalent to an input signal which is the product of Vc 
and the attenuator in use. In the 1, 2, 5, 10 and 20mV/CM 
positions it is equivalent to a ±5-V range of input signals 
because a XI attenuation factor is in effect. The X10 
attenuator in the 50 mV, .1 and .2V/CM positions makes it 
equivalent to a ±50-V input voltage range, and the XI 00 
attenuator in the .5, 1 and 2V/CM positions provides an 
equivalent range of ±500 V. Since the Vc range is reduced 
to ±0.5 V in the 5, 10 and 20V/CM sensitivity positions, 
the XI 000 attenuator in use again provides an equivalent 
range of ±500 V. 

The equivalent voltage ranges just explained are indi- 
cated through color-coding on the front panel of the Type 
1A5. This color coding is explained in conjunction with 
the VOLTS/CM control assembly. 

All Vc settings in this manual are written as three digits 
separated by hyphens. Samples of this method are illus- 
trated in Fig. 2-8B, C and D. 



VOLTS/CM Control Assembly 

The setting of the VOLTS/CM control assembly deter- 
mines the deflection factor, the Input Signal Range, the 
Equivalent Comparison Voltage Range and the maximum 
input voltage of the Type 1A5. 

Refer to Fig. 2-9A. The large gray knob is attached to 
a shaft which controls the gain of the output stages of the 
Type 1A5. A white dot on this knob indicates the deflec- 



tion factor of the Type 1A5 and oscilloscope combination 
at any instant. 

The clear plastic flange between the gray knob and the 
front panel of the Type 1A5 is connected to an intermittent 
drive planetary gearing which simultaneously switches 
attenuators in the A and B INPUT circuits. Attenuator 



(A) Right 




(B) Wrong 




(C) Wrong 




Fig. 2-6. Connecting a differential amplifier across a circuit. The 
ground shown in (C) is not essential to the measurement. 
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switching occurs between the 20 mV and 50 mV positions 
[from XI to XIO); between the .2 V and ,5 V positions 
(from X10 to X1Q0); and between the 2 V and 5 V posi- 
tions (from XI 00 to XT 000). 

Three differently shaded green arcs are printed adjacent 
to the attenuator switching flange. The specific shade 
bracketed by the two black radial lines (range indicators) 
on the range Indicator flange Indicates the attenuator in 
use, the Input Signal Range, the Equivalent Comparison 
Voltage Range and the maximum input voltage range In 
effect at any instant. The color translation is given in 
Table 2-1 . 

For convenient reference, the Input Signal Range and the 
Equivalent Comparison Voltage Range translations are 
printed on the green arcs and on the separate color cod- 
ing explanation near the top right of the Type IA5 front 
panel 

CAUTION 

The difference between the voltages into the A 
and B INPUT connectors must never exceed the 
Maximum Input Voltage Range given in table 2-1, 




Fig. 2-7. Circuit connections for the slide-back technique described 
in the text. 




Stationary 

Indicator 

Section 



Outer 

Ring s 

Diof 



(At Comparison Voltage Control Unit 




/ 

/ 



{O Vc setting 2-6-0, (VOLTS/CM sot 
at 1 V/CM.t Represents 2.60 V 
actual Vc and 260 V Equivalent 
Comparison Voltage, 




Black 



(B) Vc setting 2-3-7, IVOITS/CM set 
at 5 mV/CM) , Represents 2.37 V 
actual Vc and 2.37 V Equivalent 
Comparison Voltage. 



ID) Vc setting 3-4-0. (VOLTS/CM set 
at lOV/cm.) Represents 0.34 V 
actual Vc and 340 V Equivalent 
Comparison Voltage. 



Fig. 2-8. Comparison Voltage (Vc) control. 



© 
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dark green 



Gain Swishing Knob 

"Refained" Switching. 
Position Indicators 



medium green 
fight green 



Sensitivity Indicator 
Range Indicators 

Range Indicator Flange 



(A! VOLTS/ CM control nomenclature. 




IB) .5 V/CM sensitivity with ± 500 V 
Input Signal Range, ± 500 V 
Equivalent Comparison Voltage 
Range, - 500 V maximum DC *f- 
AC Input Voltage Range. 




1C) .1 V/CM sensitivity with ±500 V 

Input Signal Range retained. 




ID) ,1 V/CM sensitivity with ±50 V Input 
Signal Range, ± 50 V Equivalent Com- 
parison Voltage Range and ±500 V 
maximum DC + AC Input Voltage 
Range. 



Fig. 2-9. VOLTS/CM control; detailed description, 



TABLE 2-1 



Front Panel Color Coding 



Color 


Attenu- 
ator 
in use 


Input 

Signal 

Range 


Equiva- 

lent 

Compar- 

ison 

Voltage 

Range 


Maximum 

Input 

Voltage 

Range 1 


Light 

green 


XI 


±5 V 


±5 V 


±100 V 


Medium 

green 


X10 


±50 V 


””±50 V 


±500 V 


Dark 

green 


- o 
o o 
o o 

XX 


±500 V 


±500 V j 


±500 V 



] ln A-B operation this value refers to the maximum difference 
that may exist between the A and B input voltages. 



The gain switching knob and the range indicator flange 
are normally slaved together by a spring loaded key and 
detent arrangement* The gain switching knob can be 
released from the range indicator flange at two switch 
positions. When the deflection factor and range indicators 
are aligned with either of the black triangles which appear 
in the green arcs, the gain switching knob can be pulled 
out approximately one eighth of an inch ’and rotated dock- 
wise to either of the next two deflection factor positions* 
This arrangement allows retention of a larger attenuation 
factor, a higher Input Signal Range and a higher Equiva- 
lent Comparison Voltage than is normally possible for the 
deflection factors involved. (VOLTS/CM positions arrived 
at in this manner will be referred to as "Retained Range" 
positions*) 

Note that when 'Retained Range" positions are used the 
attenuator, the Input Signal Range, the Equivalent Com- 



® 
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A 

INPUT 



B 

INPUT 




Fig. 2-10. Type 1A5 basic block diagram. 



parison Voltage Range, the maximum input voltage range 
and the deflection factor will still be indicated as previously 
described. 

Figures 2-9B, C and D illustrate three of the 18 possible 
VOLTS/CM control settings. 



TYPE 1A5 DIFFERENTIAL AMPLIFIER 
BLOCK DIAGRAM 

A basic understanding of the equipment being used is 
useful in determining just what the instrument can and is 
doing. A study of the block diagram information which 
follows should prove helpful in operation of the Type 1A5. 

Refer to Figure 2-10. The Type 1A5 can be broken down 
into three principle sections, namely the “front end”, the 
input amplifier and the output amplifier. The “front end” 
controls the input coupling, attenuation factor, mode of 
operation, and comparison voltage. The input amplifier 
rejects common mode signals and amplifies the remaining 
signal (or the active differenial probe signal, if selected). 
The output section is concerned primarily with signal ampli- 
fication, providing a push-pull output to the oscilloscope. 

Two essentially identical signal channels, referred to as 
the A and B channels, are contained in the Type 1A5. A 
positive signal applied to the A INPUT will result in a sig- 
nal passing through the A channel, applying a positive sig- 
nal to the oscilloscope’s upper deflection plate, causing 
upward deflection of the CRT trace. A positive signal ap- 
plied to the B INPUT will pass through the B channel, 
resulting in a negative signal to the upper deflection plate, 
causing downward deflection. (A signal of opposite polarity 
will simultaneously be applied to the CRT’s lower deflec- 
tion plate.) 

Refer to Fig. 2-11. The channels are equipped with cou- 
pling switches that operate independently of each other. 
They determine which part of the signal will pass into the 
channel: AC — only the AC component; GND — none; DC — 
both the AC and DC components. The signal is presented 
to the attenuators, which are an integral part of the deflec- 



tion factor (VOLTS/CM) switch. The A and B channel 
attenuators step in unison whenever the VOLTS/CM switch 
is moved through an attenuator switching position. The 
selected attenuator routes the signal to contacts of the DIS- 
PLAY switch. If the DISPLAY switch accepts only one chan- 
nel’s signal, the other channel is automatically connected 
to the COMPARISON VOLTAGE (Vc) section. The Vc net- 
work can supply 0 to 5 V DC of either polarity, or a fixed 
0 voltage, as determined by settings of POLARITY and 
AMPLITUDE controls. If 0 POLARITY is selected, the CRT 
deflection will be affected only by the selected input sig- 
nal. If + or — POLARITY is selected, the CRT signal deflec- 
tion will be opposed if Vc is of the same polarity as the 
signal, or aided if Vc is opposite to signal polarity. The 
Vc voltage does not pass through the attenuator section. 
When compared against an input signal which has passed 
through an attenuator, Vc is equivalent to the basic value 
of Vc (0 to 5 V) multiplied by the attenuation factor in use. 
See Fig. 2-8. 

If the DISPLAY switch is positioned to select A-B opera- 
tion, both the A INPUT and B INPUT signals will be ac- 
cepted by their respective channels and CRT deflection 
will be a result of their difference. Vc cannot affect the 
CRT presentation in A-B mode. 

Signals from the A and B channels are made available 
to contacts of the Differential Probe relay and will be 
processed whenever Differential Probe operation is not 
selected. (In Differential Probe operation, the Differential 
Probe signal received at the relay will have been processed 
by the probe in a manner similar to that described for 
A-B mode in the preceding explanation.) 

Regardless of the source, a comparator in the amplifier 
section will determine the difference between the signals 
processed by the two input channels and convert it to a 
push-pull voltage which will be amplified by the double- 
ended output amplifier. 

STEP ATTEN BAL and PROBE STEP ATTEN BAL adjust 
for undesirable trace shift caused by circuit unbalances 
and will be discussed in more detail in the Circuit Descrip- 
tion section. 








Input Attenuators ' \ DISPLAY ln P ut Output 

Coupling . I Amplifier Amplifier 
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Gain switching in the output amplifier is controlled by 
the VOLTS/CM control and is the only factor causing 
changes in signal amplification in the 1 to 20 mV switch 
settings. Combining gain switching with various attenuators 
(in the front end of the Type 1A5 or in the Active Differential 
Probe) provides for the wide range of less sensitive settings 
of the VOLTS/CM switch. The VARIABLE control affects the 
amplifier gain and can be used to vary the sensitivity between 
any of the VOLTS/CM calibrated settings. 

VAR BAL and GAIN are used for balancing and gain 
calibration of the amplifier. 

The trace can be vertically controlled with the POSITION 
knob. DC zero reference for signal measurement is estab- 
lished by grounding the signal inputs and using this con- 
trol. 

The POSITION control should not be used to offset large 
amounts of signal deflection when attempting to make 
accurate observations. If the input signal causes the input 
amplifier to operate in its maximum limits, distortion may be 
introduced. Since the POSITION control affects only the 
output amplifier, the distortion would be amplified and 
the waveform would be unreliable. AC coupling, or the 
Comparison Voltage feature should be used instead of the 
POSITION control to eliminate DC levels at the input, A 
less sensitive VOLTS/CM setting (larger deflection factor) 
should be used to correct for excessively large AC deflec- 
tions. 



TYPE 1 A5 DIFFERENTIAL AMPLIFIER OPERATION 
First Time Operation 

The operating description which follows is designed to 
assist in providing a CRT display, and to familiarize the 
operator with the features of the instrument. A Type 544 
oscilloscope is used for the following instructions, but the 
procedure will be essentially the same for any oscilloscope 
with which the Type 1A5 is compatible. 

Initial Setup 

1. Insert the Type 1A5 into the oscilloscope. Lock it 
into position with the securing knob. 

2. Preset Type 1A5 controls as follows: 

COMPARISON VOLTAGE (Vc) 



AMPLITUDE 


CCW to 0 


POLARITY 


0 


POSITION 


Midrange 


AC-GND-DC (A Input) 


GND 


AC-GND-DC (B Input) 


GND 


DISPLAY 


A-B 


VOLTS/ CM 


20 V 


VARIABLE 


CAL 



3. Set the oscilloscope Intensity knob ccw, preset con- 
trols for a free-running 0.5 ms/cm sweep. Turn on the 
oscilloscope and, after the time delay relay operates, 
increase the intensity until a trace appears on the CRT. 
If no trace appears, obeserve the vertical position indicator 



lights and move the STEP ATTEN BAL to bring the trace 
to the center of the CRT. 



Operation 

Become acquainted with the operation of the Type 1A5 
by manipulating controls as follows. Observe that no ap- 
preciable change occurs in the sweep for any setup except 
as noted. 

1. Rotate POSITION knob cw and ccw. Observe the up 
and down movement of the trace. Return the trace to CRT 
center. 

2. With VOLTS/CM knob "in”, rotate it to each position. 
At .5V/CM position, pull the knob out and rotate it cw 
to .2 and .1 V/CM position. Return to .5V/CM "knob in" 
position. At 50mV/CM position, pull the knob out and 
rotate cw to 20 mV and 10 mV positions. Return to 50 mV/ 
CM "knob in" position. "Knob out" positions will hereafter 
be referred to as "Retained Range" positions. 

3. Place A Input and B Input AC-GND-DC switches to 
DC and then to AC positions. 

4. Switch DISPLAY selector to A-Vc position, VOLTS/CM 
to 20 mV and POLARITY to + . 

5. Rotate AMPLITUDE clockwise to 0-0-6. Observe that 
the trace shifts down to the — 3 cm position. Switch POLAR- 
ITY to — . Observe that the trace instantly moves up to 
+3 cm position. 

6. Change the DISPLAY control to Vc-B position. Observe 
that the trace moves to the — 3 cm position. Switch POLAR- 
ITY to + . Observe that the trace instantly moves to the 
+3 cm position. 

7. Return AMPLITUDE to 0. The trace should return to 
CRT center. Place POLARITY to 0. 

8. Rotate the VARIABLE knob through its range. Note 
that the UNCAL lamp is lighted when VARIABLE is not 
detented. Return VARIABLE knob to CAL. The UNCAL 
lamp should go out. 

9. Depress the DIFFERENTIAL PROBE PUSH ON/OFF 
button. A Probe On light built into the button should light. 
Depress the PUSH ON/OFF button two more times. Ob- 
serve that the Probe On lamp extinguishes, then re-lights. 
Rotate the VOLTS/CM switch to 1 mV/CM and note that 
the Probe On light stays on. Switch VOLTS/CM to .5 V. 
The light should go out. Note that the PUSH ON/OFF 
button has no effect in the .5 V/CM position Or in any less 
sensitive setting (higher VOLTS/CM setting). 

WARNING 

Voltages are present at the Differential Probe 
connector jack whenever the Type 1A5 is ener- 
gized, regardless of the status of the Probe On 
lamp. 



Front Panel Adjustments 

These adjustments must be accomplished each time the 
Type 1A5 is placed in a different oscilloscope, and should 
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be checked prior to any critical measurements of wave- 
forms. 



Preset Type 1A5 controls as follows: 



POLARITY 


0 


STEP ATTEN BAL 


Centered 


A Input AC-GND-DC 


GND 


VOLTS/CM 


20 mV 


DISPLAY 


A-Vc 


Probe On lamp 


Off 



Allow 20 minutes for warm-up. 



GAIN Adjustment 

1. Connect a 50 O BNC connector cable from the oscillo- 
scope Cal Out jack to the A INPUT jack. Set Cal Out to 

0.1 V. Place A Input AC-GND-DC switch to DC. Set the 
oscilloscope triggering controls to obtain a stable display. 

2. Check GAIN for exactly 5 cm deflection. Use POSI- 
TION knob as necessary to superimpose waveform top and 
bottom on the +2V 2 and — 2V 2 cm lines respectively. If 
gain is incorrect, refer to the GAIN adjustment procedure 
in the Calibration section of this manual. 

3. Disconnect the 50 Q cable from the A INPUT connector. 

STEP ATTEN BAL Adjustment 

1. Place the A Input AC-GND-DC switch to GND. 

2. Set VOLTS/CM control to 20 mV. 

3. Using POSITION CONTROL, set the trace to CRT 
center. 

4. Switch VOLTS/CM control to 1 mV. 

5. Using STEP ATTEN BAL, re-adjust the trace to CRT 
center. 

6. Return the VOLTS/CM control to 20 mV and repeat 
the process until no trace shift accompanies change of 
VOLTS/CM control setting. 

VAR BAL Adjustment 

1. Switch A Input AC-GND-DC to GND. Using POSITION 
control, set the trace to CRT center. 

2. Rotate VARIABLE adjustment through its entire range. 
Adjust VAR BAL to eliminate any trace shift which accom- 
panies the VARIABLE adjustment. Use the POSITION knob 
to keep trace near CRT center during adjustment. Return 
the VARIABLE knob to CAL position. 

3. Recheck the STEP ATTEN BAL Adjustment. 

PROBE STEP ATTEN BAL Adjustment 

This adjustment must be done prior to each use of the 
Type 1A5 with an active probe. It should also be done just 
prior to using an active probe for critical measurment of 
waveforms. 



1. Connect the Differential Probe to the Type 1 A5 con- 
nector. Short the probe tips together. 

2. Set VOLTS/CM control to 20 mV. 

3. Using POSITION control, set the trace to CRT center. 

4. Depress DIFFERENTIAL PROBE PUSH ON/OFF button. 
Observe that the Probe On lamp lights. 

5. Switch VOLTS/CM control to 10 mV and adjust PROBE 
STEP ATTEN BAL to return the trace to CRT center. Repeat 
this adjustment at the 5, 2 and 1 mV positions. 

6. Repeat steps 2, 3 and 5 until no further adjustment 
is necessary. 

Operating Modes of the Type 1A5 

Numerous combinations of operating modes and signal 
coupling methods are available with the Type 1A5. Table 
2-2 and the information accompanying it outline Type 1A5 
set-ups, operating hints and procedures. 

Table 2-3 outlines passive methods for coupling signals 
into the Type 1A5. Many of the probes included in the 
table require adjustment prior to use with specific equip- 
ment. An adjustment procedure, using the Type P6023 probe, 
accompanies Table 2-3. 

For information concerning active probe operation, con- 
sult the appropriate probe manual. 



Signal Inputs 

CAUTION 

The input circuitry may be damaged by exceeding 
the Maximum (non-destructive) Input Voltage 
Range determined by the VOLTS/CM switch. It 
is ±100 volts. DC + peak AC in the 1 to 20 mV 
“knob in” positions and ±500 volts DC plus peak 
AC in all other positions In addition the difference 
between the A and B Input voltages must never 
exceed the applicable Maximum Input Voltage 
Range. 

For reliable results, operate within the Input Signal Range 
indicated on the front panel. 

Before measuring an unknown voltage, determine that 
the maximum voltage to be expected is within the range 
of the Type 1A5. Then set the VOLTS/CM switch to its least 
sensitive position (20V/CM). Connect the signal to the Type 
1A5 INPUT and set the sensitivity control to the position 
desired for waveform measurement. 

When making single ended input measurements, establish 
a common ground connection between the device under 
test and the Type 1A5. Normally the shield of a coaxial 
cable serves this purpose. 

Differential measurements require no common ground 
connection. If it is desired that the oscilloscope and equip- 
ment under test be common grounded for safety reasons, it 
should be done with a cable other than the signal lead 
shields. 




Operating Instructions — Type 1A5 



TABLE 2-2 



Operational Set-Ups 



Operating Mode 


Diff. Probe 
PUSH 
ON/OFF 


DISPLAY 


Signal 

INPUT 

Connector 


AC-GND-DC 


VOLTS/CM 


Vc 


Passive Probe 
1. Differential Amplifier 


OFF 


A-B 


A INPUT and 
B INPUT 


Both to either 
AC or DC 


Any 


N.A. 


2. Conventional Amplifier 
(Method a) 


OFF 


A-B 


A INPUT or 
B INPUT 2 


Selected input 
to AC or DC. 
Other input to 
GND. 


Any 


N.A. 


3. Conventional Amplifier 
(Method b) 


OFF 


A-Vc 
or Vc-B 


As selected 
by DISPLAY 2 


Selected input 
to AC or DC. 


Any 


0 


4. Differential Comparator 


OFF 


A-Vc 
or Vc-B 


As selected 
by DISPLAY 2 


Selected input 
to AC or DC. 


Any 


POLARITY and 
AMPLITUDE po- 
sitioned as nec- 
essary to offset 
signal deflection. 


Active Probe 
5. Differential Amplifier 


ON 


N.A. 


DIFFEREN- 
TIAL PROBE 


N.A. 


1 mV through 
.2 V 


N.A. 


6. Conventional Amplifier 






DIFFEREN- 
TIAL PROBE 


N.A. 


1 mV through 
.2 V 


N.A. 



Z B INPUT inverts waveform presentation. 



Consider the signal source loading and the resulting 
change in the source operating characteristics due to the 
input circuit of the Type 1A5 and the signal cables. The 
circuit at the input connectors can normally be represented 
by a 1 resistance to ground paralleled by 20 pF. A 
few feet of shielded cable may increase the capacitance 
to 60 pF or more, which could be excessive in many situa- 
tions. To minimize these effects, it may be advisable to 
use an attenuator probe. 

Attenuator probes decrease the resistive and capacitive 
loading of the signal source, and extend the measurement 
range of the Type 1A5. Attenuator probes and their effect 
were discussed previously in this section. 



Input Coupling 

To display both the AC and DC components of an ap- 
plied signal, set the appropriate A Input or B Input AC-GND- 
DC switch to DC. To display only the AC component of a 
signal, set the Input AC-GND-DC switch to AC. 

Since a coupling capacitor is used to block the DC compo- 
nent in AC-coupled operation, the AC low frequency half 
power point occurs at 2 Hz, and additional attenuation 
must be expected below this frequency. When using a 
10X 10-MQ probe, the AC-coupled low frequency response 
is about 0.2 Hz. If a 100X 10-MO probe is used, AC- 
coupled low frequency response is again 2 Hz. 

The ground positions of the AC-GND-DC switches pro- 
vide a reference for DC zeroing of the CRT trace. However, 
this method does not take into consideration ground loop 
currents that may be present between the oscillsocope and 
the equipment under test. For single ended operation un- 



der small signal conditions, and whenever extreme accuracy 
is necessary, it is recommended that DC zeroing be done with 
the AC-GND-DC switch in DC position and the signal probe 
and shield grounded at the equipment under test. 

NOTE 

When operating in A-Vc or Vc-B mode, the PO- 
LARITY switch must be set at 0 to perform DC 
zeroing. 

In differential operation, DC zeroing should be done with 
the probe tips connected together, and the AC-GND-DC 
switches in DC position. 



Coupling Capacitor Precharge-Discharge Circuit 

A coupling capacitor Precharge-Discharge Circuit is built 
into the Type 1A5 input. It allows a small AC signal riding 
on a larger DC voltage to be capacitively coupled in with- 
out having the amplifier circuitry overloaded by the capaci- 
tor’s DC charging current. The circuit is not automatic, but 
can be used easily as follows: 

1. Place selected signal Input AC-GND-DC switch to 
GND. 

2. Connect a signal source to the Type 1A5. The cou- 
pling capacitor will charge rapidly to the DC level of the 
signal source. 

3. Change the Input AC-GND-DC switch to AC and pro- 
ceed with waveform measurement. 

4. When the Waveform measurement is completed, dis- 
connect the Type 1A5 from the signal source and discharge 
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the coupling capacitor by placing the AC-GND-DC switch 
to DC. 

CAUTION 

A charged coupling capacitor can damage com- 
ponents connected to the next point tested. It can 
also be detrimental to the Type 1A5 input cir- 
cuitry if not discharged properly. Step 4 will safely 
discharge the coupling capacitor. The coupling 
capacitor precharge-discharge procedure should 
become a habit in all AC input coupled measure- 
ments. 

It may be noted that if the precharge-discharge pro- 
cedure is followed faithfully, the Input Signal Range for the 
most sensitive Type 1A5 settings can be extended to =1:500 
volts, providing the AC component does not exceed 5 volts. 



Display Polarity 

Signals applied to the A INPUT connector will produce a 
vertical deflection in phase with the input signal. Signals 
applied to the B INPUT connector will be inverted. 



Determining Signal Amplitude 

In single-ended operation the signal amplitude is deter- 
mined by multiplying the number of centimeters of trace 
deflection by the deflection factor. (The deflection factor 
of the Type 1A5 and oscilloscope combination is the prod- 
uct of the probe attenuation and the setting of the VOLTS/ 
CM control.) 

Example: Operational setup 2 from Table 2-2 has been 
selected, a 10X probe is in use, VOLTS/CM is at 5 mV 
and there are 3 cm of deflection on the CRT. Deflection 
factor (10 X 5 mV) times deflection (3 cm) equals 150 mV 
signal amplitude. 

In differential amplifier operation, the deflection factor 
multiplied by the amount of trace deflection indicates the 
difference in amplitude between the two signals under test. 

Example: Operational setup 1 from Table 2-2 has been 
selected, 1 X probes are used, DC coupling selected for 
both inputs, VOLTS/CM set to 2 mV, and 4.5 cm deflection 
occurs. Deflection factor (1X2 mV) times deflection 
(4.5 cm) equals 9 mV signal difference. (If the DC ± AC 
amplitude of either input were desired to be known, it 
should be determined under single ended operation as in 
the first example.) 

Differential comparator operation can also be used to 
determine signal amplitude, and its accuracy can be relied 
upon to three significant digits. Under setup 4 from Table 
2-2, the deflection on the CRT will be the difference between 
the signal amplitude and the amount of comparison volt- 
age introduced to the other channel. The signal amplitude 
can be determined by multiplying the deflection factor by 
the amount of deflection and adding Vc (from the AMPLI- 
TUDE control) to the product. 

Example: Operational setup 4 from Table 2-2 selected, 1 X 
probe coupled into A INPUT, AC-GND-DC switch at DC, 
Vc POLARITY at — , Vc AMPLITUDE at 240 V (2-4-0 posi- 



tion), VOLTS/CM at 2 V, —3 cm trace deflection on CRT. 
Deflection factor (1 X 2 V) times deflection (—3 cm) equals 
—6 V. Adding the Vc —240 V (which removed 240 V from 
the trace deflection by common-mode rejection) results in a 
—246 volt total signal input. 

The above example is characteristic of the measurement of 
AC riding on a DC level. If the entire voltage had been DC, 
the measurement would have been simplified by introducing 
enough Vc to put the trace at the DC reference position. 
Then the deflection factor could have been ignored and the 
total signal voltage read directly from the Vc AMPLITUDE 
dial. In either case, notice that the Vc feature allowed 
determination of a voltage which, in single-ended operation, 
would have deflected the trace off of the face of the CRT, 
even with the Type 1A5 set up in its least sensitive calibrated 
position. 

NOTE 

The explanation concerning the deflection factor 
is true only when the VARIABLE control is set 
to the CAL position 

The VARIABLE control can increase the deflection factor 
to more than 2.5 times the value indicated by the VOLTS/CM 
control setting. This provides uncalibrated vertical deflection 
factors between the calibrated settings of the VOLTS/CM 
switch, and when in the 20V/cm position extends the max- 
imum total waveform display capability to at least 300 volts 
peak to peak. 

Vc MONITOR 

COMPARISON VOLTAGE (Vc) can be read on a voltmeter 
or oscilloscope connected to the MONITOR pin-jack. The 
AMPLITUDE and POLARITY controls make 0 to =1=5 V avail- 
able in all of the VOLTS/CM control settings except the 
5-V, 10-V and 20-V positions, where it is reduced to a 
±0,5 V maximum value. If a high impedance voltmeter 
(one which draws little or no current from the measured 
voltage) is used, the value will be within ±0.5% or ±5 mV 
(whichever is greater) of the Vc AMPLITUDE dial setting. 

If an accurate, low impedance measuring device is used, 
the value read will be the value applied to the selected in- 
put channel, but it will disagree with the Vc AMPLITUDE 
control setting. The amount of difference will be determined 
by the degree of loading caused by the measuring device. 
When the load is removed by disconnecting the measuring 
device, the voltage will return to that indicated by the AM- 
PLITUDE control. 

The Vc MONITOR output can be used as a voltage source, 
but the accurracy and value of Vc will vary inversely with the 
loading effect, just as it does with a measuring device con- 
nected to it. This is illustrated in Fig. 2-12. 

NOTE 

Use sheilded leads whenever connecting to the 
MONITOR JACK while waveform observations are 
being made. Stray voltages of 10 mV or more can 
be picked up by unshielded cables connected to the 
MONITOR jack This induced noise will affect the 
CRT presentation whenever the DISPLAY switch is 
in the A-Vc or Vc-B position. 
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Fig. 2-12. Effect of external load connected to Comparison Volt- 
age IVc) MONITOR jack. (Does not apply when VOLTS/CM con- 
trol is set to 5 V, 10 V or 20 V positions.) 

Overdrive Recovery Time 

In any oscilloscope, when a signal causes the trace to 
deflect off the CRT face, a certain amount of recovery time 
is required before the trace will return and waveform obser- 
vation/measurement can continue. This is annoying and 



time consuming. The operator can minimize this problem 
by using the following procedure: 

1. AC operation. Use the precharge/discharge procedure 
outlined earlier in this section. 

2. AC single ended operation. Before inserting the sig- 
nal, set the VOLTS/CM control to allow all of the maximum 
expected AC waveform to appear on the CRT viewing area. 

3. DC single ended operation. Before inserting the sig- 
nal, set the VOLTS/CM control to allow all of the maximum 
expected AC + DC waveform to appear on the CRT view- 
ing area. 

4. Differential Comparator operation. Keep the selected 
signal Input AC-GND-DC switch at GND and the Vc POLAR- 
ITY switch at 0 until the signal and a comparable value of 
Vc are inserted. Simultaneously switch the signal Input AC- 
GND-DC switch to DC and Vc POLARITY switch to the 
polarity of the signal being common-moded. Regardless 
of the signal amplitude, only the difference between Vc 
and the signal will appear as trace deflection. 

5. Differential Amplifier Operation. Place both AC-GND- 
DC switches at GND before connecting signal sources to 
the Type 1A5. After connections have been made, simultane- 
ously switch both AC-GND-DC switches to either AC or DC 
as desired. Regardless of the amplitude of the signals, only 
the difference between the two will cause trace deflection. 

6. Active Differential Probe operation. Keep Vc POLARITY 
at 0 and Differential Probe lamp off until both contacts 
of the active Differential Probe are connected. Then press 
PUSH ON/OFF button to accept active probe signals. 



TABLE 2-3 



Passive Signal Coupling Methods 



Method 


Advantages 


Limitations 


Accessories 

Required 


Source Loading 


Precautions 


1. Open test leads. 


Simplicity. 


Limited frequency 
response. Subject 
to stray pickup. 


BNC to Binding 
Post adapter (103- 
0033-00). Two test 
leads. 


1 MO and 20 pF 
at input, plus test 
leads. 


Stray pickup. In- 
sert a 47-ohm re- 
sistor in series with 
the leads. 


2. Unterminated 
coaxial cable. 


Full sensitivity. 


Limited frequency 
response. High ca- 
pacitance of cable. 


Coaxial cable with 
BNC connector(s). 


1 MQ and 20 pF 
plus cable capaci- 
tance. 


High capacitive 
loading. 


3. Terminated 
coaxial cable. Ter- 
mination at 1A5 
input. 


Full sensitivity. 
Total 1A5 band- 
width. Relatively 
flat-response resis- 
tive loading. Long 
cable with uniform 
response. 


Presents R 0 (typi- 
cally 50 Q) loading 
at end of coaxial 
cable. May need 
blocking capacitor 
to prevent DC 
loading or dam- 
age to termination. 


Coaxial cable with 
BNC connector(s) 
R 0 termination at 
1A5 input. (BNC 
50 Q Termination 
011-0049-00). 


R 0 plus 20 pF at 
1 A5 end of coaxial 
cable can cause 
reflections. 


Reflection from 20 
pF at input. DC 
and AC load on 
test point. Power 
limit of termina- 
tion. 


4. Same as 3, with 
coaxial attenuator 
at termination. 


Less reflection from 
20 pF at termina- 
tion. 


Sensitivity is re- 
duced (increased 
deflection factor). 


BNC coaxial atten- 
uators. 


R 0 only. 


DC and AC load- 
ing on test point. 
Power limit of at- 
tenuator. 
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TABLE 2-3 (coni) 



Passive Signal Coupling Methods 



Method 


Advantages 


Limitations 


Accessories 

Required 


Source Loading 


Precautions 


5. Tap into termi- 
nated coaxial sys- 
tem. (BNC T at 1 A5 
input.) 


Permits signal to 
go to normal load. 
DC or AC coupling 
without coaxial at- 
tenuators. 


20-pF load at tap 
point. 


BNC T and BNC 
connectors on sig- 
nal cables. 


1 MO and 20 pF 
at tap point. 


Reflection from 20 
pF input. 


6. 1 X, 1MQ 
Probe. 


Full sensitivity. 
Total Type 1A5- 
Oscilloscope band- 
width. 


High capacitance 
of cable. 


P6011 and P6028 
are 1 X probes. 


1 MO and ~60 pF. 
1 MO and ~28 pF. 


High capacitance 
loading. 


7. 10X probe. 


Reduced resistive 
and capacitive 
loading; nearly full 
bandwidth of 1A5. 


X0.1 sensitivity. 


P6006, P6008, 
P6010 and P6023 
are 10X probes. 


P6006: ~7 pF, 
10 MO. 

P6008: ^7.5 pF, 
10 MO. 

P6010: ^10 pF, 
10 MO 

P6023: ^12 pF, 
8 MO 


Check probe fre- 
quency compensa- 
tion. Use square 
wave frequency 
less than 5 kHz, 
preferably 1 kHz. 


100X, 9.1 MQ 

probe. 




X0.01 sensitivity. 


P6007: 100X 


P6007: S2 pF, 
lOMO. 




1000X, 100 Mn 
probe. 




X 0.001 sensitivity. 


P6015: 1000X 


P6015: ~2.7 pF, 
100 MO. 




8. 500 Q and 5 kQ 
probes. (Must be 
terminated in 50 Q 
at 1A5 input.) 


Reduced capaci- 
tive loading to 
about 0.7 pF. 
Bandwidth that of 
1A5. 


Resistive loading. 
X0.1 or X0.01 
sensitivity. May 
need blocking ca- 
pacitor to prevent 
DC loading or dam- 
age to termination. ; 
Limited low-fre- 
quency response 
when AC coupled. 
See Fig. 2-13. 


P6034: 10X. 

P6035: 5 kO, 0.6 pF. 


P6034: 500 O, 
0.7 pF. 


DC and AC load- 
ing. 

Voltage rating of 
probe. 


9. Current trans- 
former. Terminated 
in 50 Q at 1A5. 


Current transform- 
er can be perma- 
nent part of test 
circuit. Less than 
2.2 pF to test cir- 
cuit chassis. Meas- 
ure signal cuurrent 
in transistor cir- 
cuits; 

CT-1 — 20 A peak. 
CT-2 — 100 A peak. 


RMS current rating: 
CT-1— 0.5 A 
CT-2— 2.5 A 
Sensitivity: 

CT-1— 5 mV/mA. 
CT-2— 1 mV/mA. 


CT-1: coaxial cable, 
adapter and BNC 
termination. 

CT-2: Additional 
coaxial cable for 
either transform- 
er as necessary. 


CT-1: Insertion; 1 O 
paralleled by 
about 5 n H. Up 
to 1.5 pF. 

CT-2: Insertion; 
0.04 O pa ra 1 leled 
by about 5 /aH. Up 
to 2.2 pF. 


Not a quick-con- 
nect device. 

CT-1 : Low-fre- 
quency limit about 
75 kHz. 

CT-2: Low-fre- 
quency limit 
about 1 .2 kHz, and 
is 1 /5th as sensi- 
tive as the CT-1 . 


10. P6019 or P6020 
Current Probe and 
Type 134 Amplifi- 
er. 


Measure signal 
currents. AC cur- 
rent saturation rat- 
ing: 15 A peak to 
peak. 


Low frequency lim- 
it: ~ 30 Hz. Basic 
deflection factor: 
50 mV/mA. 


None. 


Insertion Z with 
step function ap- 
plied: 0.04 O after 
0,1 /AS. 


Avoid scratching 
probe current trans- 
former core to pre- 
serve low-frequen- 
cy response. 



Type P6023 Probe Adjustment Procedure 

The following equipment is recommended for this proce- 
dure: 

Oscilloscope to be used with the Type 1 A5. 



Type 1A5 Differential Amplifier plug-in unit. 

Type P6023 Probe. (Two required for differential oper- 
ation.) 

BNC binding post adapter. Tektronix Part No. 103- 
0033-00. 



® 
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To Type 1 A5 

Input 




SOn GR-to-BNC 
Termination 
017-0083-00 




HHB-- 



*50 H Type 874-K 
Coupling Capacitor 
017-0028-00 




*50 n 2:1 Atten. 
017-0080-00 





♦Optional 



Fig. 2-13. Recommended component sequence when using the P6034 or P6035 probe. See Table 2-3. 



Procedure: 

a. Insert the plug-in unit into the oscilloscope. Turn on 
the oscilloscope and allow 20 minutes for warm-up. 

b. Set the front-panel controls as follows: 



Type 544 



Amplitude Calibrator 


1 V 


Horizontal Position 


Centered 


Horizontal Display 


Normal (XI) 


Time/CM 


.5 ms 


Triggering Mode 


Auto 


Triggering Slope 


+ 


Triggering Coupling 


AC 


Triggering Source 


Norm 


Type 


1A5 


STEP ATTEN BAL 


Adjust as outlined in 
Front Panel Adjustments 


VOLTS/CM 


20 mV 


POSITION 


Centered 


DISPLAY 


A-B 


AC-GND-DC (A Input) 


GND 


AC-GND-DC (B Input) 


GND 



c. Attach the BNC-binding post adapter to the oscillo- 
scope Cal Out connector. 



d. Connect the compensation box of the P6023 probe to 
the Type 1A5 A INPUT connector. Connect the probe tip 
to the binding post attached to the Cal Out connector. 

e. Check that the oscilloscope Intensity control is set for 
normal brightness. Position the trace to graticule center with 
the Type 1A5 POSITION control. 

f. Switch the A Input AC-GND-DC control to DC. Adjust 
the oscilloscope Triggering Level and Type 1A5 POSITION 
control to provide a centered, triggered display. 

g. Check that the Type 1A5 VARIABLE control is at CAL 
position. 

h. Adjust the probe DC ATTEN CALIBRATION to obtain 
exactly 5 cm vertical display amplitude, as measured be- 
tween the trailing edges of the square waves. See Fig. 
2-14 (A). 

i. Adjust the probe AC COMP FINE ADJUST (and AC 
COARSE COMP if necessary) for optimum flatness and 
squareness at the bottom left corner of the square wave. 
See Fig. 2-14 (B). 

j. Switch ihe oscilloscope Amplitude Calibrator to Off. 
The probe is now properly adjusted. If two probes are 
to be used for making CMRR measurements, a second probe 
must be adjusted to match the first. The remaining procedure 
explains an effective method for performing the adjustment. 

k. Connect the compensation box of the second probe to 
the B INPUT connector; connect the probe tip to the junction 
of the binding post and the first probe tip. 
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Probes matched. 




Fig. 2-14. Adjusting the P6023 Probe. (A) Adjusting DC ATTEN CALIBRATION; (B) Adjusting AC COMP; (C) Matching DC ATTEN CALI- 
BRATION of second probe to that of first probe; (D) Matching AC COMP of second probe to that of first probe. Sweep rate: (A), (B) 

and (C) — .5 ms/cm; (D) — .2 ms/cm; vertical sensitivity; 20 mV/cm. 



l. Switch the B Input AC-GND-DC controls to DC. Switch 
the Amplitude Calibrator to 20 V and adjust the Type 1A5 
POSITION control as necessary to center the display. 

m. Adjust the DC ATTEN CALIBRATION of the second 
probe until the trailing edges of the square waves are all 
at the same vertical display amplitude, as shown in Fig. 
2-14 (C). 

n. Switch the oscilloscope Time/cm to .2 ms. 

o. Adjust the AC COMP FINE ADJUST (and AC COARSE 
COMP if necessary) of the second probe to obtain optimum 
flatness and minimum aberration at the leading edges of the 
square waves, as shown in Fig. 2-14 (D). 

p. Switch the Amplitude Calibrator to Off and the Type 
1A5 A and B Input AC-GND-DC controls to GND. The 
probes are now adjusted for use with the Type 1A5, and 
matched to each other. 

Prior to probe use in critical common-mode applications, 
connect both probe tips to one of the two points to be com- 
pared. Set the Type 1A5 VOLTS/CM control to the sen- 
sitivity setting which will be used in the actual application. 
Readjust the second probe to provide maximum CMRR as ob- 
served on the CRT. 



Examples of Voltage/Signal Measurements 

The rest of this section provides examples of how to make 
various voltage/waveform measurements. All examples pre- 

® 



sume that the Type 1A5 front panel adjustments have been 
made satisfactorily. Reasons for the steps or their sequence 
are not covered here, but can be understood if the operator 
has read the information contained earlier in this section. 
These examples can be duplicated by an operator to serve 
as familiarization exercises. 

NOTE 

In all cases the Vc AMPLITUDE control and the 
VOLTS/CM switch were set on the basis of a volt- 
age input whose approximate value was known. 

If the approximate value of voltage is not known, 
(but is definitely within the maximum input signal 
range of the Type 1A5), it can be determined by 
single ended or differential comparator methods, 
starting with the least sensitive VOLTS/CM set- 
ting (20V/CM). 

Type 544 Oscilloscope set-up for all examples: 

Triggering Mode Auto 

Triggering Slope -f 

Triggering Coupling AC 

Triggering Source Norm Int 

Time/CM 2 ms 

Horizontal Display Normal (XI) 

Amplitude Calibrator 50 mV 

Example 1. Single-ended operation, DC measuurement. 
Measure the voltage output of a 1.5 V battery. (Any con- 
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venient DC source can be substituted and the sensitivity 
of the Type 1A5 set accordingly.) 



g. Read the value of the input voltage from the Vc AMPLI- 
TUDE dial, +1 .5 V. 



Example 3. Single-Ended Operation — waveform meas- 
urement. Measure the oscilloscope Cal Out waveform and 
DC level. 



Type 1A5 set-up 
Vc POLARITY 
POSITION 

AC-GND-DC (A Input) 
A INPUT 



VARIABLE 

DISPLAY 



0 

Centered 

GND 

Connected to battery 
positive terminal. (Con- 
nect battery negative 
terminal to Type 1 A5 
Ground terminal.) 

CAL 

A-Vc 



Type 1A5 set-up 
POSITION 

AC-GND-DC (A Input) 
AC-GND-DC (B Input) 
A INPUT 



VARIABLE 

DISPLAY 



Centered 

GND 

GND 

Connected to oscilloscope 

Cal Out connector via 

coaxial cable 

CAL 

A-B 



a. Perform the STEP ATTEN BAL adjustment as outlined 
in the front panel adjustment procedure. 

b. Set the VOLTS/CM switch to. 5 V. 

c. Use POSITION control to set the trace to DC-0 refer 
ence. 



a. Perform the STEP ATTEN BAL adjustment as outlined 
in front panel adjustments. 

b. Set the VOLTS/CM control to 10 mV position. 



d. Place the A Input AC-GND-DC switch to DC. 

e. Multiply centimeters of deflection by deflection factor 
(3 cm X .5 V). Input voltage amplitude is 1.5 V. 

Note that if the input had been applied to the B INPUT 
terminal and the DISPLAY switch set to Vc-B, the deflection 
would have been downward, since the B INPUT causes an in- 
verted presentation. 



Differential Comparator Operation, DC 
Measure the voltage output of a 1.5 V bat- 



Example 2. 

measurement, 
tery. 

Type 1A5 set-up 
Vc POLARITY 
POSITION 

AC-GND-DC (A Input) 
A INPUT 



VARIABLE 

DISPLAY 



0 

Centered 

GND 

Connected to battery 
positive terminal. (Con- 
nect battery negative 
terminal to Type 1A5 
Ground terminal.) 

CAL 

A-Vc 



a. Perform the STEP ATTEN BAL adjustment as outlined 
in front panel adjustments. 



c. Set the oscilloscope Amplitude Calibrator control to 
50 mV. 

d. Place A Input AC-GND-DC switch to its AC position. 
Set the oscilloscope triggering controls as necessary for a 
stable presentation. 

e. Compute AC waveform amplitude, using the POSITION 
control as necessary to set the waveform to a reference 
line. (5 cm deflection times 10 mV deflection factor equals 
50 mV.) 

f. Determine the DC level on which the waveform is riding. 
Do this as explained in example 1 or 2, noting the DC level 
of the top, middle or bottom of waveform, as desired. 

Note that for signals with a high AC to DC ratio, the AC 
and DC components can be evaluated simultaneously by 
using DC coupling and single-ended operation methods. 

If a very low frequency is involved (less than 2 Hz), the 
waveform measurement must be made using DC input coupl- 
ing. AC and DC signal components can be determined simul- 
taneously by introducing Vc to offset the DC component. The 
AC component can be determined by comparison against the 
CRT graticule and the DC component can be read from the 
Vc AMPLITUDE dial. 

Example 4. Differential Amplifier Operation. Measure 
the difference between the oscilloscope Cal Out waveform 
and modified Cal Out waveform. 



b. Set the Vc AMPLITUDE to expected input voltage. 
(1 .5 V on 5 V range. Setting 1 -5-0.) 

c. Set the VOLTS/CM control to 20 mV. 

d. Using POSITION control, set the trace to DC zero 
reference. 

e. Simultaneously place A Input AC-GND-DC switch to 
DC, and Vc POLARITY switch to the polarity of the input 
voltage, +. 

f. Using Vc AMPLITUDE control, reset the trace to DC 
zero reference. 



Oscilloscope set-up 

Set the Amplitude Calibrator control to Off. 

Connect a BNC T adapter to the Cal Out connector. 

Build and connect a voltage divider to the BNC T as 
illustrated in Fig. 2-1 5. 

Type 1A5 set-up 

POSITION Centered 

AC-GND-DC (A Input) GND 

AC-GND-DC (B Input) GND 
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Connect to 
Cal Out 




Connect to 
B INPUT 



Fig. 2-15. Voltage divider for Example 4. 



A INPUT 


Connected to Cal Out 
through a BNC T 
connector. 


B INPUT 


Connected to junction 
of 1 Id2 and 100 kQ 




resistor. 


DISPLAY 


A-B 



a. Perform the STEP ATTEN BAL adjustment as outlined 
in front panel adjustments. 

b. Place the VOLTS/CM switch to 20 mV. 

c. Set the oscilloscope Cal Out control to 5 volts. 

d. Using the POSITION control, set the trace to DC zero 
reference. 

e. Simultaneously place both AC-GND-DC switches to 
DC. Adjust the oscilloscope triggering controls if necessary 
to obtain a stable waveform. 

f. Measure the waveform amplitude. It will be equal 
to the difference between the two input waveforms — 
approximately 50 mV. (This is the amount dropped across 
the 1 kfi resistor.) 





NOTES 




SECTION 3 

CIRCUIT DESCRIPTION 



Type 1A5 



Introduction 

A detailed description of the Type 1A5 circuitry is con- 
tained in this section. The scope of coverage includes a 
block diagram description of overall operation, the theory 
of operation of individual circuits, and the functions of 
specific components within the circuits. This description 
is intended to provide enough information about the Type 
1A5 to enable a technician to troubleshoot any part of it. 

Simplified drawings are provided where necessary for 
effective circuit explanation. No attempt is made to explain 
basic operations of components except for those that are 
not general knowledge. Some additional information regard- 
ing components is included in the Maintenance Section of 
this manual. 

Resistors on schematics are valued in ohms unless other- 
wise indicated. Capacitor values which are not assigned the 
symbol “juF” are indicated as follows: pF — whole numbers; 
(i F — decimal numbers. Example: 0.1 is in fi F; 33 is in pF. 

BLOCK DIAGRAM DESCRIPTION 

The Operating Instructions secion of this manual pro- 
vides a block diagram and a basic description of the Type 
1A5 circuitry, with emphasis on front panel controls and 
adjustments. It is suggested that it be reviewed before con- 
tinuing in this section. 

Refer to the Block Diagram in Section 9. The A channel 
and B channel make up most of the Type 1A5 circuitry. 
These two channels are identical except that a signal applied 
to the A channel will cause a displayed signal of the same 
polarity as the input signal, and a signal applied to the B 
channel will cause an inverted display signal. The two 
channels are distinct until after they enter the Comparator 
circuit. From there on they operate in push-pull, providing 
outputs to be applied to the oscilloscope vertical amplifier. 
If desired, signals can be accepted from an active differ- 
ential probe instead of from the A INPUT and B INPUT 
circuitry. 

Four operating voltages are developed within the Type 
1A5: +20.7 and +60 volts for circuit operation; +6.2 V 

for reed switch and active probe operation; and a variable 
5 volts for input voltage comparison purposes. In addi- 
tion, + 50 volts and — 50 volts are developed within the 
Type 1A5 for Differential Probe operation. 

Assume that A-Vc has been selected by the DISPLAY 
switch and a Comparison Voltage of 0 is applied to the 
B channel. 

A signal applied to the A INPUT connector passes through 
the Input Coupling selector switch to the Input Attenuator 
circuit where is is attenuated by a factor of 1, 10, 100 or 
1000. The output of the selected attenuator is applied to 
a contact of the DISPLAY switch. From the DISPLAY switch 
the signal goes to the gate of field effect transistor (FET) 



Q123A. The output is taken from the source of Q123A 
and passes through emitter follower Q143 to a contact of 
a relay controlled by the Differential Probe PUSH ON/OFF 
button. Transistors Q133 and Q128 aid in the operation 
of the FET circuit. 

If Differential Probe operation has not been selected, 
a relay routes the signal to Q164 in the Comparator cir- 
cuit. The Comparator acts as a paraphase amplifier which 
provides a push-pull output in response to signals from 
either the A channel or the B channel. With a signal 
applied, Q164 provides an inverted output through VI 64 
and emitter-follower Q183 to gain switching amplifier 
Q314-Q334. Responding to the same signal into Q164, 
the other half of the Comparator (Q264, V264 and Q283) 
provides Q324-Q344 with a signal having a polarity oppo- 
site to that applied to Q314. 

The amount of amplification provided by the Gain Switch- 
ing Amplifier (Q314-Q324) is controlled by the VOLTS/CM 
control. The Output Amplifier further amplifies the push- 
pull signal from Q314-Q324 and provides an output which 
is impedance-matched to the oscilloscope’s vertical ampli- 
fier circuit. 

Returning to the Comparator circuit, if the Comparator 
receives signals simultaneously from the two input channels, 
its output will be an amplification of the difference between 
the two. Therefore, if the two signals are equal in ampli- 
tude and phase (common-mode), the Comparator will have 
no signal output. In A-B mode, this “differential amplifier" 
action occurs and provides an output which is representative 
of the difference between the signals applied at the A and 
B INPUT connectors. 

With the DISPLAY switch in A-Vc or in Vc-B position, 
the COMPARISON VOLTAGE (Vc) network can be used 
to supply a voltage to one of the signal channels. The Com- 
parator will accept this as a DC signal, and will cancel an 
equal amount from the signal in the other channel. 

When the Differential Probe signal is selected by depress- 
ing the PUSH ON/OFF button, a push-pull signal goes 
from the probe to the Comparator. The Comparator then 
acts as a conventional push-pull amplifier. 

Power Supplies. The Type 1A5 receives the following 
voltages from the oscilloscope: +225 V, +100 V, +75 V, 

— 150 V DC, and 6.3 V AC. Circuits within the Type 1A5 
provide four additional regulated voltages for Type 1A5 
operation. The +20.7 and +6.2 volt supplies are located 
on the Input Amplifier board and use the +75-V input as 
their source. An adjustable +60-V supply, located on the 
Output Amplifier board, is powered by the +100-V input. 
A COMPARISON VOLTAGE (Vc) supply is derived from the 
+ 100-V or — 150 V input and can be either + or — 5 V 
as determined by the POLARITY control. The Differential 
Prove is powered by the +6.2/+20.7-V supply and by 
+ 50-V and — 50-V supplies derived from the +60-V and 

— 150-V supplies respectively. 
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DETAILED CIRCUIT DESCRIPTION 
Input Circuitry 

This explanation of the A Input circuitry can be adapted 
to the B Input circuitry, since the two are essentially iden- 
tical. 

Input Coupling 

The Input Amplifier schematic shows the A Input Cou- 
pling circuit, which includes J101, C101, R101 and SW101. 
Input signals pass through J101 and connect to coupling 
capacitor Cl 01 and the DC terminal of Input Coupling 
switch SW101. Cl 01, SW101 and R101 form a combina- 
tion input coupling and precharge-discharge circuit. With 
SW101 connected to the GND terminal, the A amplifier 
channel input is grounded and Cl 01 charges through R101 
to the DC value of the input signal. When SW101 is sub- 
sequently switched to the AC position, the amplifier is not 
disturbed by any DC charging current. 

Under AC input coupling conditions, Cl 01 retains its DC 
charge after the input signal is removed. It can be dis- 
charged safely through R101 by placing SW101 to the DC 
position. 

Cl 01 and the B Input channel’s C201 are matched to 
within 1% to ensure at least 1000:1 CMRR at 60 Hz. 



Attenuators 

Matched attenuators are simultaneously inserted into the 
A and B INPUT signal paths by the VOLTS/CM switch. The 
XI, X10, XI 00 and XI 000 attenuators divide the input 
signal by the indicated factor and also control the Input 
Signal Range and the Maximum (non-destructive) Input Volt- 
age for the Type 1A5. The VOLTS/CM switching schematic 
shows details of the switching and attenuator circuitry, and 
Table 3-1 lists the attenuator in use in each switch position. 

The X10, XI 00 and XI 000 attenuators consist of RC 
voltage dividers which combine with the remaining input 
circuitry to provide the indicated fractional output to the 
gates of Q123. (The XI attenuator provides a direct path 
through the attenuator unit and therefore involves no com- 
ponents.) Resistor tolerances are 0.1% and provide low 
frequency attenuation accuracy of 0.2% in single-ended 
operation. Attenuation accuracy at higher frequencies is 
obtained by using adjustable capacitors. 

Matching between the A and B Input Attenuators is 
obtained by adjusting one to the other after attenuation 
accuracy has been obtained. A DC common-mode rejec- 
tion ratio of 2000:1 is obtained with the X10 and XI 00 
attenuator in use by adjusting R105D and R106D respective- 
ly. The AC common-mode rejection ratio for X10 and 
XI 00 attenuator operation is obtained by adjusting C205D 
and C206B. Table 3-2 lists all the attenuator circuitry adjust- 
ments and their purposes. 



TABLE 3-1 

VOLTS/CM Switch Selection Data 



VOLTS/CM POSITION 


Input 

Signal 

Range 1 




Attenuator 


in Use 




Reed Switches 


Actuated 


Knob In 


Knob Out 
( Retained 
Range) 


XI 


X10 


X100 


XI 000 


K301 


K304 

K305 


K307 


K31 1 
K31 3 


1 mV 




5 V 


X 








X 


X 






2 mV 




5 V 


X 










X 






5 mV 




5 V 


X 












X 


X 


10 mV 




5 V 


X 














X 




10 mV 


50 V 




X 






X 


X 






20 mV 




5 V 


X 


















20 mV 


50 V 




X 








X 






50 mV 




50 V 




X 










X 


X 


.1 V 




50 V 




X 












X 




.1 V 


500 V 






X 




X 


X 






.2 V 




50 V 




X 
















.2 V 


500 V 






X 






X 






.5 V 




500 V 






X 








X 


X 


1 V 




500 V 






X 










X 


2 V 




500 V 






X 












5 V 




500 V 








X 






X 


X 


10V 




500 V 








X 








X 


20 V 




500 V 








X 











1 Also applies to Equivalent Comparison Voltage Range 
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TABLE 3-2 



Input Attenuator Adjustments 



Purpose Of 
Adjustment 


Adjustments 


“A” Input Attenuators 


“B” Input Attenuators 


XI 


X10 


XI 00 


XI 000 


XI 


X10 


X100 


XI 000 


Input Capacitance 


008 


C105A 


Cl 06 A 


C107A 


C208 


C205A 


C206A 


C207A 


H.F. Attenuation 




C105B 


C106B 


C107B 




C205B 


C206B 


C207B 


L.F. CMRR 




R105D 


R106D 












H.F. CMRR 












C205D 


C206B 





The output of the attenuator circuit develops across R108, 
Cl 08, R121, Cl 22 and R122. Cl 08 adjusts the input capaci- 
tance to 20 pF. Cl 22 also affects the input capacitance, but 
is adjusted primarily to improve the high frequency com- 
mon-mode rejection ratio. R108 and R121 form a suppres- 
sion network to improve circuit stability. Cl 09 and R109 
are inserted in the signal path to improve transient response. 

Source Follower and Bootstrap Circuitry 

Identical source follower and bootstrap circuits are con- 
tained in the A and B channels. A simplified schematic 
of the A channel is presented in Fig. 3-1. 

Signals passing through the input circuitry are applied 
to the gate of FET Q123A. (An operational analogy exists 
between a field effect transistor and a vacuum tube, with 
the gate comparing to a grid, the source to a cathode and 
the drain to a plate.) In typical cathode-follower manner, 
the signal is developed at the source of Q123A and applied 
to the base of emitter-follower Q143. The signal from the 
emitter of Q143 is applied to relay contact K295A. 

The source of Q123A operates quiescently at approxi- 
mately +0.6 V. This voltage is established by a relatively 
constant current through the high impedance source resistors 
R123 and R127 and constant current transistor Q128. R129 
is adjusted to balance this voltage between the A and B 
channels during quiescence. When R129 is adjusted prop- 
erly, there will be no trace shift when switching from one 
gain setting to another with no signal applied. 

Part of the Q123A source impedance is made up of the 
Q143 base-emitter circuit. Resistor R141 and potentiometer 
R140 are placed in parallel with this circuit to allow adjust- 
ment of differences between the A and the B channel load- 
ing effects. With R140 (COMMON-MODE BAL) properly 
adjusted, no trace shift will result when DC or low-frequency 
common-mode signals within the input signal range are 
applied simultaneously to the A and B channels. 

The bootstrap (positive feedback) circuitry consists of 
R148, R149 and Q133. A majority of the signal occurring 
at the emitter of Q143 is felt across R149 and is applied to 
the base of Q133. The polarity of this signal is the same 
as that applied to the gate of Q123A. Q133 and Q123A 
therefore act in unison and form a high impedance input 
circuit relatively independent of the gain of the active 
devices, and provide a gain of approximately 1 from the 
FET gate to the emitter of Q143. 

Input Protection Circuitry 

Protection from positive input signals is provided by the 
circuit design and D133. The high impedance source load 



of Q123A allows the source voltage to follow the gate sig- 
nal up to +100V without component damage. This voltage 
dictates the value to which the emitter of Q143 and the 
base of Q133 will go. As the input signal rises and the 
base of Q133 approaches +20 V, the collector-base junc- 
tion of Q133 becomes forward biased; D133 becomes back 
biased. All connections to Q123A, Q133 and Q143 are 
allowed to rise to the vicinity of the voltage at the gate 
of Q123A and no stress approaching breakdown voltage 
exists across any components. 

Negative signal input protection up to — 100 V is ob- 
tained through B122, R138, R139 and Q137. During normal 
operating conditions, Q137 is saturated and has about 0.2 V 
dropped across it. The voltage at its base is approximately 
+21 V. When the signal on the gate of Q123A reaches 
about —60 V, B122 ionizes and maintains approximately 
55 V across itself. This places the base of Q137 near — 5 V, 
forcing its emitter to follow. Any further change in gate 
voltage will be transferred directly to Q137, keeping the 
difference in voltage between Q123A source and Q137 
emitter within component breakdown values. 

Refer back to the Input Amplifier schematic to follow 
the discussion of the remaining components in the A chan- 
nel source-follower circuit. 

Input cross-talk (inter-action) at high frequencies through 
the capacitance of de-ionized neon tubes B122 and B222 
is kept to a minimum by decoupling action of C139. C126 
(in the base biasing network of Q128 and Q228) minimizes 
cross-talk between the constant current circuits. Cl 24 and 
C148 improve high frequency response. The series com- 
bination of Cl 32 and R132 provides high frequency damp- 
ing. The source and emitter circuit capacitances of Q123A 
and Q143 are set for optimum CMRR in the 1 to 10 MHz 
range by adjusting Cl 23. Resistor R145 is shunted by Cl 44 
to improve the gain of Q143 at high frequencies. R159, 
R259 and PROBE STEP ATTEN BAL R158 allow balancing 
of the A and B channels during active probe operation. 

B channel operation can be followed by relating the 
components in, the B channel to their counterparts in the 
A channel. 



Comparator Circuit 

The comparator is made up of two cascaded, emitter- 
coupled amplifiers with a gain of about 4. It provides 
a push-pull output in response to any unbalance of inputs 
at TP160 and TP260. This unbalance can be the result of 
a signal input from one channel or the difference between 
the signals from the two channels. 
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Under quiescent conditions, each half of the comparator 
is receiving half of the current being supplied by the con- 
stant current circuit including R170, R171, R271, Q174, R174, 
R175 and R1 76. If a positive signal is received by one half 
of the comparator, current through it will increase. The ad- 
ditional current is obtained from the constant current source 
by decreasing the current through the other half of the com- 
parator. 

A positive signal at TP160 causes current through Q164 
(and therefore through load resistor R168) to increase, 



resulting in a negative signal at the plate of VI 64. The 
increase of current through Q164 is obtained through R1 67 
by decreasing current through the Q264-R268 circuit. This 
results in a positive signal at the plate of V264. 

Ideally, if common-mode signals arrive at TP160 and 
TP260, the trans-impedance of the two halves of the com- 
parator remain balanced to each other. The constant cur- 
rent circuit prevents any change of current in either half, 
and no signal output can result. Under actual common- 
mode signal conditions, the constant current circuit cannot 




Fig. 3-1. “A” Channel Source Follower circuit, simplified. 
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maintain 100% constant current, but it keeps changes to 
a minimum. The minor changes which occur at the plates 
of VI 64 and V264 are equal and, being common-mode, 
will have no effect upon trace deflection. 

R179, Cl 79, R279 and C279 are bootstrapping compo- 
nents which help in minimizing these minor common-mode 
current changes through Q164 and Q264. As was previ- 
ously explained, the emitter of Q133 follows the gate volt- 
age of Q123A. AC voltage changes at Q133 emitter are 
coupled through R179 and Cl 79 to the collector of the 
comparator constant current transistor, Q174. 

The change at the collector of Q174 is therefore of the 
same polarity and virtually the same amplitude as that 
occurring at the emitter of Q164. Changing both values 
by the same amount in the same direction results in no 
change in the voltage drop across R170 and R171, and 
the current through them remains constant. 

If identical signals are applied to both the A and B chan- 
nels, the emittters of Q164 and Q264 will remain at equal 
voltages. The two sides of the comparator circuit are then 
in balance and no current will flow through R1 67. 

The resultant constant current through R170 and R171 
is the same current that flows through R168. With no change 
in current through R168, the voltage drop across it cannot 
change and the output of the amplifier remains constant. 
This same effect occurs in the B side of the comparator. 

If any inequality exists between the signals into the two 
channels, the voltages at the emitters of Q164 and Q264 
will not be at equal levels. Current will flow across R1 67, 
resulting in an increase of current through one transistor 
and a decrease through the other, causing the previously 
described push-pull reaction. 

D167A and D167B are a matched pair of diodes which 
provide overload protection for the comparator circuit. 
They are packaged as a single unit for thermal balance. 
Under overload conditions, the input source-follower and 
emitter-follower are allowed to follow the input signal volt- 
age in a positive or negative direction. This voltage is 
coupled into TP160 and TP260, and under extreme condi- 
tions would cause the breakdown voltages of components to 
be exceeded. D167A and D167B become reverse biased and 
isolate the two halves of the comparator from each other 
before breakdown values are exceeded. In addition to pro- 
viding protection, D167A and B improve recovery time 
for the Type 1A5. 

T167A and B improve transient response for the com- 
parator circuit by providing instantaneous coupling of high- 
frequency signals from one half of the comparator to the 
other. VI 64 and V264 decrease the operating voltage across 
Q164 and Q264 and respond in step with them. R164, R165, 
R166, R264, R265 and R266 are biasing and signal coupling 
components for VI 64 and V264. 

Coarse balancing of the Type 1A5 is done through DC 
BAL potentiometer R170. This internal adjustment acts the 
same and is accomplished in much the same manner as 
the STEP ATTEN BAL. 

Transient response is improved through R169, Cl 69, and 
C269. C267 adjusts the high-frequency common-mode rejec- 
tion ratio of the comparator stage; C163 and C263 allow 
for balancing of the input capacitance to it. Decoupling of 
the constant current transistor’s base through Cl 76 improves 



circuit stability. Emitter-followers Q183 and Q283 lower 
the output impedance of the comparator circuit to allow 
efficient transmission of the signal to the Output Amplifier 
board and to provide impedance matching to the gain 
switching stage. R181 and R281 suppress parasitic oscilla- 
tions which could occur if the transistors were connected 
directly to the +60-V supply. 



Output Amplifier Circuitry 

The Output Amplifier section consists of the gain switch- 
ing amplifier and output amplifier circuitry. 

Gain Switching Amplifier 

Refer to the Output Amplifier schematic in Section 9. The 
A and B Gain Switching Amplifiers receive equal and 
opposite signals from the Input Amplifier board and, except 
for polarities, respond in a manner identical to each other. 
The Q314-Q334 amplifier section will be discussed here. 




Fig. 3-2. Gain Switching Amplifier, simplified. 

The simplified version of the Q314-Q334 amplifier cir- 
cuit shown in Fig. 3-2 can be recognized as an operational 
amplifier. R| represents the gain switching resistors in the 
emitter circuit of Q314 and Rf represents R333. 

With a positive change of voltage at the Q314 base, an 
almost identical change occurs at the Q314 emitter. Cur- 
rent will increase through the transistor by an amount equal 

to the voltage change divided by R|. ( >n — AU). The 

' Ri i 

majority of this current increase will flow through Q314 
collector circuit and the collector voltage will attempt to drop 
due to normal transistor action. As the collector voltage of 
Q314 attempts to drop, Q334’s emitter current decreases. A 
voltage rise occurs at the collector of Q334 and current 
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through Rf increases by an amount equal to the change of 

Ae out 

Q334 collector voltage divided by Rf- ( — — — Air ). 

Rf f 

When Ai R equals Ai R the circuit is balanced at the new 

F I 

operating level. 

Because of Q334’s amplification factor, the voltage at 
the base of Q334 changes by an insignificant amount and 
this point can be referred to as a virtual ground. The change 
of voltage that must occur at Q334 collector with respect to 
the voltage change at Q314 base is the circuit gain. 



The change that occurred at the base of Q314 also oc- 

The change at 



. . . . Ae in 

curred at its emitter and — = Ai r 



the Q334 collector resulted in a current change through R F 

Ae out 



to balance the circuit and 



— Ai R . Since Ai R = 

F I 



..... Ae in 

Air , it is logical to say — — 

f Ri 

. . , . Ae out 

the equation results in ; — = 
Ae in 



Ae out 



Rf 



. Revising 



Rf 

"R, 



Since 



Ae out 



Ae in 



Rf 

is circuit gain, the ratio of — must also equal circuit 

Ri 

gain. 

In response to signal inputs, the emitters of Q314 and Q324 
always change equal amounts in opposite directions. A 
point midway between the resistances connecting the two 
emitters sees no change and represents AC ground. Ri of 
the Q314-Q334 operational amplifier therefore equals one- 
half of the resistance between the emitters of Q314 and Q324 
under any switching condition. 



Rf of the operational amplifier is R333, the resistance be- 
tween the collector of Q334 and its base; the point of virtual 
AC ground. 

Since an increase of current through the A amplifier is 
accompanied by a decrease through the B amplifier, R317 
and R327 provide a constant current for the operation of 
the two amplifiers under all signal conditions. 

VAR BAL potentiometer R330 and resistors R331 and R341 
provide an adjustable amount of current to the two amplifiers 
to allow balancing of the following stages. When R330 is 
properly set, changing gain by rotating the VARIABLE control 
(R350) will have no effect upon the trace position under “no 
signal” conditions. 

Circuit stability is aided by oscillation damping components 
C300, R300, L337 2 , R336, R346 and C338. The numerous ca- 
pacitors and inductors in the emittter gain switching circuitry 
are frequency compensating components. 

Reed switches are used to control the emitter resistance for 
gain switching. In some instances, pairs of contacts are 
used to insert a single circuit. This is done to keep emitter 
circuit capacitance as low as possible. Table 3-1 lists the 
switches actuated in each VOLTS/CM switch position. The 



2 L337 and numerous other “L” designated components within the 
Type 1A5 are not conventional coils. They are constructed by 
passing a wire (it may be a component lead) through the center 
of a ferrite core. The core is referred to as a “ferrite bead” on 
the schematic diagrams. 



value of emitter to emitter resistance and the gain factor 
of the gain switching amplifier circuit in the five basic de- 
flection factor settings are outlined in Table 3-3. 



TABLE 3-3 

Gain Switching Amplifier 



VOLTS/CM 


1 mV | 


2 mV 


5 mV 


10 mV I 


20 mV 


Emitter-to- 

Emitter 

Resistance 


135 o 


289 0 


761 0 


157612 


336012 


Gain of 












Stage 

(Approx) 


6 


3 


1.2 


0.6 


0.3 



Output Amplifier 

Q354, Q374 and associated components form the A Chan- 
nel Output Amplifier circuit for the Type 1A5. This amplifier 
is essentially the same as the gain switching amplifier and 
the function of most of the components can be determined 
by comparison against that circuit. L375 and C375 are oscil- 
lation damping components. Type 1A5 gain calibration is 
set by adjusting GAIN potentiometer R360 with the VARIABLE 
control detented at 0 resistance. The gain of the Output 
Amplifier circuit is set to approximately four, and decreases 
to about 1.6 when R350 is totally inserted. UNCAL lamp 
B355 indicates whenever R350 is not detented. 

Position Range potentiometer R370 is an internal adjust- 
ment for balancing the operation of Q374 and Q384. This 
adjustment is in parallel with the front panel POSITION con- 
trol and therefore provides for equal range of the POSITION 
control above and below the graticule center. High frequency 
compensation is provided by T389, C378, C379, C389, R379 
and R389. Adjustable components are set in the 20 mV/cm 
sensitivity range. R378 and R388 correct the output imped- 
ance for compatibility with the oscilloscope vertical amplifier. 



Comparison Voltage 

The comparison Voltage circuitry is shown on the Input 
Amplifier schematic. A positive or negative 9 volts, (de- 
pendent on the POLARITY switch position), is regulated by 
Zener diode Dill and is applied to the voltage divider 
consisting of R113, RI 1 4 and R115. R1 1 3 (Vc Cal) is adjust- 
ed to provide 5 V (±2.5 mV), across R115. The 10-turn Hel i- 
pot AMPLITUDE control, RI 15, determines how much voltage 
is available for application to the selected FET gate. Its dial 
can be read to 3 significant digits. RI 1 6 is a ground loop 
current limiter. Cl 14 filters Zener noise, and the C117-R117 
combination decouples spurious voltages which may other- 
wise reach the FET gates. 

Reed switch relay K119 is activated when the VOLTS/CM 
control is in the 5-V, 10-V or 20-V position. RI 1 8 and RI 1 9 
then are placed in parallel with R115, and the resultant 
decrease in resistance causes the voltage across RI 1 5 to de- 
crease to 0.5 V. This holds the effective Vc voltage range to 
500 volts even though the XI 000 atteuator is in use. Vc 
X10 Cal (RI 1 9) allows calibration of the 0.5 V. 

The equivalent Comparison Voltage Range is listed in Table 
3-1 for each position of the VOLTS/CM control. It is the 
same value as the Common-Mode Linear Dynamic Range of 
the Type 1A5 in all instances. 



® 
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The MONITOR jack is connected to the amplifier circuit 
whenever the DISPLAY switch is in A-Vc or Vc-B position, re- 
gardless of the POLARITY switch setting. Only shielded 
cables should be connected to it when waveform obser- 
vations are being made. 



Operating Voltages 

The Type 1A5 receives -150 V, +100 V, +225 V and 
+75 V DC, and 6.3 V AC from the oscilloscope, as indicated 
on the Output Amplifier schematic. The +100-V and +225-V 
supplies are shunted together through R396 to avoid over- 
loading of the +100-V supply by the Type 1 A5 circuitry. 
These voltage sources are equipped with decoupling networks 
in the oscilloscope and in the Type 1A5. Therefore, slightly 
lower values will be read at the Type 1A5, as indicated by 
the blue figures on the Input Amplifier and the Output 
Amplifier schematics. 



Internal Power Supplies 

A +60-V supply is created within the Type 1A5 by in- 
serting series regulator Q393 in the +100-V supply circuit. 
Refer to Fig. 3-3. Output DC Level (R390) adjusts the base 
voltage of Q393 to set the voltage at PI 1 terminals 1 and 
3 to 67.5% of the actual value of the +100-V supply. This 
insures compatibility between the Type 1A5 and the oscillo- 



scope. If the circuit requires a current increase, Q393 in- 
creases its emitter-base forward bias and the demanded cur- 
rent is provided. The increase in current is accompanied by 
a decrease in trans-resistance of Q393, allowing the power 
supply to maintain its 60-V level. A decrease in current de- 
mand causes the reverse effect. 

A regulated +20.7-V supply (illustrated on the Input Ampli- 
fier schematic) is provided by parallel regulator transistor 
Q297. The base of Q297 is referenced to +20-V by Zener 
diode D292. This effectively clamps the emitter to +20.7-V 
and the resistance of Q297 is automatically regulated to 
maintain this level. 

Current passing through Q297 develops a 6.2-V supply 
across Zener diode D296 in the collector circuit for activating 
the reed switches in the gain switching amplifier and Com- 
parison Voltages circuits. This 6.2-V source will change with 
load changes when VOLTS/CM control settings are changed. 
R296 shunts Q297 to provide sufficient current for circuit 
demands. 

The +20.7-V supply is returned to +75 V through 12-V 
relay K295 and resistor R295 when Differential Probe oper- 
ation is selected. Otherwise it is returned through R294, 
which provides a resistance equivalent to that of the relay 
circuit. Differential Probe operation is selected by the PUSH 
ON/OFF button assembly which contains SW297. Mechan- 
ical construction of SW297 keeps it electrically connected in 
its last selected position. However, relay K295 is bypassed 




Fig. 3-3. +60V Power Supply, simplified. 
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by contacts on wafer IF of the VOLTS/CM switch whenever 
.5V/CM or any less sensitive deflection factor is selected. 
Filaments of VI 64 and V264, and parallel resistor R298 use 
up 12 volts of the remaining voltage and the rest is dropped 
across R299. 

Differential Probe Connector and Power 
Supplies 

The Differential Probe connects to the Type 1A5 through 
9-pin Amphenol connector J150. Push-pull signal inputs enter 
on terminals C and J and are routed through 93-Q coaxial 
cables to the Input Amplifier board where they pass through 
emitter followers Q163 and Q263, are developed across 
R163 and R263, then connect to relay contacts K295A and B. 
Diodes D160 and D260 provide overload protection against 
negative input signals. (Protection against positive signals is 
a function of D167A and B, as previously explained.) When 
the Differential Probe is disconnected, D160 and D260 clamp 
the bases of Q163 and Q263 to approximately —0.6 V. 
R158 (PROBE STEP ATTEN BAL), R159 and R259 allow equaliz- 
ing of currents to balance the two channels with the Dif- 
ferential Probe connected and no signal input present. 

R161 and R261 are DC voltage dropping resistors used to 
lower the voltage applied to Q163 and Q263. At all but 



the lowest frequencies they are bypassed by Cl 62 and 
C262. Cl 60, R160, C260, R260, R162 and R262 improve 
circuit stability by damping high frequency oscillations. 

The probe operates on + 50-V, +20.7-V and — 50-V sup- 
ples provided by the Type 1A5. The —50-V supply is ob- 
tained by dropping 100 volts of the oscilloscope — 150-V 
supply across R153. The Q153 circuit provides the regulated 
+50-V supply by maintaining a constant current through 
R154. Biasing resistors R156 and R157 set the base of Q153 
to +49.4 volts. This clamps the emitters to a +50-V value. 
The transistor conducts about 17.85 mA of current through 
R154 and R155 when the probe is disconnected, or the dif- 
ference between 17.85 mA and the Differential Probe +50-V 
supply current when the probe is connected. The constant 
current through R154 insures a constant load on the +60-V 
source to improve stability. 

In the 1 through 20 mV positions of the VOLTS/CM switch, 
+6.2 V is routed to the Differential Probe through J150, 
terminal D. The +6.2 V supply is disconnected when the 
VOLTS/CM switch is in the 50 mV, .1 V or .2 V positions, 
causing the differential probe’s output signal to be reduced 
by a factor of ten. 

Resistors R151 and R152, and capacitors Cl 51 and Cl 52 
form Differential Probe decoupling networks on the +50-V 
and +20.7-V supply lines. 



NOTES 




SECTION 4 
MAINTENANCE 



Type 1A5 



Introduction 

Information which will aid in keeping the Type 1A5 oper- 
ating at its peak performance is contained in this section. 
Cleaning, lubricating and visual inspection hints are included 
under preventive maintenance. The section on corrective 
maintenance includes troubleshooting and correction pro- 
cedures. Parts identification and soldering techniques are 
included where necessary. 

PREVENTIVE MAINTENANCE 

General 

The instrument should be cleaned, lubricated, inspected 
and recalibrated at regular intervals. A recommended 
schedule for average operating conditions is every 6 months 
or every 500 hours of operation, whichever occurs first. 

Cleaning 

Cleaning the instrument, in addition to improving its ap- 
pearance, aids its operation and lengthens its operating 
life. Dirt on components causes overheating and may result 
in short circuits. A dry, soft cloth and a soft-bristled brush 
are recommended for removing loose dirt from the out- 
side of the instrument. Dirt on the inside should be loosened 
with a soft-bristled brush and removed by using a vacuum 
cleaner or a stream of low-pressure air. High-pressure air 
can damage the equipment and should not be used. 

WARNING 

Use an eye-shield when cleaning with pressur- 
ized air. 

Hardened dirt should be removed by using a mild deter- 
gent and water solution on a cotton-tipped swab or a soft 
cloth. Avoid excessive use of water. Do not allow water to 
penetrate any parts. Dry the instrument thoroughly be- 
fore energizing it. Avoid the use of abrasives and chemical 
cleaning agents. 

Keep the oscilloscope side panels in place and the air 
filters clean to insure proper air flow over the insttrument. 
Protect the instrument from dirt and damage by keeping it 
covered when not in use. (See your Tektronix, Inc. catalog 
for plug-in unit carrying cases and storage racks.) 



Lubrication 

Keep potentiometers, rotary switches and other moving 
parts properly lubricated. Use a cleaning-type lubricant on 
shaft bushings and switch contacts. Lubricate switch de- 
tents with a slight amount of grease. Potentiometers should 
be lubricated with a lubricant which will not affect electrical 



characteristics. Do not overlubricate. Contact your Tek- 
tronix Field Representative for any additional information 
regarding lubricants or lubrication. 



Visual Inspection 

After cleaning, the instrument should be carefully inspected 
for defects such as poor connections, damaged parts and 
improperly seated tubes or transistors. 

Tube and Transistor Checks 

Checking tubes and transistors as a preventive mainte- 
nance function is not recommended. Circuit performance 
is thoroughly checked during recalibration, and unaccept- 
able tubes and transistors will be detected at that time. 



Calibration 

Performing re-calibration as part of preventive main- 
tenance is necessary for several reasons: 1) The calibration 
of an instrument changes slightly with age, use and operating 
conditions; 2) Calibration may be affected during the clean- 
ing process; and 3) Troubles not apparent during regular 
operation may be revealed and corrected during calibration. 

The calibration status can be determined rapidly by ac- 
complishing the Performance Check in section 5. A step- 
by-step Calibration Procedure is contained in section 6 . 

CORRECTIVE MAINTENANCE 

General 

If trouble occurs in the Type 1A5, the following correc- 
tive maintenance procedure is recommended to accomplish 
rapid and effective repairs. 

1. Check that the plug-in unit and the oscilloscope con- 
nectors are not damaged, and that the plug-in unit is prop- 
erly inserted. Check that the oscilloscope plug-in sensing 
switch is activated (if applicable). 

2. Inspect the front panel of the Type 1A5 and associated 
oscilloscope to be sure that the trouble is not from an in- 
correct control setting. 

3. Insure that the parent oscilloscope is not at fault by 
inserting a known-good plug-in unit and checking its oper- 
ation. 

4. Check the Type 1A5 screwdriver adjustment settings. 

5. Determine all trouble symptons. 

6. Perform a visual inspection of the Type 1 A5. 

7. Repair or replace obviously defective parts. 
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8. Troubleshoot the Type 1A5 circuitry as necessary. 

9. Recalibrate the Type 1 A5. 

Parent Oscilloscope 

The quickest check of the oscilloscope is to use it with a 
good plug-in unit, or check the questionable plug-in unit with 
another oscilloscope. Refer to the oscilloscope manual if 
necessary to verify proper operation of the oscilloscope. 

Operating Procedures and Control Settings 

Refer to the Operating Instructions section of this manual 
to verify operating procedures and front panel control set- 
tings of the Type 1 A5. 

Trouble Symptoms 

After it is confirmed that a casualty exists, Type 1A5 
response to all front panel controls should be observed. 
The first-time operation listed in section 2 or the Performance 
Check in section 5 can be used for this purpose. All trouble 
symptons should be evaluated and compared against each 
other. A casualty will often create a combination of symp- 
tons that will pinpoint the trouble. A good example of this 
is power supply trouble, which will usually cause symptoms 
to occur in otherwise unrelated circuits. 

Visual Inspection 

In physically examining the Type 1A5, take special note 
of the area indicated by evaluation of symptoms. Look for 
loose or broken connections, improperly seated tubes or 
transistors, and burned or otherwise damaged components. 
Repair or replace all obviously defective parts. Investigate 
the cause of heat damage to components. 

Calibration Check 

Troubles can frequently be located and corrected by re- 
calibrating the instrument. Unless the casualty has defi- 
nitely been isolated to a specific circuit, it is recommended 
that the calibration procedure contained in section 6 be 
performed to provide a logical circuit troubleshooting se- 
quence. 

Detailed Troubleshooting 

General 

If the casualty has not been disclosed and corrected 
through the procedure outlined, a detailed troubleshooting 
analysis will have to be performed. The Circuit Description 
section, the Schematic Diagrams, and the troubleshooting aids 
contained in this section are designed to expedite trouble- 
shooting. 

The Circuit Description section provides a fundamental 
understanding of circuit operation and is referenced to the 
Schematic Diagrams. The Schematic Diagrams contain volt- 
age and resistance values and signal waveforms. The spec- 
ified operating conditions should be duplicated before 
making voltage or waveform comparisons. 

NOTE 

Voltages and waveforms may vary slightly be- 
tween instruments. Those given in the schematics 



should be checked against each instrument while 
it is operating properly. Deviations should be 
noted on the schematics for later reference. 

Test Equipment Recommended for Troubleshooting 

The test equipment listed here should suffice for most 
troubleshooting jobs. Test equipment required for re-cali- 
bration is listed in the Calibration section of this manual. 

High Impedance Voltmeter (20,000 Q/V DC or greater) 

Ohmmeter (2 mA or less current on the X lk scale) 

Test Oscilloscope 

Flexible Plug-In Extension Cable (Tektronix Part No. 012- 
0038-00) 

Transistor Curve Tracer or Transistor Tester. 

DC Balance Check 

A properly operating oscilloscope will have its trace cen- 
tered vertically on the CRT only when the Type 1A5 has 
a balanced output. The Type 1A5 is a balanced amplifier. 
With no signal or comparison voltage applied to the FET 
gates, any point in the A channel should have a potential 
equal (within 50 to 75 mV) to that at an identical point in 
the B channel. 

If the CRT trace is deflected as a result of a Type 1A5 
problem, unbalances will exist. They can be detected by 
connecting a high impedance voltmeter between identi- 
cal points. (A plug-in extension is needed during this pro- 
cedure to allow access to the points being checked.) 

If the output balance is checked first and is in error, 
work toward the front until an unbalance no longer is de- 
tected. This localizes the trouble to the circuitry between 
the points providing balance and those providing unbal- 
ance. 

Some of the Type 1A5 circuits respond to current changes 
with no appreciable voltage change. For this reason, the 
above check is not effective at the base of Q374 or of 
Q354. 

Troubleshooting by Direct Replacement 

Vacuum tubes and semi-conductor failures account for 
the majority of electronic equipment troubles. The ease of 
replacing vacuum tubes and transistors often makes sub- 
stitution the most practical means of repair. If this method 
is used, these guide lines should be followed: 

Determine that the circuit is safe for the substitute com- 
ponent. 

Use only substitute components that are known to be 
good. 

Remove the plug-in from the oscilloscope before sub- 
stituting components, to protect both you and the equip- 
ment. 

Be sure components are inserted properly. Use Fig. 4-1 
as an aid. 

Check operation after each component is replaced. 
Return good components to their original sockets. 




Transistor Transistor Transistor Transistor, Dual Vacuum Tube 
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INSTALLED 

VIEW 



VI 64, V264 



No distinctive 
characteristics 



FET Dual Q123 



locating index 
removed prior 
to installation 



Transistors 
Q143, Q243 
Q164, Q264 
Q183, Q283 




(Each socket is covered with 
a plastic thermal cap.) 



Q137, Q1 53 
Q174, Q393 



Q 1 63, Q263 




Dimple 




Q128, Q228, Q133, Q233, 
Q314, Q324, Q334, Q344, 
Q354, Q364 



Q374, Q384 




locating index and 
dimple aligned 




Fig. 4-1. Vacuum tube and transistor installation. 
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Check calibration after a bad component has been 
replaced. 

WARNING 

Voltage, either positive or negative, is always 
present on the cases of transistors Q137, Q153, 
Q174, Q297 and Q393 when the Type 1A5 is 
energized. 

Transistor Troubleshooting 

Transistor defects usually take the form of the transistor 
opening, shorting or developing excessive leakage. The 
best means of checking a transistor for these and other 
defects is by using a transistor curve display instrument 
such as a Tektronix Type 575. If a transistor checker is 
not readily available, a defective transistor can be found 
by signal tracing, by making in-circuit voltage checks, by 
measuring the transistor resistances, or by the substitution 
method previously described. 

When troubleshooting by using a voltmeter, measure 
the emitter-to-base and emitter-to-collector voltages to de- 
termine whether the voltages are consistent with normal 
circuit voltages. Voltages across a transistor vary with the 
type of device and its circuit function. Some of these volt- 
ages are predictable. The base-emitter voltage of a con- 
ducting germanium transistor will normally be 0.2 V and 
that of a silicon transistor will normally be 0.5 V to 0.7 V. 
The collector-emitter voltage of a saturated transistor will 
be about 0.2 V. Because these values are small, the best 
way to check them is by connecting the voltmeter across 
the junction and using a sensitive voltmeter setting. 

If values less than these are obtained, either the device 
is shorted or no current is flowing in the circuit. If values 
are in excess of the base-emitter values given, the junc- 
tion is back-biased or the device is defective (open). Values 
in excess of those given for emitter-collector could indi- 
cate either a non-saturated device operating normally, or 
a defective (open) transistor. If the device is conducting, 
voltage will be developed in resistances in series with it, 
whereas if if is open, no voltage will be developed in re- 
sistances in series with it unless current is being supplied by 
a parallel path. 



TABLE 4-1 

Transistor Resistance Checks 



Ohmmeter 

Connections 1 


Resistance Reading That Can Be 
Expected Using the R X 1 k Range 


Emitter-Collector 


High readings both ways (100 kQ to 
500 kQ, approx.) 


Emitter-Base 


High reading one way (200 kQ or 
more). Low reading the other way 
(400 Q to 3.5 kQ, approx.) 


Base-Collector 


High reading one way (200 kQ or 
more). Low reading the other way 
(400 Q to 3.5 kQ, approx.) 



J Te$t prods from the ohmmeter are first connected to the transistor 
leads and then the test lead connections are reversed. Thus, the 
effects of the polarity reversal of the voltage applied from the 
ohmmeter to the transistor can be observed. 



An ohmmeter can be used to check a transistor if the 
ohmmeter’s voltage source and current are kept within safe 
limits. 1 y 2 V and 2 mA are generally acceptable. Selecting 
the X lk scale on most ohmmeters will automatically 
provide voltage and current below these values. If the 
voltage and maximum output current of a specific ohm- 
meter is in doubt, it should be checked by connecting the 
test leads to another multimeter before using it on tran- 
sistors. 

Table 4-1 contains the normal values of resistance to 
expect when making an ohmmeter check of an otherwise 
unconnected transistor. Fig. 4-1 illustrates transistors and 
sockets for pin location purposes. 

Diode Troubleshooting 

Checks on diodes (other than Zeners) can be performed 
in much the same manner as on transistor base-emitter 
junctions. Germanium diodes should have approximately 
0.2 V and silicon diodes should have about 0.6 V across 
the junction when conducting. Higher readings indicate 
they are back biased or defective, depending on polarity. 
The ohmmeter precautions pertaining to transistors should 
also be observed when checking diodes. Some diodes used 
in the Type 1A5 are color coded to identify the diode type. 
A blue or pink first band indicates that the next three colors 
translate to the last three digits of a Tektronix part number. 
Diode polarity can be determined by color code position. 
See Fig. 4-2. 




Fig. 4-2. Diode polarity and color code. 

Field Effect Transistor Checks 

Field Effect Transistors can be checked in the same man- 
ner as other transistors. However, it should be remembered 
that normal operation in the Type 1 A5 has the gate-to- 
source junction reverse biased just as the control grid-to- 
cathode is biased in vacuum tubes. 

Wire Color Code 

Insulated wires in this instrument are color coded to indi- 
cate operating voltages and to make wire fracing easier. 
Table 4-2 lists the color code translations for regulated 
voltage supplies. It may be noted that the translations are 
based on the IEEE standard color code for resistors. 
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TABLE 4-2 



Wire Color Code 



Supply 


Color Code 


+225 V 


red-red-brown on white 


+ 100V 


brown-black-brown on white 


+75 V 


violet-green-black on white 


+ 60 V 


blue-black on white 


+ 20 V 


red-black-black on white 


+6 V 


blue on white 


-150 V 


brown-green-brown on tan 



When it is necessary to disconnect several wires from 
components, make a record of the connections for installa- 
tion reference. 

Resistors 

The types and accuracies of resistors found in this instru- 
ment vary in accordance with the circuit needs. Composi- 
tion, metal film and wire-wound resistors are used. Replace- 
ment resistors should be of the same type and must be 
at least as accurate as those originally contained in the 



circuit, to maintain the high common-mode rejection ratio. 
The size, location and lead length are often critical because 
of frequency considerations. 

Resistor values are indicated by one of three methods 
in the Type 1A5: 

3 bands (digit, digit, multiplier — tolerance) 

4 bands (digit, digit, digit, multiplier— tolerance) 

Values are printed on wire-wound and metal film resistors. 

The first two methods translate to the IEEE color-code 
equivalent and are illustrated in Fig. 4-3. The last method 
is used on metal film resistors whose values are expressed 
to four significant figures. 

Capacitors 

The common disc and small electrolytic capacitors used 
in the Type 1A5 have their capacitive value marked in 
microfarads on the component body. White ceramic capaci- 
tors are color-coded in picofarads, using a modified IEEE 
code. See Fig. 4-3. 

Resistance Checks 

Resistances between specified points of the Type 1A5 
are listed in Table 4-3. Location of these points can be 
determined from the parts location diagrams in this sec- 



Composition Resistors: 



Metal-Film Resistors: 



Ceramic Capacitors: 




Resistor and Capacitor Color Code 




O© °" d © — 1st, 2nd and 3rd significant figures; 
— multiplier; —tolerance; 

— temperature coefficient. 





Signifi- 


Multiplier 


Tolerance 


Color 


cant 

Figures 


Resis- 

tors 


Capaci- 

tors 


Resis- 

tors 


Capaci- 

tors 


Silver 




io- 2 




±10% 


... 


Gold 




to- 1 




±5% 


... 


Black 


0 


1 


1 


— 


±20% or 
2 pF* 


Brown 


1 


10 


10 


±1% 


±1% or 
0.1 pF* 


Red 


2 


10 2 


10 2 


±2% 


±2% 


Orange 


3 


10 3 


10 3 


±3% 


±3% 


Yellow 


4 


10 4 


10 4 


±4% 


+100% 

-0% 


Green 


5 


10 5 


10 5 


±0.5% 


±5% or 
0.5 pF* 


Blue 


6 


1 10“ 


10° 


--- 


... 


Violet 


7 






... 


... 


Gray 


8 




io- 2 




+80% 
-20% 
or 0.25 pF* 


White 


9 


— 


io- 1 


— 


±10% or 
1 P F* 


(none) 


— 


1 


— 


±20% 


±10% or 
1 pF* 



♦For capacitance of 10 pF or less. 



NOTE: Q and/or (fc) color code for capacitors depends upon 
manufacturer and capacitor type. May not be present in some cases. 



Fig. 4-3. Color code for resistors and ceramic capacitors. 
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TABLE 4-3 

Typical Resistance Values 

Conditions: Type 1A5 removed from oscilloscope. 

Control settings — POLARITY 0, POSITION midrange, DISPLAY A-B 
Ohmmeter setting — R X 1 k 

Meter current limited to less than 2 mA; 1.5 V supply 
All readings taken with respect to chassis ground. 



Point 


Resistance 


Resistance 
Leads Reve 


With 

rsed 


Comments 


PI 1-1 


8kfi 




7kn 






PI 1-2 


0 




0 






PI 1-3 


8ka 




7kn 






PI 1-9 


12 kn 




18 kn 






Pll-10 


5.5 kn 




5.5 kQ 






Pll-11 


lOkfi 




io kn 






PI 1-15 


>0.5 kn 




>0.5 kn 






J101 


Inf 




Inf 




1 Mn with SW101 at DC 


J201 


Inf 




Inf 




1 Mn with SW201 at DC 


TP160 


12 kn 




33 kn 






TP260 


12 kn 




33 kn 






J150-A 


0 




0 






J150-B 


0 




0 






J150-C 


2kn 




>30 kn 






J150-E 


>0.25 kn 




>0.25 kn 






J150-F 


5.5 kn 




7.5 kn 






J150-J 


2kn 




>30 kn 






J150-K 


22 kn 




25 kn 







tion. The presence of semi-conductors can cause the read- 
ing of a specific instrument to vary from the values given. 
The ohmmeter used to take the readings can produce an 
apparent difference. It is therefore recommended that 
readings of each instrument be taken while in proper oper- 
ating condition, using the same type ohmmeter which will 
normally be used for troubleshooting. Space is provided 
in the table for these individual readings and they should 
be updated after each calibration to remain reliable. 

Switches 

Rotary switch wafers are coded with a number and a 
letter. The number indicates the wafer position in the switch 
assembly, counting from the front (mounting end). The let- 
ters "F' and "R” indicate whether the front or rear of the 
wafer performs the switching function. For example, a 
switch section designated 2R is contained on the rear of 
the second wafer as viewed from the front of the switch. 

Individual wafers or mechanical parts of rotary switches 
are normally not replaced. If a switch is defective, replace 
the entire assembly. Wired and unwired replacement 
switches are available; refer to the Parts List for part num- 
bers. 

Procedures for the removal of most switches are general- 
ly obvious. When a switch is removed, make careful nota- 
tion of the leads to the switch for installation reference. 



CAUTION 

Use extreme care when soldering wafer-type 
switch terminals. Excessive heat, or solder flow- 
ing around and beyond the rivet will destroy 
the contact's spring tension. Excessive heat will 
damage plastic switches. 

Component Replacement 

NOTE 

Many electrical components are mounted in a 
particular way to reduce or control stray capac- 
itance and inductance. Parts orientation and lead 
dress should duplicate the original installation. 
When a repair is made, a performance check 
(contained in Section 5) should be performed 
and the instrument should be recalibrated as nec- 
essary. 

WARNING 

Disconnect the instrument from the power source 
before removing or replacing components. 
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Parts Procurement 

All parts used in this instrument can be purchased through 
Tektronix Field Offices or Representatives. However, re- 
placements for standard electronic items .can readily be 
obtained from local electronic parts stores. Before pur- 
chasing, consult the Electrical Parts List in Section 7 to de- 
termine the required specifications. 

NOTE 

When selecting replacement parts, it is important 
to remembr that the physical size and shape of a 
component may affect its performance at high 
frequencies. All replacement parts should be 
direct replacments unless it is known that a dif- 
ferent component will not adversely affect instru- 
ment performance. 

Special Parts. Some electrical parts are specially re- 
worked, quality checked, or manufactured by or for Tek- 
tronix to fulfill a specific requirement. Most mechanical 
parts used are common to only Tektronix instruments, or to 
a particular type of instrument. All electrical parts whose 
stock number is preceded by an asterisk in Section 7, and 
most mechanical parts, can be obtained only through Tek- 
tronix Field Offices or Representatives. Ordering informa- 
tion precedes the Electrical Parts List in Section 7. 

Soldering Equiment and Techniques 

Soldering Equipment. Soldering irons and solder should 
be selected in accordance with the work being done. 
Recommended combinations are as follows: 

Soldering on circuit boards — 15- to 40-watt iron, V 8 -inch 
tip, 3% silver-content solder only. 

Soldering to metal terminals such as on switches and 
potentiometers — 40- to 75-watt iron, V 8 -inch tip, 3% silver- 
content solder or ordinary electrical solder. 

Soldering to heavy metal such as the chassis or binding 
posts — 40- to 75-watt iron, y 4 -inch tip, 3% silver-content 
solder or ordinary electrical solder. 

Solder containing 3% silver is used extensively in Tek- 
tronix instruments to provide proper bonding to circuit 
board connections. Although adequate bonds can be made 
once or twice with common solder, its continued use will 
degrade the circuitry. Solder containing 3% silver works 
well in all applications and is recommended for general 
circuit repairs. It is available through most sales outlets 
or can be obtained through Tektronix Field Representatives. 
The Tektronix part number is 251-0514-00. 

Component size and density demands the use of needle- 
nose pliers and needle-nose end nipper pliers when replac- 
ing components. Tweezers are also useful. Heat sinks such 
as small alligator clips are invaluable in protecting compo- 
nents, leaving both hands free for soldering. A hold-down 
aid can be made from a wooden dowel, 6 to 8 inches long 
and V 4 to % inch in diameter. Shape one end like a pencil 
tip and the other end similar to a screwdriver tip. Note 
that the wood will absorb only a minimum of heat from 
the iron, but will not guard against heat transfer to the 
parts being soldered. Flux remover solvent and cotton- 
tipped swabs are needed to remove flux from soldered 
connections to prevent corrosion. 



A solder-removing device such as an EDSYN SOLDA- 
PULLT, Tektronix part number 003-0428-00, is extremely 
useful in removing solder from circuit boards to expedite 
component removal and replacement. 

Other soldering aids should be made or purchased to 
suit specific needs. 

General Soldering Techniques. Keep the soldering iron 
tip well tinned and wiped clean. To avoid excessive heat- 
ing of the general area around the connection, the iron 
should be completely heated before being applied. When 
removing components, heat only long enough to allow the 
part to be removed easily. (Applying a small amount of 
solder between the tip and the joint will usually aid in heat 
transfer on difficult connections. This will decrease heating 
of the general area.) Use the extreme tip of needle-nosed 
pliers to avoid drawing off too much heat. When connecting 
components, heat the solder sufficiently to allow free flow. 
Apply the solder to the wire being joined, not to the solder- 
ing iron. This will insure proper bonding. Applying a small 
amount of solder between the iron and the wire will again 
aid in initial heat transfer. Once solder flows between the 
tip and the wire, the solder should be applied to the opposite 
side of the wire to complete the process. Do not use more 
solder than is necessary to make a neat and effective bond. 

Use heat sinks between the body of the components and 
the joint being soldered whenver small components and/or 
short leads are involved. After soldering has been completed, 
clip off excess wire, deflecting wire ends with a gloved 
finger or other device to avoid damage to fingers, eyes or 
ciricuit components. Remove clipped leads from the chassis. 
Clean the newly soldered area with flux re mover solvent 
and a cotton-tipped swab. 

Circuit Board Soldering Techniques. Use a 15 to 40 watt 
iron with a y 8 -inch tip and solder containing 3% silver. 
Keep the tip well tinned and clean. Do not overheat com- 
ponents or circuit board. Do not put excessive pressure on 
the board. 

To remove a component, grip a lead with the tip of a 
pair of needle-nosed pliers. Touch the tip of the soldering 
iron to the connection. When the solder melts, gently pull 
the lead from the board. If a clean hole is not left in the 
board, reheat it and remove the solder with a solder remov- 
ing device, or bore it out gently with a tooth-pick or a simi- 
lar non-abrasive device. 

Defective multiple-lead components that cannot be re- 
moved by the above process should first be removed by cut- 
ting leads. Then remove leads one at a time and clean holes 
as necessary. 

To replace components, first bend the leads to proper 
shape. Cut the leads to proper size if the extra lead length 
interferes with installation, or cannot be reached for cutting 
after installation. Insert the leads in holes and set the com- 
penent to the position of the original part. Re-heat the holes 
if necessary for proper insertion of the part. Apply heat 
sinks to component leads as necessary. Apply the iron and 
a small amount of solder to the connection. Do not remove 
the iron until the solder flows freely. Remove the iron and 
hold the component steady until solder is firm. Clip excess 
lead wire. Clean the soldered area with a cotton-tipped 
swab and flux remover. 
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CAUTION 

Silk screen lettering dissolves when contacted by 
flux remover. 



Specific Component Replacement Information 

VAR BAL Potentiometer. This is screwed into a mounting 
post which is fastened to the rear of the front panel. Use 
an alien wrench to remove and replace the nut which se- 
cures the assembly to the front panel. 



Front-Panel Knobs. Allow enough clearance for free 
knob movement when securing knobs to shafts. 

VARIABLE knob. Place the VOLTS/CM knob in a "Re- 
tained Range” position before the VARIABLE knob is fas- 
tened to its shaft. 

Probe On Lamp. Unscrew the outer knurled nut that 
surrounds the lamp housing. Pull the lamp housing out to 
extract the bulb from it. 

Input Amplifier Board. Most of the components on 
this board can be replaced without removing the board 
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from the chassis. A solder removing device, such as the 
SOLDAPULLT listed under soldering equipment, is recom- 
mended for removing solder from the board, thereby ex- 
pediting component removal and replacement. To remove 
the entire board use the following procedure: 

Check wire color code against Fig. 4 - 6 . Note any excep- 
tions. 

Disconnect all square-pin connectors from the exposed 
side of the board. 

Disconnect the 8 square-pin connectors from the underside 
of the board. 



At the board, unsolder the 5 leads/components which go 
to the DISPLAY switch. 

At the DISPLAY switch, unsolder the 2 lead which go to 
the attenuator section. 

Remove the 8 hold-down screws from the board. 

Move the board toward the rear of the chassis until com- 
ponents clear the DISPLAY switch. Then lift up on the rear 
of the board and remove it from the chassis. 

Replacement of the Input Amplifier board is done by 
reversing the above procedure, insuring that the 2 leads from 




Fig. 4-5. Component wiring. 
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R298 



V264 



Q183 D , 01 

0283 5* R2S1 
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R232 
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0264 
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R296 
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(under board 
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r R262 4 



K29S 



R263 1 



^VCR295 
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R 1 24 R224 
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bfu on wht 
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Fig. 4-6. Input Amplifier board assembly; component identification, 
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Fig, 4-7. Output Amplifier board assembly with High frequency Compensation Component board removed. 
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the attenuator section pass through the holes in the board. 
After soldering these leads to the DISPLAY switch, they 
should be positioned so that they are neariy centered in the 
hole in the metal chassis. 

Transistor locations on the Input Amplifier board are il- 
lustrated tn Fig. 4-6. [Fig. 4-1 illustrates proper placement of 
transistors within bases.) The plastic caps must be kept se- 
curely in place to insure balanced heating and thermal in- 
sulation for transistors. Plastic caps can be removed by 
pulling up on the lower edge of the cover at the flat surface 
of the transistor mounting bose, using a bent soldering aid or 
similar device. To replace caps, simply snap them in place, 

Q2 97 is packed in silicone grease in its heat sink. The 
locating tab must be removed from the transistor before it 
is put into the heat sink. The heat sink mounting nuts must 
be kept tight. Note that both mounting nuts are insulated 
from the board by mica washers. 

To remove relay K295, the legs of the clamp must be 
sprung out and up. The contacts should be cleaned with 
a cleaning-type lubricant whenever necessary. When re- 
installing the relay, align the locating pin with the hole tn the 
board. Make certain that the clamp snaps securely in place. 

Output Amplifier Board. This board does not require 
removal for component replacements. If removal is nec- 
essary, observe the following precautions: 



Check the wire color code against Fig. 4-7 and note any 
exceptions. 

Note the 4 square-pin connectors on the underside of the 
board. 

Potentiometers can be removed with the board by loosen- 
ing the set screws on the front of the couplings and pulling the 
shafts forward until they disconnect. Hold back on the 
coupling while pulling on the shaft, 

Component locations are indicated In Fig. 4-7. (Proper 
placement of transistors within bases is shown in Fig. 4-1.) 

The High Frequency Compensation Component board 
(Fig. 4-8] can be removed from the Output Amplifier board 
by removing one screw from the center of the board and lift- 
ing the board out. Keep it parallel to the Output Amplifier 
board during removal and replacement to avoid bending 
the square pin connectors. [Bending the square pin con- 
nectors may damage the reed switches.) When replacing It, 
insure that all pins engage their sockets. Fig. 4-8 shows the 
High Frequency Compensation Component board and iden- 
tifies components located on if. 

Reed switches and coil assemblies can be replaced as 
assemblies or os individual components. To replace an as- 
sembly, cut all 6 wire leads close to the coil and switch. Re- 
move the assembly and unsolder and remove the 4 leads 
from the Output Amplifier board and the two leads from the 




Fig. 4-8. High Frequency Compensation Component board, f Attaches to Output Amplifier board.) 
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terminal posts. Clean the holes through the board as neces- 
sary, Install the assembled unit and solder the six leads in 
place, insuring that the switch contacts are longitudinally 
centered in the coil. 

CAUTION 

Avoid mechanical shocks to the switch. Do not 
bend the switch leads unless pliers are used to 
grip the lead between the glass and the point to 
be bent. 

To replace only the coil, cut the 4 coil-leads close to the 
coil. Unsolder the 2 switch leads from the terminal posts 
and remove the assembly. Pull on the larger wire to ex- 
tract the switch from the coil. Insert the switch in a new coil, 
centering the contacts longitudinally. Install the assembled 
unit and solder the 6 leads in place. 

WARNING 

Eyes must be shielded from glass chips when out- 
ing the 2 wires connected to the center of the reed 
switch assembly. 

To replace only the switch, unsolder the 2 switch leads 
from the terminal posts. Pull on the larger lead to extract the 
switch from the center of the coil. (It may be necessary to 
unsolder the coil to provide room for the reed switch to be 
pulled past the terminal post,} Insert the new switch; center 



the contacts longitudinally In the coil and solder the switch 
leads in place. Resolder any disconnected coil leads. 

Ferrite cores are used on the Output Amplifier board to 
suppress oscillations. The cores and the wires [or component 
leads) which pass through them form L337, L375, L385 and 
L387. They must be returned to their designed postion when- 
ever associated components are replaced. Fig. 4-7 and 
4-8 indicate their proper locations. 

Attenuator and VOLTS/ CM Switch Assembly, Proce- 
dure for removing this assembly as one unit follows. Note 
that any adjustments or movement of components or wires 
will require a recheck of the instrument's calibration. Atten- 
uator section component locations are illustrated in Fig. 4-9 
and 4-10. 

Loosen the set screws from the front section of the 2 cou- 
plings which are connected to the potentiometers under the 
Output Amplifier board. Remove the VARIABLE knob and 
shaft, and the GAIN shaft through the front panel of the 
Type IA5. Hold back on the couplings while pulling the 
shafts free. 

Remove the Attenuator section cover after removing the 
top screw and loosening the 6 side and end screws. 

Before disconnecting any wires, note their locations and 
color codes. Unsolder 5 wires from the first wafer of the 
rear section of the switch assembly (SWIIOC, wafer 1), 
and one wire from the third wafer. At the DISPLAY switch 
(SW21Q), unsolder the two leads which connect to the atten- 
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Fig. 4-9. Attenuator Section — adjustment side. 
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uator switches Unsolder the shield straps of the 2 Coupling 
capacitors (C101 and C201) from the INPUT connector ter- 
minals. Disconnect the two shielded leads which straddle the 
rear of the switch assembly and disconnect the 4 square-pin 
connectors from the Output Amplifier board. At the In- 
put Amplifier board, disconnect the 2 square-pin connectors 
which lead to the Attenuator section. Remove the 4 screws 
form the Output Amplifier board. Remove the cable clamp 
from the rear of the attenuator housing by removing one 
screw. 

Pull the AC-GND-DC switch knobs off. Note the position 
of the VOLTS/CM knobs and then remove them. These knobs 
pull directly off the front of the shaft after 2 set screws in 
each knob are loosened. Remove the nut and washer from 
the front of the switch assembly shaft. Remove the nut from 
the rear of the front panel Ground terminal. Remove the 
nuts from the rear of the INPUT connectors and then re- 
move the connectors. Remove the 2 chassis mounting screws 
from the rear of the switch assembly. The attenuator and 
switch assembly is now free. 

Raise the Output Amplifier board and slide the switch and 
attenuator assembly toward the rear of the chassis until 
the front is free. Then lift the assembly out of the chassis, 
front first. 

Replacement Procedure. If sections of the switch mechanism 
were switched independent of the rest of the unit while 
disassembled, the switches must be re-aligned to each other. 
Use the VOLTS/ CM Switching schematic as a guide. Before 



replacing the switch, loosen the four screws on the mounting 
plate between the Attenuator housing and the rear switch 
section. This will allow the parts to slip enough to align them- 
selves during assembly. 

Insert the Attenuator and Switch assembly in the chassis 
by reversing the removal procedure. Replace and tighten the 
INPUT Connector washers and nuts. Replace and tighten 
the washer and nut on the front of the Switch and Atten- 
uator assembly shaft. Replace and tighten the front panel 
ground post. Replace the two chassis screws in the mount- 
ing plate between the attenuator housing and rear switch 
section. Draw the mounting plate down to the chassis, but do 
not tighten screws. Tighten the 4 screws located on the 
mounting plate between the attenuator housing and the rear 
switch section, allowing the rear switch section to align it- 
self with the front of the assembly. Tighten the 2 chassis 
mounting screws which were previously inserted. 

Resolder the following connections: 2 coupling capacitor 
shields to INPUT connector terminals; 5 leads to SW110C 
wafer 1 and 1 lead to wafer 3; 2 leads to the DISPLAY 
switch. Reconnect 2 leads from attenuator housing to square- 
pin connectors on the Input Amplifier Board, 

Tighten down the Output Amplifier Board. Reconnect 
leads to 4 square-pin connectors on top of the board and 
2 on the bottom. Reconnect the 2 shielded leads which 
previously straddled the rear of the switch assembly. At- 
tach the cable clamp to the rear of the attenuator housing. 
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Fig. 4-10. Attenuator Section — switch side. 
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Replace the attenuator housing cover, VOLTS/CM control 
knobs and the AC-GND-DC knobs. Re-install the GAIN shaft 
and fasten the set screw. Re-install the VARIABLE shaft 
and knob. Place the VOLTS/CM knob in a 'Retained Range'' 
position before fastening the VARIABLE knob set screw. 



Other Components. Fig, 4-11 locates components which 
are not included in other illustrations. Fig. 4-4 and 4-5 list 
physical locations and destinations of wires connected to 
miscellaneous switches, potentiometers and controls. 



*117, R1 2 1 , R221 , 

cm, cm 

Km rme (hidden; attached to 




DISPLAY twitch) 



POSITION 



RANGE, R370 
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C398- 



R397, R398 



R396 



Fig. 4-11, Miscellaneous component locations. 
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SECTION 5 

PERFORMANCE CHECK 



Type 1A5 



Introduction 

This performance check offers a means of rapidly checking 
the operation of the Type 1A5. Only front-panel controls and 
adjustments are referred to. Waveforms provided are repro- 
ductions of actual waveform photographs. 

Recommended Equipment 

The equipment listed here is recommended for use in 
performance-checking the Type 1A5. Substitute equipment 
must meet or exceed the minimum requirements listed with 
each item. 

Items available through Tektronix Field Offices or Rep- 
resentatives are identified with a Tektronix Type or Part 
Number. 

All equipment used must be within calibration limits to 
obtain valid results. 

1. Oscilloscope, Tektronix Type 544, 546, 547 or 556. 
(Type 544 settings are given in this procedure.) 

2. Standard Amplitude Calibrator. Voltage Range 5 mV 
to 100 V into 1 MQ. 1 kHz square wave output. Amplitude 
accuracy within 0.25%. Tektronix Part No. 067-0502-00. 

3. DC Non-Loading Voltmeter. Voltage range 0 to 5 volts 
plus and minus; accuracy 0.02%. Fluke Model 825A. 

4. Square Wave Generator. Hi Amplitude output of 1 
to 50 volts at 1 kHz, and 10 volts at 10 kHz. Fast Rise out- 
put of 50 mV to 500 mV into 50 O at 1 kHz, with 1 ns or 
less risetime. Tektronix Type 106. 

5. Constant Amplitude Sine Wave Generator. 20 mV to 
10 V at frequencies of 50 kHz and 1 MHz to 50 MHz. Ampli- 
tude accuracy ±3% from 50 kHz to 50 MHz. Tektronix Type 
191 Constant Amplitude Signal Generator. 

6. Low Frequency Sine Wave Generator. Frequency range 
of 2 Hz to 100 kHz; amplitude range from 1 V to more than 
20 volts. General Radio Type 1310-A Oscillator. 

7. Coaxial cable, 42 inch - 50 ohm, equipped with BNC — 
male connectors. Tektronix Part No. 012-0057-00. 

8. Cable, Type RG8/213, GR connectors, 5 ns delay; (5 ns 
GR cable); Tektronix Part No. 017-0502-00. 

9. Adapter, Dual BNC-male to BNC-female, (flexible T 
connector); Tektronix Part No. 067-0525-00. 

10. Adapter, GR to BNC-male; Tektronix Part No. 017- 
0064-00. 

11. Termination, 50 ohm, GR-to-BNC; Tektronix Part No. 
017-0083-00. 

12. Attenuator, 2:1, 50 ohm, GR Type; Tektronix Part No. 
017-0080-00. 

13. Attenuator, 5:1, 50 ohm, GR Type; Tektronix Part 
No. 017-0079-00. 



14. Attenuator, 10:1, 50 ohm, GR Type; two required. Tek- 
tronix Part No. 017-0078-00. 

15. Input RC Normalizer, 20 pF; BNC connectors; Tek- 
tronix Part No. 067-0538-00. 

16. Adapter, dual banana plug-to-BNC female connector; 
General Radio Company Type 274-QBJ. 

17. Screwdriver, adjusting, V 8 -inch tip. 

Procedure Format 

A prelimary equipment setup is provided. Controls should 
be changed only as directed by the procedure. If any step 
is obtained when doubt exists as to whether or not the dark 
refer to the preceeding step(s) to determine control settings. 

Names of the 1A5 controls are entirely capitalized, oscil- 
loscope and test equipment control names have only their 
first letters capitalized. 

PERFORMANCE CHECK PROCEDURE 
1. Preliminary 

a. Plug the Type 1 A5 into the oscilloscope. 

b. Energize all equipment to be used during the proce- 
dure. Allow 20 minutes for warm-up time. 

c. Set the Type 1A5 and oscilloscope controls as follows: 



Type 1A5 Controls 



POLARITY 


0 


POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS/CM 


20 mV 


VARIABLE 


CAL 


DISPLAY 


A-B 


Oscilloscope 


Controls 


Intensity 


Optimum 


Focus 


Optimum 


Astigmatism 


Optimum 


Scale Illumination 


Optimum 


Triggering Level 


Approximately 0 


Mode 


Auto Stability 


Slope 


+ 


Coupling 


AC 


Source 


Norm 


Time/cm 


.5 mSec 


Variable 


Calibrated 


Horizontal Display 


Normal (XI) 


Position 


Midrange 


Ampliude Calibrator 


Off 
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2. Check Differential Probe Relay Operation 

REQUIREMENT— PUSH ON/OFF button controls Differ- 
ential Probe Relay. 

a. CHECK — Depress PUSH ON/OFF button. Observe that 
the Probe On lamp illuminates. 

b. Depress PUSH ON/OFF button, returning Probe On 
lamp to “Off” state. 



3. Check Vertical Balance 

REQUIREMENT— No trace shift accompanies VOLTS/CM 
switching or rotation of VARIABLE gain. 

a. Using the POSITION control, set trace to graticule 
center. 

b. CHECK — Switch VOLTS/CM to 1 mV. Trace should re- 
main at graticule center. 

c. ADJUST — STEP ATTEN BAL to return trace to graticule 
center. 

d. Switch back to 20 mV and repeat steps a, b, and c un- 
til no further adjustment is necessary. 

e. Switch VOLTS/CM control to 20 mV. 

f. CHECK— UNCAL lamp lights when VARIABLE is moved 
from CAL position. 

g. CHECK — No trace shift occurs as VARIABLE knob is 
rotated. 

h. ADJUST — VAR BAL until no trace shift accompanies 
rotation of VARIABLE knob. 

i. Return VARIABLE to CAL position. 



4. Check Gain 

REQUIREMENT — Gain within 2% of standard. 

a. Connect a flexible T connector to the A and B INPUT 
connectors. 

b. Connect a 0.1 V - 1 kHz square wave output from the 
Standard Amplitude Calibrator to the center of the flexible 
T connector, using a coaxial cable equipped with BNC con- 
nectors. 

c. Switch the A Input AC-GND-DC control to DC. Adjust 
POSITION control to center the display. 

d. Adjust oscilloscope Triggering Level to obtain an un- 
triggered sweep. 

e. CHECK — 5 cm zb 1 mm display amplitude, allowing for 
trace width. 

f. ADJUST — GAIN for exactly 5 cm display amplitude. 

g. CHECK — A INPUT gain under setups given in Table 
5-1. 



TABLE 5-1 



Type 1A5 
VOLTS/CM 
Setting 


Standard Amplitude 
Calibrator 
Amplitude Setting 


Display 

Amplitude 


1 mV 


5 mV 


5 cm zb 1 mm 


2 mV 


10 mV 


5 cm zb 1 mm 


5 mV 


20 mV 


4 cm zb 0.8 mm 


10 mV 


50 mV 


5 cm db 1 mm 


10 mV Retained 
Range 


50 mV 


5 cm zb 1 .25 mm 


20 mV Retained 
Range 


.1 V 


5 cm zb 1 .25 mm 


20 mV 


.1 V 


5 cm zb 1 mm 


50 mV 


.2 V 


4 cm zb 1 mm 


.1 V 


,5 V 


5 cm zb 1 .25 mm 


.1 V Retained 
Range 


.5 V 


5 cm zb 1 .25 mm 


.2 V Retained 
Range 


1 V 


! 5 cm zb 1 .25 mm 


.2 V 


1 V 


5 cm zb 1 .25 mm 


.5 V 


2 V 


4 cm zb 1 mm 


1 V 


5 V 


5 cm zb 1 .25 mm 


2 V 


10V 


5 cm zb 1 .25 mm 


5 V 


20 V 


4 cm zb 1 mm 


10V 


50 V 


5 cm zb 1 .25 mm 


20 V 


100 V 


5 cm zb 1 .25 mm 



h. Switch A Input AC-GND-DC control to GND and the 
B Input AC-GND-DC control to DC. Use POSITION con- 
trol to center the display. 

i. CHECK — B Input gain by repeating the setups given 
in Table 5-1, progressing from bottom to top. 

5. Check VARIABLE Control Range 

REQUIREMENT— VARIABLE control range of 2.5:1 or great- 
er. 

a. Rotate VARIABLE fully counterclockwise. 

b. CHECK — Display amplitude is 2 cm or less. 

c. Return VARIABLE to CAL position. 

d. Use of the Standard Amplitude Calibrator has been 
completed. Disconnect the coaxial cable from the flexible 
T connector. 

6. Check Comparison Voltage (Vc) Accuracy 

REQUIREMENT— 1 mV/CM to 2 V/CM: zb5 mV or 0.5% 
of indicated voltage, whichever is greater; 5 V/CM to 20 
V/CM: zbl mV or ±1% of indicated voltage, whichever 
is greater. 

a. Switch DISPLAY to A-Vc. 

b. Connect a non-loading voltmeter to the MONITOR 
banana jack. 

c. Rotate Vc AMPLITUDE control fully counterclockwise. 
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d. CHECK — Vc AMPLITUDE index is within 1 line width 
of 0-0-0. 

e. Switch POLARITY to + . 

f. CHECK — Comparison voltage under each setup given 
in Table 5-2. 



TABLE 5-2 



AMPLITUDE 


Volts 


0-0-0 (CCW) 


0 zb 0.005 


1 - 0-0 


+ 1 ± 0.005 


2-0-0 


+2 ± 0.010 


3-0-0 


+3 ±0.015 


4-0-0 


! +4 zb 0.020 


0-0-0 (CW) 


i +5 zb 0.025 


Switch POLARITY to - 




0-0-0 (CW) 


-5 zb 0.025 


4-0-0 


-4 ± 0.020 


3-0-0 


-3 zb 0.01 5 


2-0-0 


-2 zb 0.010 


1-0-0 


-1 rb 0.005 


0-0-0 (CCW) 


0 ± 0.005 



g. Switch VOLTS/CM to 5 V and rotate AMPLITUDE clock- 
wise to 0-0-0. 

h. CHECK 0.5 V ± 5 mV MONITOR output. 

i. Switch POLARITY to + . 

j. CHECK— +0.5 V zb 5 mV MONITOR output. 

k. Use of the voltmeter has been completed. Disconnect 
the cable from the MONITOR jack. 



7. Check POSITION Control Range 

REQUIREMENT — 12 cm or more range. 

a. Rotate POSITION fully clockwise. 

b. Rotate Vc AMPLITUDE counterclockwise until the trace 
is positioned to the +3 cm line. 

c. Using the POSITION control, move the trace down 6 cm 
to the —3 cm line. 

d. Switch the DISPLAY control to Vc— B. 

e. Again rotate the Vc AMPLITUDE control counterclock- 
wise until the trace is positioned to the +3 cm line. 

f. CHECK — POSITION range. Rotate POSITION control 
fully counterclockwise. Trace should move to or below the 
—3 cm line for a total of 12 cm or more POSITION con- 
trol range. 

g. Switch POLARITY to 0. 



8. Check STEP ATTEN BAL Control Range 

REQUIREMENT — 20 mV or more range, 

a. Switch VOLTS/CM to 5 mV. 



b. Using the POSITION control, set the trace to graticule 
vertical center. 

c. CHECK — Rotate STEP ATTEN BAL from limit to limit. 
4 cm (20 mV) or more trace movement should result. 

d. Using the STEP ATTEN BAL, reset the trace to graticule 
vertical center. 

9. Check Microphonics 

REQUIREMENT — 100^V or less microphonics. 

a. Switch B Input AC-GND-DC control to GND, VOLTS/ 
CM to 1 mV and DISPLAY to A-B. 

b. CHECK — 1 mm or less oscillation or ringing results in 
response to tapping finger tips against the front panel. 

10. Check Input Transistor Gate Current 

REQUIREMENT — 0.1 nA or less gate current. 

a. Attach a 50-Q GR-to-BNC termination to the center of 
the flexible T connector. 

b. CHECK — 1 mm or less trace shift occurs at the instant 
the A Input AC-GND-DC control is switched to AC. Re- 
turn the control to the GND position. 

c. CHECK — 1 mm or less trace shift occurs at the instant 
the B Input AC-GND-DC control is switched to AC. Re- 
turn the control to the GND position. 

d. Remove the flexible T connector from the A and B IN- 
PUT connectors. 

1 1 . Check Noise 

REQUIREMENT — 50 jiW RMS or less. 

a. Connect the following components to the A INPUT con- 
nector in the sequence listed: 

GR-BNC 50-Q Termination 

GR 5 ns Cable 

2-10:1 50-Q GR Attenuators 

1 -5:1 50-a GR Attenuotor 

Type 106 Square Wave Generator Fast Rise + Output 

b. Set the oscilloscope Time/CM control to 10/xSec and 
the Triggering Level fully clockwise. 

c. Set the Type 1A5 A Input AC-GND-DC control to DC. 

d. Set the Square Wave Generator controls as follows: 

Repition Rate Range 1 kHz 

Multiplier CCW 

Hi Amplitude/Fast Rise Fast Rise 

e. Adjust the Square Wave Generator + Transition Ampli- 
tude to provide 2 separate traces. (Caused by the upper 
and lower excursions of the square wave being presented 
on an untriggered sweep.) 
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Fig. 5-2. Total crosstalk waveforms, step 12. I A) A INPUT cross- 
talk; (B) B INPUT crosstalk. (Sweep rate .5 ms/cm; vertical sensi- 
tivity 20 mV/cm.) 

b. Switch the oscilloscope Time/cm to .5 ms. 

c. Remove the 10:1 attenuator from the signal path. 

d. Adjust the Square Wave Generator -f Transition Ampli- 
tude to provide a 5 cm display; adjust Triggering Level for 
a triggered display. 

e. Switch the B Input AC-GND-DC control to DC. 



Fig. 5-1. Noise measurement waveforms. (A) Initial waveform, 
step 11-e; (B) Too much separation, step 1 1 -f; (C) Desired wave- 
form, step 11-f. (Sweep rate 10/is/cm, vertical sensitivity 1 
mV/cm.} 



f. CHECK — A INPUT crosstalk. 2.5 mm or less rounding at 
upper left corner of square wave. See Fig. 5-2 (A). 

g. Move the 50-0 termination and cable to the B INPUT 
connector; adjust POSITION control to center the display. 



f. Decrease the + Transition Amplitude as necessary to 
barely eliminate the dark line between the 2 traces. Use 
Fig. 5-1 (A), (B) and (C) as guides. (The desired presentation 
is obtained when doubt exists as to whether or not the dark 
line is eliminated.) 

g. Remove one 10:1 attenuator from the signal path. (Two 
separate traces will again appear.). 

h. CHECK — Measure the amplitude between trace centers. 
Divide by 20. Result should be 50 /xV RMS, or less, noise. 



h. CHECK — B INPUT crosstalk. 2.5 mm or less rounding at 
lower left corner of square wave. See Fig. 5-2 (B). 



13. Check Input Capacitance 

REQUIREMENT — y 2 mm or less rounding, overshoot or tilt 
of a square wave input signal. 

a. Switch the oscilloscope Time/cm to .2 ms and the Trig- 
gering Slope to — . 

b. Switch the A Input AC-GND-DC control to GND. 



12. Check Total Crosstalk 

REQUIREMENT— 5% or less, DC to 50 MHz. 
a. Switch the Type 1 A5 VOLTS/CM control to 20 mV. 



c. Insert a 20 pF Input RC Normalizer between the 50-0 
GR-BNC termination and the B INPUT connector. 

d. Move the 5:1 attenuator and GR cable to the Square 
Wave Generator Hi Amplitude Output. 



® 
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e. Switch the Square Wave Generator Hi Amplitude/Fast 
Rise switch to High Amplitude. 

f. CHECK — squareness of corner of 5 cm square wave for 
y 2 mm or less rounding, overshoot or tilt in each setup given 
in Table 5-3. Adjust the Square Wave Generator Amplitude 
control and the Type 1A5 POSITION control as necessary 
to maintain a centered 5 cm display. See Fig. 5-3 for typi- 
cal waveforms. 



14. Check Overdrive Recovery Time and DC 
Shift Due To Overdrive 

REQUIREMENT — Overdrive recovery time: within 10 mV 
of DC shifted level after 1 /xs; DC shift due to overdrive: 1 % 
or less of dt overdrive signal, or 10 mV, whichever is smaller. 

a. Switch VOLTS/CM to the 1 V position. 

b. Remove the 20 pF Input RC Normalizer from the signal 
path. 

c. Replace the 5:1 attenuator with a 2:1 attenuator. 

d. Switch the oscilloscope Time/cm to 50 ^s, the Triggering 
Slope to -f and the Triggering Source control to Ext; connect 
a 42" coaxial cable from the Square Wave Generator Trig- 
ger Output to the oscilloscope Trigger Input connector. 

e. Set the Square Wave Generator frequency to 10 kHz 
and the Amplitude control for a 5 cm display amplitude. 

f. Switch the oscilloscope Time/cm to 1 fis and adjust the 
Horizontal Position controls to place the beginning of the 



TABLE 5-3 



Input Signal 
Connected 
to 


AC-GND-DC 


VOLTS/ 

CM 


Trigger- 

ing 

Slope 


Check 

Point 


A 


B 


B INPUT 


GND 


DC 


20 mV 


— 


lower left 


50 mV 


— 


lower left 


Remove 5:1 attenuator 


.5 V | - 


lower left 


Replace 50-12 termination 
with a GR-to-BNC 
adapter 


5 V 


— 


lower left 


A INPUT 


DC 


GND 


5 V 


+ 


upper left 


Replace adapter with the 
GR-to-BNC 50-H 
termination 


,5 V 


+ 1 


upper left 


Insert 5:1 attenuator 


50 mV 


+ 


upper left 


20 mV 


+ 


upper left 



leading edge of the positive square wave at the 2 cm line 
as in Fig. 5-4 (A). 

g. Switch the Type 1A5 VOLTS/CM control to 10 mV. 

h. Adjust the Type 1A5 POSITION control to set the right 
side of the visible portion of the trace to vertical center of the 
graticule as in Fig. 5-4 (B). 




Fig. 5-3. Input capacitance waveforms, step 13. (A) B input capacitance properly adjusted; ( B ) A input capacitance properly adjusted; 
(C) and (D) A input capacitance improperly adjusted. (Sweep rate .2 ms/cm; vertical sensitivity dependent upon capacitance being checked.) 
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Fig. 5-4. Overdrive recovery waveforms, step 14. (A) Preliminary 

waveform, step 14-f; (B) A INPUT waveform, step 14-i; (C) B 

INPUT waveform, step 14-q. (Sweep rate 1 [is/ cm; vertical sensi- 
tivity 1 V/cm in A and 10 mV/cm in B and C.) 



n. Using POSITION control, set trace to vertical center 
of graticule. 

o. CHECK— B input DC shift due to overdrive. Top of 
waveform should be within 1 cm (10 mV) of vertical center of 
graticule 1 second after the B Input AC-GND-DC control is 
switched to DC. 

p. Adjust POSITION control to set right side of visible 
portion of trace to graticule vertical center. 

q. CHECK — B input overdrive recovery time. Trace should 
return to within 1 cm (10 mV) of graticule vertical center by 
the time the trace reaches the 3 cm line. See Fig. 5-4(C). 

r. Disconnect the GR cable and 42-inch coaxial cable from 
the Square Wave Generator. Use of the Square Wave Gen- 
erator has been completed. 

s. Switch oscilloscope Triggering Source to NORM and 
move the coaxial cable from the Trigger Input connector. 



15. Check High Frequency Response 

REQUIREMENT— 5 mV/CM to 20 mV/CM “knob in” posi- 
tions: 50 MHz or higher at — 3 dB; 2 mV/CM and Retained 
Range settings of 20 mV/CM and .2 V/CM: 45 MHz or higher 
at — 3dB; 1 mV/CM and Retained Range settings of 10 mV/ 
CM and .1 V/CM: 40 MHz or higher at —3 dB. 

a. Replace the 2:1 attenuator with a 5:1 attenuator and 
connect the GR cable and attenuator to the Type 191 Con- 
stant Amplitude Signal Generator. 

b. Set the oscilloscope Time/cm control to .5 ms. 

c. CHECK — High frequency response for each of the setups 
given in Table 5-4, using the following procedure: 

(1) Set the VOLTS/CM control to indicated setting. 

(2) Set the Constant Amplitude Signal Generator fre- 
quency to 50 kHz and adjust its amplitude to provide 4 cm 
display amplitude. 

(3) Set the frequency of the Constant Amplitude Signal 
Generator to the vaule opposite the applicable VOLTS/CM 
setting in Table 5-4. 

(4) CHECK — 2.8 cm or more display amplitude. 

TABLE 5-4 



i. CHECK — A Input overdrive recovery time. Trace should 
return to within 1 cm (10 mV) of graticule vertical center by 
the time the trace reaches the 3 cm line as in Fig. 5-4(B). (10 
mV or less within 1 /as.) 

j. Switch the A Input AC-GND-DC control to GND. 

k. Wait one minute; using POSITION control, set trace 
to vertical center of graticule. 

l. CHECK — A Input DC shift due to overdrive. Top of 
waveform should be within 1 cm (10 mV) of the vertical cen- 
ter of the graticule 1 second after the A Input AC-GND-DC 
control is switched to DC. Return AC-GND-DC switch to the 
GND position. 

m. Move the 50 Q termination and cable from the A INPUT 
to the B INPUT connector. 



Type 1 A5 
VOLTS/CM 


Constant Amplitude 
Signal Generator 
Frequency (MHz) 


1 mV 


40 


2 mV 


45 


5 mV 


50 


10 mV 


50 


20 mV 


50 



NOTE 

The relationship between upper frequency limit 
and risetime can be expressed as T r = .35/f. Rise- 
times of 7, 8 and 9 nanoseconds are indicated by 
the 50, 45 and 40 MHz frequency responses that 
have just been checked. 
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16. Check Attenuator Crosstalk 

REQUIREMENT—! mV/CM to 20 mV/CM: 1% or less, DC 
to 50 MHz with + and — 5-V signal applied; 10 mV/CM to 
.2V/CM: 1% or less, DC to 50 MHz with -f and — 50-V sig- 
nal applied. 

a. Remove the 5X attenuator. Replace the 50-Q termina- 
tion with the GR-to-BNC adapter and connect it to the B 
INPUT connector. 

b. Set the A and B Input AC-GND-DC controls to DC. 

c. Set the Constant Amplitude Signal Generator controls 
as follows: 



Frequency 50 MHz 

Amplitude 50 

Variable Cal 

Amplitude Range .5-5 V 



d. CHECK — 5 cm or less vertical display amplitude (1%, 
or less, of input signal) under each setup given in Table 5-5. 



TABLE 5-5 



Signal Input 
Connected To 


DISPLAY 

Position 


VOLTS/CM 

Position 


B 


A-Vc 


20 mV Retained Range 


B 


A-Vc 


20 mV 


A 


Vc-B 


20 mV 


A 


Vc-B 


20 mV Retained Range 



17. Check Xl High Frequency Common-Mode 
Rejection 

REQUIREMENT — 10,000:! or more — 100 kHz to 1 MHz 
with 10 V peak-to-peak sine wave applied, decreasing to 
1000:1 or more at 10 MHz with 1 V peak-to-peak sine wave 
applied; 200:1 or more at 20 MHz with 0.5 V peak-to-peak 
sine wave applied. 

a. Disconnect the GR-to-BNC adapter from the A INPUT 
connector. 

b. Switch the Type 1A5 DISPLAY control to A-B and the 
VOLTS/CM control to 1 mV. 

c. Connect the symmetrical ends of a flexible T con- 
nector to A and B INPUT connectors. 

d. Connect the GR-to-BNC adapter and GR 5 ns cable 
to the flexible T connector. 

e. CHECK — Common-Mode Rejection Ratio by measur- 
ing the display amplitude under each setup given in Table 
5-6. 



TABLE 5-6 



Constant Amplitude 
Signal Generator 






Fre- 

quency 


Ampli- 

tude 

Range 


! 

Ampli- 

tude 


Display 

Ampli- 

tude 


CMRR 


1 MHz 


' .5-5 V 


50 


<1 cm 


>10,000:1 “ 


10 MHz 


50-500 mV 


50 


<1 cm 


>1,000:1 


20 MHz 


50-500 mV 


25 


<2.5 cm 


>200:1 



f. Disconnect the GR-to-BNC adapter and GR cable 
from the flexible T connector. Use of the Constant Ampli- 
tude Signal Generator has been completed. 

18. Check DC Coupled Common-Mode 
Rejection Ratio at 100 kHz 

REQUIREMENT— 20,000:1 with + and — 5 V signal 
applied. 

a. Connect the output of the General Radio Type 131 0A 
Oscillator to the center of the flexible T connector, using 
a banana-jack to BNC adapter and a coaxial cable. 

b. Set the VOLTS/CM control to 2 V and the B Input 
AC-GND-DC switch to GND. 

c. Adjust the Oscillator for a 100-kHz, 10-V peak-to-peak 
output (5 cm display amplitude). Verify frequency against 
oscilloscope time base (10 /xs per cycle). 

d. Switch the B Input AC-GND-DC control to DC and 
the VOLTS/CM control to 1 mV. 

e. CHECK — t / 2 cm or less display amplitude for 20,000:1 
or greater CMRR. 



19. Check DC Coupled XlO and XlOO 
Common-Mode Rejection 

REQUIREMENT — 2000:1 or greater, DC to 10 kHz with 
+ and — 50-V sine wave applied. 

a. Switch the VOLTS/CM control to 20V/CM and the 
B Input AC-GND-DC control to GND. 

b. Adjust the oscillator to its maximum amplitude out- 
put (do not exceed 100 V peak to peak) at 10 kHz. (Verify 
frequency against oscilloscope time base: 0.1 ms per cycle.) 

c. Measure signal amplitude and divide by 2000. 
Record the results. 

d. Switch the B Input AC-GND-DC control to DC and 
the VOLTS/CM to .1 V Retained Range. 

e. CHECK — DC coupled XlOO CMRR. Display ampli- 
tude should not exceed the value recorded in step c. 

f. Switch the VOLTS/CM control to 10 mV Retained 
Range. 

g. CHECK — DC coupled XlO CMRR. Display ampli- 
tude should not exceed the value recorded in step c. 

20. Check X 1 AC-Coupled Common-Mode 
Rejection Ratio 

REQUIREMENT — 1000:1 or greater CMRR at 60 Hz with 
-f and — 5-V signal applied. 

a. Switch the Type 1A5 VOLTS/CM control to 2 V, the 
A Input AC-GND-DC control to AC and the B Input AC- 
GND-DC control to GND. 

b. Switch the oscilloscope Time/cm control to 10 ms. 

c. Adjust the Oscillator for a 60-Hz, 10-V peak-to-peak 
output (5 cm vertical display). Verify the frequency against 
the oscilloscope time base: 1 6 2 / 3 ms per cycle.). 
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d. Switch the Type 1A5 B Input AC-GND-DC control to 
AC and the VOLTS/CM control to 10 mV. 

e. CHECK — 1 cm or less display amplitude for 1000:1 
or greater AC-coupled CMRR. 

21. Check AC-Coupled Low Frequency 
Response 

REQUIREMENT— 2 Hz or less at —3 dB. 

a. Switch the Type 1A5 VOLTS/CM to 20 mV, the A Input 
AC-GND-DC control to DC and the B Input AC-GND-DC 
control to GND. 



b. Switch the oscilloscope Time/cm to 0.2 s. 

c. Set the oscillator for a 2-Hz, 100-mV (5 cm) output. 
(Verify frequency against time base. 0.5 s per cycle.). Insert 
an attenuator into the signal path if necessary to reduce 
the signal amplitude to 100 mV. 

d. CHECK— Switch the A Input AC-GND-DC control to 
AC and check for 3.5 cm or more display amplitude. 

e. CHECK— Switch A Input AC-GND-DC control to GND 
and the B Input AC-GND-DC control to AC. Check for 
3.5 cm or more display amplitude. 

This concludes the performance check. 




SECTION 6 
CALIBRATION 



Type 1A5 



Introduction 

The Type 1A5 Differential Amplifier should be calibrated 
every 500 operating hours or every six months, whichever 
occurs first. Calibration should be preceded by a thorough 
cleaning and inspection as explained in the Maintenance 
section. 

A calibration record and index is contained at the begin- 
ning of the calibration procedure. It refers to each step by 
number and gives the name and a brief description of the 
adjustment or check performed. Duplicating the calibration 
record and index will allow copies of it to be used as a 
permanent check-off list and calibration record, leaving the 
original as an unmarked reference for rapid location of indivi- 
dual adjustment procedures. 



Malfunctions 

Correct all malfunctions at the time they are disclosed 
by the procedure. Failure to do so will probably affect 
other adjustments, requiring that they be done again after 
the trouble is finally corrected. 



Procedure Format 

The equipment setup is given at the beginning of the 
calibration procedure. Principal control settings are again 
listed at the beginning of each group of adjustments requir- 
ing a substantial change. A picture accompanies each setup. 

The step sequence used is designed to allow rapid cali- 
bration with a minimum of setups and interaction. Each step 
continues from the equipment status that existed at the end 
of the preceding step. 

Those steps containing adjustments are identified by the 
symbol O appearing on the right margin of the column. 
“ADJUST” indicates the point within the numbered steps at 
which the actual adjustment is performed. "CHECK” identifies 
either a pre-adjustment check or a performance check of a 
non-adjustable parameter. " INTERACTION” comments are 
included when the performance of an adjustment affects 
another. 

The names of Type 1A5 front-panel controls and internal 
adjustments are written in upper-case letters. Oscilloscope 
and test equipment controls have the first letter of their 
names capitalized. Pictures indicating adjustment locations 
and pictures of actual waveforms accompany the procedure. 
Waveforms have been offset from reference positions in 
many instances to avoid their being hidden by the graticule 
lines. 



Complete Calibration Procedure 

Do each step in sequence when performing a complete 
calibration procedure. For best results, refine all adjustments, 
even though the pre-adjustment check is within allowable 
limits, INTERACTION comments can be ignored, since the 
procedure logic takes them into consideration. 



Partial Calibration Procedure 

Any step in the calibration procedure can be done individ- 
ually. If a pre-adjustment check is within allowable limits, 
it is suggested that the adjustment be bypassed to save time 
and to avoid unnecessary interaction with other adjustment 
steps. When an adjustment is made, any steps listed under 
INTERACTION must be checked. 



CALIBRATION EQUIPMENT, 
ACCESSORIES AND TOOLS 

A Tektronix Type 544 oscilloscope is used in this calibra- 
tion procedure. A Type 546, 547 or 556 oscilloscope can be 
substituted, with allowance made for control setttings. 

Calibration equipment, accessories and tools necessary 
to calibrate the Type 1 A5 are listed here and pictured in 
Fig. 6-1, 6-2 and 6-3. Part or type numbers are included for 
identification and ordering purposes. 

All equipment used must be operating within its cali- 
bration limits. Test equipment substituted for that specified 
in this procedure must meet or exceed the minimum specifi- 
cations stated here. 

1. Oscilloscope, Tektronix Type 544. 

2. Standard amplitude calibrator. Amplitude accuracy 
within 0.25%. Signal amplitude 5 mV to 100 V. Output 
square wave frequency of 1 kHz. Tektronix Standard Ampli- 
tude Calibrator, Part No. 067-0502-00, recommended. 

3. Square wave generator. Frequency 1 kHz and 10 kHz. 
High Amplitude output 2 to 5 V into 50 0; Fast Rise output 
variable from 50 mV to 500 mV into 50 0, with 1 nanosecond 
or less rise time. Tektronix Type 106 Square Wave Generator 
recommended. 

4. Constant amplitude sine wave generator. Frequency 
50 kHz and 1 MHz to 50 MHz. Output amplitude 5 mV to 10 
V. Amplitude accuracy ±3% from 50 kHz to 50 MHz. Tek- 
tronix Type 191 Constant Amplitude Signal Generator recom- 
mended. 

5. DC non-loading voltmeter. Range 0 to 100 V. Accuracy 
0.02%. Fluke Model 825A used in this procedure. 
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6. Low frequency sine wave generator. Frequency 2 Hz 
to 10 kHz; output amplitude 1 V to more than 20 V, General 
Radio Oscillator Type 1310-A used in this procedure. 

7. Plug-in extension [rigid; Tektronix Part No,0 13-0055-00, 

8. Coaxial cables, 42 inch-50 ohm, equipped with BNC 
male connectors; two required; Tektronix Part No, 012-0057- 
00 . 

9. Cable, type RG8/213, GR connectors, 5 nanosecond 
delay; (5 ns GR cable); Tektronix Part No. 017-0502-00. 

10 Adapter, BNC-T, male to two female; Tektronix Part No. 
103-0030-00. 

11. Adapter, Dual BNC male to BNC female, [flexible T 
connector); Tektronix Part No. 017-0525-00. 

12. Adapter, GR to BNC mafe; Tektronix Part No. 017-0064- 

00 . 

13. Termination, 50 ohm, GR-fo-BNQ Tektronix Part No. 
017-0083-00. 

14. Attenuator, 2:1, 50 ohm, GR type; Tektronix Part No. 
017-0080-00. 

15. Attenuator, 5:1, 50 ohm, GR type; Tektronix Part No. 
017-0079-00. 

16. Attenuators, 10:1, 50 ohm, GR type; two required; Tek- 
tronix Part No, 017-0078-00, 
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Fig. 6*3. Tools required for the calibration of the Type IAS. 



17. Input RC Normalize^ 20 pF, BNC connectors; Tek- 
tronix Part No. 067-0538-00, 

18. Aligning tool, plastic handle and shaft, metal screw- 
driver tip; Tektronix Part No. 003-0000-00. 

19. Aligning tool handle, nylon; Tektronix Part No. 003- 
0307-00, 

20. Aligning tool insert, recessed wire; Tektronix Part No. 
003-0308-00. 

21. Aligning tool insert, recessed metal tip; Tektronix Part 
No. 003-0334-00. 

22. Aligning tool insert, for ID hex cores; Tektronix 
Part No. 003-0310-00. 

23. Adapter, dual banana plug-to BNC female connector; 
General Radio Company Type 274-QBJ. (Not shown.) 



CALIBRATION RECORD AND INDEX 

The title and performance requirement of each calibra- 
tion procedure step is listed here. This record and index 
can be used as a calibration check-off list, a record of cali- 
bration, a page index for the calibration procedure itself, 
or it can be used as a short form calibration procedure for 
experienced calibrators. It is recommended that duplicate 
copies be made for repeated check-off and record usage. 

Type IA5, Serial No. 

Calibration Date _ ___ 

Calibration Technician . 

1. Check Differential Probe Relay operation. Page 6-6 
PUSH ON/OFF button lights Probe On lamp. 

Q 2, Check and adjust Internal Power Supplies. OUTPUT 
DC LEVEL (R390) Page 6-6 

+20.7 V ±1.0 V (non-adjustable), 

+6.2 V ±0.31 V (non-adjustable). 

+60 V, OUTPUT DC LEVEL, R390, Adjusts 1A5 out- 
put voltage for 67,5% of oscilloscope +100V power 
supply value- 

Q 3. Adjust Comparison Voltage. (Vc CAL - R113, Vc X10 
CAL - R119) Page 6-7 

Vc CAL ( R 1 13) adjusted for +5V ± 0,002 -V MON- 
ITOR output, 

Vc X10 CAL (R1 19] adjusted for 0.5 V ±0,Q02-V 
MONITOR output, 

0 4, Adjust DC Vertical Balance. [DC BAL - R170, VAR 
BAL - R330, POSITION RANGE * R370) Page 6-8 

DC BAL adjusts for no trace shift accompanying 
VOLTS/CM switching. 

VAR BAL adjusts for no trace shift accompanying 
change of VARIABLE control setting. 

POSITION RANGE sets trace to graticule vertical cen- 
ter. 
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□ 5. Adjust GAIN (R360). Check gain switching Page 6-9 

Adjust for proper vertical deflection at 20mV/CM 
position. Check at all other XI VOLTS/CM gain 
switching positions. 

□ 6. Check attenuator accuracy. Page 6-10 

Check for gain at all X10, XI 00 and XI 000 atten- 
uator positions of the VOLTS/CM control. 

□ 7. Check VARIABLE Range (R350) Page 6-10 

Reduces gain to 40% or less of CAL position value. 
(2.5:1 or greater control range.) 

Q 8. Check Noise Page 6-11 

50 /xV RMS or less. 

□ 9. Check Microphonics Page 6-12 

100 /xV or less. 

□ 10. Check Input Transistor Gate Current Page 6-12 

0.1 nA or less at 25°C. 

□ 11. Check POSITION (R372) Control Range Page 6-12 

12 cm or more. 

□ 12. Check STEP ATTEN BAL (R129) Range Page 6-13 

20 mV or more in XI range. 

Q 13. Adjust DC Common-Mode Balance Page 6-14 

COMMON MODE BAL (R140) for 20,000:1 CMRR 
in XI range. R105D and R106D for 2000:1 CMRR 
in X10 and XI 00 ranges. 

□ 14. Adjust XI Input Capacitance (Cl 08, C208) 

Page 6-16 

% mm or less overshoot, rounding or tilt of corner 
of square wave input. 20 pF Input RC Normalizer 
used. 

□ 15. Adjust XI High Frequency Common-Mode Rejec- 

tion Page 6-18 

C267, Cl 22, C222, Cl 23, C223 for >10,000:1 CMRR 
at 1 MHz. Cl 63, C263 for >1000:1 CMRR at 10 MHz. 



□ 16. Adjust Attenuator Input Capacitance (C105A, C105B, 

C106A, C106B, C107A, C107B, C205A, C205B, C206A, 
C206B, C207A, C207B) Page 6-20 

y 2 mm or less aberration at corner in response to 
square wave input. 

□ 17. Adjust X10 and XI 00 DC-Coupled Common-Mode 

at 10 kHz. (C205D, C206B) Page 6-22 

CMRR 2000:1 or greater. 

□ 18. Check AC-Coupled Common-Mode Rejection at 60 

Hz Page 6-23 

CMRR 1000:1 or greater. 

□ 19. Check AC-Coupled Low-Frequency Response 

Page 6-23 

Amplitude down 30% or less at 2 Hz. 

□ 20. Adjust High-Frequency Compensation (C379, R379, 

C389, R389, L312, R312, R307, C309, R304, C305, 
R301, C302) Page 6-24 

Optimum square corner in response to 10 kHz fast 
rise square wave input. 

Risetime 7 nanoseconds or less in 20mV/CM, 10 
mV/CM and 5mV/CM positions of VOLTS/CM con- 
trol. 

Risetime 8 and 9 nanoseconds or less in 2 and 1 
mV/CM positions, respectively. 

□ 21. Check Total Crosstalk. Page 6-25 

5% or less roll-off. 

□ 22. Check Ovedrive Recovery Time and DC Shift Due 

to Overdrive Page 6-27 

Recovers to within 10 mV in 1 (is. 

Shift 10 mV or less in 1 second. 

□ 23. Check Attenuator Crosstalk Page 6-29 

1% or less of 50 MHz input signal. 

Q 24. Check Bandwidth Page 6-30 

50 MHz except 45 MHz in 2 mV/CM and 40 MHz in 

1 mV/CM positions of VOLTS/CM control. 



NOTES 
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CALIBRATION PROCEDURE 

NOTE 

The oscilloscope and all test equipment must be 
within calibration limits before an effective cali- 
bration can be performed on the Type 1 A5. 



Preliminary Procedure 

1. Remove the side panels from the oscilloscope. 

2. Move the oscilloscope plug-in sensing switch to its “out” 
position. (Upper-right rear corner of plug-in compartment 
of Type 544, 546 and 547 oscilloscopes only.) 



3. Remove the Test Strap from the Input Amplifier board 
and set it aside for future use. (Location is shown in Fig. 
6-5). 

4. Connect the rigid plug-in extender (item 7) to the Type 
1A5 and the oscilloscope plug-in jack. 

5. Set up the Type 1A5 and the Type 544 oscilloscope 
according to Fig. 6-4 and the accompanying list of control 
settings. 

6. Energize the oscilloscope and all test equipment which 
will be used in the calibration procedure. Adjust the Type 
1A5 POSITION control as necessary to bring the oscilloscope 
trace into the viewing area. 

7. Allow 20 minutes warm-up before performing the cali- 
bration procedure. 



NOTES 
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Fig. 6-4. Equipment setup for steps l r 2 r 3 and 4. 



Type 1A5 Controls 



1 . Check Differential Probe Relay Operation 



Vc AMPLITUDE 


CCW to 0-0-0 


Vc POLARITY 


0 


POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS /CM 


5 mV 


VARIABLE 


CAL 


DISPLAY 


A-Vc 


STEP ATTEN BAL 


Midrange 


Type 544 Oscilloscope Controls 


Intensity 


Optimum 


Focus 


Optimum 


Astigmatism 


Optimum 


Scale Illumination 


Optimum 


Triggering Level 


Fully clockwise 


Triggering Mode 


Auto Stability 


Triggering Slope 


+ 


Triggering Coupling 


AC 


Triggering Source 


Norm 


Time/ cm 


.2 ms 


Variable 


Cal 


Horizontal Display 


Norm (XI) 


Horizontal Position 


Midrange 


Horizontal Position 


Midrange 


Vernier 

Amplitude Calibrator 


Off 



a. Equipment setup is shown in Fig* 6 - 4 . 

b. CHECK — Probe on lamp (located in PUSH ON /OFF 
button) goes on when PUSH ON/OFF button is pushed. 

e. Depress PUSH ON/OFF button and return lamp to the 
"off" state. 



2. Check and Adjust Internal Power Supplies O 
(OUTPUT DC LEVEL - R390) 

a. Equipment setup is shown in Fig. 6-4, Test points are 
shown in Fig. 6-5 and 6 - 6 . 

b. Switch VOLTS/CM control to 5 V. 

c> CHECK — G297 emitter and collector voltages for ap- 
proximately 20 V and 6 V respectively. (No adjustments are 
associated with them.) 

d + Measure the voltage at the oscilloscope +100-V test 
point, using the differential voltmeter (item 5). Multiply the 
reading by 0.675 and record the result. 

e. Using POSITION control, set the trace to the graticule 
vertical center. 

f. CHECK — Differential voltmeter connected to pin R on 
the Type 1A5 Output Amplifier board (Fig. 6-6) reads the 
value recorded in step c, ±:1%, 



© 
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Fig. 6-5. Voltage check points for step 2, 



g. ADJUST— OUTPUT DC LEVEL (R39G, Fig. 6 - 6 ) to pro^ 
vide a voltage at pin R equal to the value recorded in step 
d, ±1%, (Use POSITION control to keep trace at center 
during this adjustment,) 




OUTPUT OC LEVEL 
W390 



Fig- Locations of voltage test points and adjustment for step 2 . 



3. Adjust Comparison Voltage (Vc CAL - O 
R113, Vc X tO CAL-R119) 

a. Equipment setup is shown in Fig. 6-4. Adjustment toca- 
tions are shown in Fig. 6 - 7 * 

b. Switch the VOLTS/CM control to 1 V. 

t, Connect the differential voltmeter to the MONITOR 
jack and set the POLARITY switch to +. 

d, CHECK — Differential voltmeter reads within 2 mV of 
0 volts, (AMPLITUDE control CCW against mechanical stop 
and Dial reading within 1 linewidth of 0-0-0.) 



e. ADJUST — AMPLITUDE knob to read within 1 line width 
of 0-0-0 when against CCW mechanical stop (loosen set 
screw to adjust). 

f* Rotate AMPLITUDE control clockwise to 0-0-0* 

g. CHECK— f- 5*00 V ±0*003 V MONITOR output* 

h. ADJUST— Vc CAL [R113, Fig, 6 - 7 ) for +5*00 V ±0.002 
V MONITOR output. 

i. CHECK— Voltage accuracy far AMPLITUDE and POLAR- 
ITY settings listed in Table 6+ 




Fig. 6-7* Location of adjustments for step 3. 



TABLE 6-1 



Comparison Voltage Linearity Checks 



AMPLITUDE 


POLARITY 


VOLTS 


4-0-0 


+ 


+4.00 ±0.020 


3-0-0 


+ 


+3.00 ±0.015 


2-0-0 


+ 


+2.00 ±0.010 


1 - 0-0 


+ 


+ 1.00 ±0.005 


1-0-0 


— 


-1.00 ±0.005 


2-0-0 




-2.00 ±0,010 


3-0-0 




-3.00 ±0.015 


4-0-0 


- 


—4.00 ±0.020 


0-0-0 |CW) 


— 


—5.00 ±0.025 



j* Set VOLTS/CM control to 5 V, 



k. CHECK— 0.5 V ±0.005 V MONITOR output* 

L ADJUST — Vc X10 CAL (R119, Fig. 67 ) for -0.500 V 
±0.002 V MONITOR output. 

m. Switch POLARITY to 0 and disconnect the differential 
voltmeter from the MONITOR jack. Use of the differentia! 
voltmeter has been completed. 
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4, Adjust DC Vertical Balance (DC BAL - O 
R170, VAR BAL - R330, POSITION RANGE - 
R370) 

a. Equipment setup is shown in Fig. 6-4. Locations of test 
points and adjustments are shown in Fig. 6-8. 

b. Set the POSITION control and STEP ATTEN BAL control 
at midrange, the DISPLAY switch to A-8 and the VOLTS/CM 
control to 20 mV. 

c. ADJUST— DC BAL (R17Q, Fig. 6-8) as necessary to pre- 
vent trace shift while switching the VOLTS/CM control 
between the 20 mV and 1 mV positions. Repeat this step 
until no trace shift accompanies switching. 



d. Switch the VOLTS/CM control to 20 mV. 

e. CHECK — Trace shift while rotating VARIABLE from limit 
to limit. 

f. ADJUST— VAR BAL (R33G, Fig. 6-8} until no trace shift 
accompanies rotation of VARIABLE control. 

g. CHECK— The UNCAL lamp is on except when VARI- 
ABLE is at CAL position. Return VARIABLE to CAL position. 

h. CHECK— Trace is at graticule vertical center. 

L ADJUST— POSITION RANGE [R370, Fig. 6-8) to set trace 
to graticule vertical center. 

j. REPEAT — Steps d through i; then continue with step 5. 






1 wo V ! 



INPUT 
SIGNAL 
RANGE 
+ VOLTS* 



AT A 
10 At Tilh * 
INPUT 



VOLTS/ CM 



UNCAL 



I , Oc L 

variable 

IlFFERENTlAl PROBE 



1 V/cife ONLV 



AVAIL A B LI 



ON /OFF 



VAR BAL 



R33Q 



i'Afi BAL X 



•o AIN VAR 



<sf 



DISPIA' 



SERIAL 

TEKTftQNlX INC . PORTLAND. OREGON. 



Fig. 6-8. Locations of adjustments for step 4, 



NOTES 







Co libration — Type I A 5 




Fig* 6-9. Equipment setup for steps 5, 6 and 7 . 



Type 1A5 Controls 



POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS/CM 


20 mV 


VARIABLE 


CAL 


DISPLAY 


A-B 


STEP ATTEN BAL 


Midrange 


Type 544 Oscilloscope Controls 


Triggering Mode 


Auto Stability 


Triggering Source 


Norm 


Time/cm 


,2 ms 


Horizontal Display 


Norm (XI) 



Standard Amplitude Calibrator 

.1 V - 1 kHz square wave output 



5. Adjust GAIN (R360); Check Gain Switch- 0 
ing 

a. Equipment setup is shown in Fig, 6 - 9 * Location of adjust- 
ment is shown m Fig. 6-10, UNCAL lamp must remain off 
during entire procedure* 

b. Connect a .1 V-l kHz square wave output from the 
Standard Amplitude Calibrator (item 2) to the A INPUT con- 
nector, using a coaxial cable equipped with BNC connectors 
(item 8). 



c Using the POSITION control, set the trace 2*5 cm below 
the graticule vertical center* 

d. Switch the A Input AC-GND-DC control to DC. (Adjust 
oscilloscope Triggering Level to obtain a free-running sweep.) 

e. CHECK — Exactly 5 cm vertical display amplitude, allow- 
ing for trace width. 

f ADJUST — 'GAIN (R360, Fig. 6-10] for exactly 5 cm dis- 
play amplitude, allowing for trace width. Readjust POSITION 
control as necessary to center the square wave. 

g. CHECK — Vertical display amplitude under setups listed 
in Table 6-2* Reset POSITION control as necessary for con- 
venient measurements. UNCAl lamp must remain off during 
entire check. 

TABLE 6-2 



Gain Switching Accuracy 



Type 1A5 
VOLTS/CM 
Settings 


Standard Ampli- 
tude Calibrator 
Amplitude Settings 


Vertical 

Display 

Amplitude 


10 mV 


50 mV 


5 cm ±1 mm 


5 mV 


20 mV 


4 cm dzQ*8 mm 


2 mV 


10 mV 


5 cm dzl mm 


1 mV 


5 mV 


5 cm zbl mm 
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Fig, 6-10, Location of adjustment for step 5. 

6. Check Attenuator Accuracy 

a. Equipment setup is shown in Fig, 6-9, 

b. CHECK — Vertical display amplitude within limits given 
in Table 6-3 with the Type 1A5 and the Standard Amplitude 
Calibrator set to indicated values. Reset POSITION control 
as necessary for convenient measurement. UNCAL lamp must 
remain off during entire check, 

c. Set the A Input AC-GND-DC switch to GND. Move the 
coaxial cable from the A INPUT to the B INPUT connector. 

d. Place the B Input AC-GND-DC switch to the DC position. 
Center the display, using the POSITION control. 

e. CHECK — B Input attenuators by repeating step b. 



TABLE 6-3 



Type 1A5 
VOLTS/CM 
Settings 


Standard 

Amplitude 

Calibrator 

Amplitude 

Settings 


Vertical 

Display 

Amplitude 


20 V 


Tbov 


5 cm ±1.25 mm 


10 V 


50 V 


5 cm ±1,25 mm 


5 V 


20 V 


5 cm ±1,25 mm 


2V 


10 V 


5 cm ±1,25 mm 


1 V 


5 V 


5 cm ±1.25 mm 


,5 V 


2 V 


4 cm ±1 mm 


.2 V Retained Range 


1 V 


5 cm ±1.25 mm 


.1 V Retained Range 


~5V 


5 cm ±1.25 mm 


.2 V 


1 V 


5 an ±1.25 mm 


.1 V 


,5 V 


5 cm ±1.25 mm 


50 mV 


,2 V 


4 cm ±1 mm 


20 mV Retained Range 


.IV 


5 cm ±1.25 mm 


10 mV Retained Range 


50 mV 


5 cm ±1.25 mm 



7. Check VARIABLE Range (R350) 

a. Equipment setup is shown in Fig. 6-9, except that the B 
Input AC-GND-DC control is set to DC. 

b. Set the Amplitude control on the Standard Amplitude 
Calibrator to .1 V. 

c. Set the Type 1A5 VOLTS/CM control to 20 mV. Observe 
5 cm deflection on the oscilloscope. Adjust POSITION control 
as necessary for convenient measurement. 

d. CHECK— Vertical display amplitude reduces to 2 cm or 
less when VARIABLE is rotated to CCW limit (2.5:1 or more 
control range.) Return VARIABLE to CAL position. 

e. Switch the B Input AC-GND-DC control to GND and 
disconnect the coaxial cable from the B INPUT connector. 
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Hg* 6-11. Equipment setup far steps 8 through 12, 



Type 1A5 Controls 



POSITION 


Midrange 


A Input AC-GND-DC 


DC 


B Input AC-GND-DC 


GND 


VOLTS/ CM 


1 mV 


VARIABLE 


CAL 


DISPLAY 


A-B 


STEP ATTEN BAL 


Midrange 


Type 544 Oscilloscope Controls 


Triggering Level 


Fully Clockwise 


Triggering Mode 


Auto Stability 


Triggering Source 


Norm 


Time /cm 


10 JU.S 


Variable 


Cal 


Horizontal Display 


Norm (XI) 



Square Wave Generator 

Repetition Rate Range 1 kHz 

Multiplier CCW 

Hi Amplitude/Fast Rise Fast Rise 

+ Output 



8. Check Noise 

a. Equipment setup is shown in Fig. 6-11, Typical wave- 
forms appear in Fig, 6 12. 



® 



b t Connect the following components to the A INPUT 
connector in the sequence given; 

GR-to-BNC 50 Q Termination [item 13) 

GR 5 ns Cable (item 9 ) 

2 — 10:1—50 0 — GR Type Attenuators (item 16) 

1—5:1 — 50 Q— GR Type Attenuator (item 15) 

Type 106 Square Wave Generator + Output (item 3) 

c* Set the Oscilloscope Time/cm control to 10^s and the 
Triggering Level control to its clockwise limit. Set Intensity, 
Focus and Astigmatism for optimum CRT viewing. 

d. Set the Type 1A5 A Input AC-GND-DC switch to DC 
and the VOLTS/CM control to 1 mV. Check that the UNCAL 
lamp is off. 

e. Set the Square Wave Generator Hi Amplitude-Fast Rise 
switch to Fast Rise, the Repetition Rate Range to 1 kHz, and 
the Multiplier CCW. Increase the Square Wave Generator 
-J- Transition Amplitude to provide 2 separate traces on the 
CRT. (Caused by the upper and lower excursions of the 
square wave being presented on a free running sweep,). 

h Decrease the + Transition Amplitude as necessary to 
just eliminate the dark line between the two traces. Use Fig. 
6-12 (A), (B) and [C] as guides. (The desired presentation is 
obtained when a point b reached where doubt exists as to 
whether the black line is or is not eliminated,) The two trace 
centers are now separated by twice the RMS value of noise. 
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control at 1 mV, DISPLAY switch at A-B and both 
AC-GND-DC switches at GND, check for approxi- 
mately 2.5 mm or less trace width. 




Fig. 6-12. (A) Initial waveform for noise measurement, step 8-e; 
(B) Too much separation between traces, step 8-f; (C) Desired 

waveform, step 8-f: (Sweep rate 10jtis/cm; vertical sensitivity 

1 mV/cm) . 



g. Remove one 10:1 attenuator. (This increases trace sep- 
aration by 10 times, allowing more accurate measurement.) 

h. CHECK — Noise. Measure distance between trace cen- 
ters in mV. Divide by 20. The result should be 50 ^V RMS, 
or less, noise. (Division by 10 compensates for the removed 
attenuator. Division by 2 converts visual measurement into 
RMS value.) 

i. Disconnect the GR cable, leaving the 50 Q GR-to-BNC 
termination attached to the A INPUT connector. 

NOTE 

A fast but much less accurate check of noise can 
be made by an alternate method. Set the CRT con- 
trols for optimum display. With the VOLTS/CM 



9. Check Microphonics 

a. Equipment setup is shown in Fig. 6-11 except: 

No connections are made to the A INPUT connector. 
UNCAL lamp must remain off. 

b. Switch the A Input AC-GND-DC control to GND. 

c. CHECK 1 mm or less oscillation or ringing on the trace 
in response to finger-tapping on the Type 1A5 front panel. 



10. Check Input Transistor Gate Current 

a. Equipment setup is shown in Fig. 6-11 except: 

Square Wave Generator is not used. 

Only a 50 O termination is attached to A INPUT. 

A Input AC-GND-DC control is at GND. 

UNCAL lamp must remain off. 

b. CHECK — Less than 1 mm of trace shift occurs at the 
instant the A Input AC-GND-DC switch is moved from GND 
to the AC position. Return the switch to the GND position. 

c. Move the 50 fi GR to BNC termination from the A 
INPUT connector to the B INPUT connector. 

d. CHECK — Less than 1 mm of trace shift occurs at the 
instant the B Input AC-GND-DC switch is moved from GND to 
the AC position. Return the switch to the GND position. 

e. Remove the 50 Q termination from the B INPUT con- 
nector. 



1 1 . Check POSITION (R372) Control Range 

a. Equipment setup is shown in Fig. 6-11 except: 

No connections are made to the A INPUT connector. 

A Input AC-GND-DC control is at GND. 

b. Set DISPLAY switch to A-Vc, POSITION control fully 
CCW, Vc POLARITY to — and VOLTS/CM control to 20 V. 
Check that the UNCAL lamp is off. 

c. Adjust Vc AMPLITUDE as necessary to position the trace 
to the — 3 cm line. 

d. Rotate POSITION control clockwise until the trace is 
positioned upward 6 cm to the +3 cm line. 

e. Switch POLARITY to +. 

f. Adjust Vc AMPLITUDE counterclockwise as necessary to 
again position the trace to the — 3 cm line. 

g. CHECK-POSITION control range. Rotate POSITION 
knob fully clockwise. Trace should move up 6 cm or more 
for a total of 12 cm or more control range. 



® 
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12. Check STEP ATTEN BAL (R129) Range 

a. Equipment setup is shown in Fig. 6-11, except as follows: 
No connections to the A INPUT connector are required; A 
Input AC-GND-DC control is at GND. 

b. Switch POLARITY to 0. 

•c. Set VOLTS/CM to 5 mV and set STEP ATTEN BAL to 
midrange. Check that the UNCAL lamp is off. 



d. Using POSITION control, set trace to vertical center of 
graticule. 

e. CHECK — Rotating STEP ATTEN BAL from limit to limit 
moves the trace 4 cm or more (20 mV). 

f. Return STEP ATTEN BAL to midrange and VOLTS/CM to 
20 mV. 



NOTES 
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Fig. 6-13. Equipment 

Type 1A5 Controls 



POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS /CM 


20 mV 


VARIABLE 


CAL 


DISPLAY 


A’B 


STEP ATTEN BAL 


Midrange 


Type 544 Oscilloscope Controls 


Triggering Level 


near 0 


Triggering Mode 


Auto Stability 


Triggering Slope 


+ 


Triggering Coupling 


AC 


Triggering Source 


EXT 


Time /CM 


.5 mS 


Variable 


Cal 


Horizontal Display 


Norm (XI) 



Standard Amplitude Calibrator 

5V-1 kHz Square Wave Output 



setup for step 13. 

13. Adjust DC Common-Mode Balance O 
(COMMON-MODE BAL - R140, and R105D, 
R106D) 

a. Equipment setup is shown in Fig* 6-13. Location of 
adjustments is shown in Fig. 6-14 (A) and (B). A typical 
adjustment waveform is shown in Fig. 6-14 [CJ. 

b. Connect the two symmetrical ends of a flexible T con- 
nector (item 11) to the A and B INPUT connectors of the Type 
1A5. Connect a BNC-T adapter (item 10) to the Standard 
Amplitude Calibrator square wave output connector. Connect 
a 50 0 coaxial cable from the flexible T to the BNC-T adapter 
on the Standard Amplitude Calibrator Connect a 50 O coax- 
ial cable from the oscilloscope trigger Input connector to the 
BNC-T adapter on the Standard Amplitude Calibrator. 

c* Set the Standard Amplitude Calibrator Amplitude con- 
trol for a 5 V square wave output. 
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d. Set the DISPLAY switch to A-B, 

e. Simultaneously set both ACGND-DC switches to DC, 

f. Switch the VOLTS/ CM control to 1 mV. 

g. Set the oscilloscope Triggering Source to Ext, Time/cm 
control to .5 m$ and set the Triggering Level to trigger the 
sweep. 

h. CHECK — 2.5 mm or less vertical display amplitude 
between trailing edges of square waves [20,000:1 CMRR). 
Disregard any aberrations that exist near the beginning of 
the square waves. 

t. ADJUST— COMMON MODE BAL (R140) for minimum 
amplitude between the trailing edges of the square waves 
(2.5 mm or less for 20,000:1 CMRR in XI range). See Fig. 
6-14 (C). Disregard aberrations that may exist near the lead- 
ing edge of the square waves. 

j. CHECK— X10 and XI 00 attenuator DC common-mode 
balance for the same results as in h, using the setups given in 
Table 6-4. 

k. ADJUST— X 10 and XI 00 attenuator DC common- 
mode balance for the some results as tn i. Equipment setups 
and adjustments are listed in Table 6-4. Refer to Fig. 6-14 (B) 
for location of adjustments, (2000:1 CMRR in X10 and XI 00 
ranges.) 

TABLE 6-4 



X10 and X1Q0 DC Common-Mode Adjustments 



Type 1A5 
VOLTS/CM 
Settings 


Standard 

Amplitude 

Calibrator 

Amplitude 

Settings 


Type 1 A5 
Adjustments 


Vertical 

Display 

Amplitude 


1 0 mV 

Retained Range 


50 V 


R105D 


2,5 cm or less 


~ V 

Retained Range 


100V 


R106D 


0.5 cm or less 



l. Switch both ACGND-DC switches to GND. 

m. Use of the Standard Amplitude Calibrator has been 
completed. Turn it off and disconnect the flexible T connector 
from the A and B inputs, and the coaxial cable from the 
oscilloscope Trigger Input, 

n. Switch the VOLTS/CM control to 20 mV. 





Fig, 6-1 4. DC common-mode balance, step 13. (A) and (B) Ad- 
justment locations; C C 1 Typical waveform. (Sweep rate 0.5 ms/crn; 
vertical sensitivity T mV/cm) 
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10:1 Attenuator 



50 -P. GR-BNC 
Termination 





f 






r; 


4 


fcL 




-j 





Fig. 6-15. Equipment setup for steps 14 and 16. 



Type 1A5 Controls 

A Input AC-GND-DC DC 

B Input AC-GND-DC GND 

VOLTS/CM 20 mV 

VARIABLE CAL 

DISPLAY A-B 

Type 544 Oscilloscope Controls 

Triggering Mode Auto Stability 

Triggering Slope + 

Triggering Coupling AC 

Triggering Source Norm 

Time/cm .2 ms 

Variable Cal 

Horizontal Display Norm (XV) 

Square Wave Generator 

Hi Amplitude/Fast Rise Hi Amplitude 

Repetition Rate Range 1 kHz 

Multiplier CCW 

Hi Amplitude Output 

14. Adjust Xl Input Capacitance (Cl 08, O 
C208) 

a, Equipment setup is shown in Fig. 6-15. Location of 
adjustments is given in Fig, 6-16 (A), Typical waveforms are 
shown in Fig. 6-16 (B), [C], (D) and (E). 



b. Connect the following equipment to the A INPUT con- 
nector in the sequence given: 

20 pF Input RC Normalizer (item 17) 

50 O GR-to-BNC Termination 

5 ns GR Cable 

10:1 50 Q GR Attenuator 

Type 106 Square Wave Generator — Hi Amplitude Output 

c. Set the Square Wave Generator controls as follows: 

Hi Amplitude Fast Rise — Hi Amplitude 

Repetition Rate Range — 1 kHz 
Multiplier — fully CCW 
Amplitude — fully CCW 

d. Set the oscilloscope Time/cm control to 2 ms and the 
Triggering Source to Norm. 

e. Set the A Input AC-GND-DC switch to DC, 

V Adjust the Square Wave Generator Amplitude control 
to provide a 5 cm vertical display. Adjust POSITION control 
as necessary to obtain a centered display. Adjust Triggering 
Level as necessary to obtain a triggered sweep. 

g, CHECK — Optimum square corner and flat top at the 
upper left corner of the square wave, % mrn or less aberra- 
tion. See Fig. 6-16. 
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Optimum squareness; 
<0,5 mm roll-off 
or overshoot 



Optimum squareness; 
<0,5 mm roll-off 

or overshoot 
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Ffg. 6-16. Input capacitance adjustment, step 14. iA) Adjustment locations; C B I Optimum waveform, steps 14-g and ti; (Cl and (D) 
Improperly adjusted; I E 1 Optimum waveform, steps 1 4-m and n. (Sweep rate 0.2ms/cm; vertical sensitivity 20mV/cmJ + 



h. ADJUST — Cl 08, Fig. 6-16 (A), for optimum flatness and 
squareness at the upper left corner of the square wave. Y 3 
mm or less overshoot, rounding or tilt should remain. Fig. 
6-16 (B) shows the desired results; Fig. 6-16 (C) and (D) show 
improper results. 

i. Switch the A Input AC-GND-DC switch to GND, 
l Switch the oscilloscope Triggering Slope to — . 

k. Move the 20 pF input RC normalizer and associated 
components to the B INPUT connector. 

I Switch the B Input AC-GND-DC switch to DC. Adjust 
the POSITION control as necessary to obtain a centered 
display. 



m. CHECK — Optimum flatness and squareness at the lower 
left corner of the square wave. V 2 mm or less aberration. 
See Fig. 6-16 (E) + 

n. ADJUST — C208 for optimum flatness and squareness 
at the lower left corner of the square wave. V 3 mm or less 
overshoot, rounding or tilt should remain. See Fig. 6-16 (E). 

o. Switch the B Input AC-GND-DC switch to GND and dis- 
connect the 20 pF normalizer and associated components 
from the B INPUT connector. 

p. INTERACTION— Check steps 15, 16 and 17. 
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Fig. 6-17. Equipment setup for step 15. 



Type 1 A5 Controls 



POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS/CM 


20 mV 


VARIABLE 


CAL 


DISPLAY 


A-B 



Type 544 Oscillosope Controls 



Triggering Mode 
Triggering Source 
Time/cm 

Horizontal Display 



Auto Stability 
Norm 
.2 ms 

Norm (XI] 



Constant Amplitude Sine Wave Generator 



Frequency 1 MHz 

Amplitude 50 

Variable Cal 

Amplitude Range <5-5 V 



1 5. Adjust X 1 High Frequency Common- O 
Mode Rejection (C267, Cl 22, C222, Cl 23, 
C223, Cl 63, C263I 



b. Using the test strap, (removed from Its Type 1A5 storage 
location during the Preliminary Procedure), connect TP 160 
to TP 260. See Fig. 6-18 for test point locations, 

WARNING 

Use extreme care if the test strap is attached while 
the Type 1A5 is energized. If the Type 1 A5 is 
briefly de-energized while connecting the TEST 
STRAP, allow 5 minutes or more warm-up time after 
power is re-apptied. 

c. Connect the two symmetrical ends of a flexible T con- 
nector to the A and B INPUTS of the Type 1A5, Connect the 
center of the T connector to a GR to BNC adapter (item 12). 
Connect the Type 191 Constant Amplitude Signal Generator 
(item 4) to the GR adapter, using its 5 ns GR cable. 

d. Set the Constant Amplitude Signal Generator for a 
10 V-l MHz output, (An amplitude setting of 5 V on the Typp 
191 Provides 10 V to the 1 MQ input of the Type 1A5 when no 
50 O termination is used.) 

e. Set the VOLTS/CM switch to 1 mV, Set the POSITION 
control to midrange and adjust Rl 70 (DC BAL, Fig, 6-18] as 
necessary to position trace at the center of the graticule. 

f. Simultaneously switch the A and B Input AC-GND-DC 
switches to DC. 



o. Equipment setup is shown in Fig. 6-17. Locations of 
adjustments and test points are shown in Fig. 6-18. 



g. ADJUST — C267 (Fig. 6-18) for minimum display ampli- 
tude (optimum common-made rejection}. 



® 



6-18 






Calibration — Type 1 AS 




Rg* 6-1 8* Adjustment locations for step 15. 



h. Set the A and 8 Input AC-GND-DC switches to GND. 

i. Remove the test strap from TP 160— TP260* 

j. Check that the POSITION control and STEP ATTEN BAL 
control are at midrange and adjust R170 (Fig. 6-18) to set the 
trace to the center of the graticule. 

k. Set the A and B Input AC-GND-DC switches to DC. 

I* CHECK— 1 cm or less display amplitude* (CMRR 1 0,000:1 
or greater). 

m. ADJUST — Cl 22 or C222 and Cl 23 or C223 (Fig* 6-18) 
for minimum display amplitude. (1 cm or less vertical display 
amplitude for 10,000:1 or greater common-mode rejection 
ratio.) 

NOTE 

Use a non-metallic screwdriver* Preset Cl 22, C222, 
C123, C223, C163 and C263 so that their threads 
are engaged by approximately two turns* When 
adjusting, screw in only the one that improves com- 
mon-mode rejection in each pair* 



n. Change the Constant Amplitude Signal Generator con- 
trol settings to 500 mV and 10 MHz. 

o* CHECK — 1 cm or less vertical display amplitude. (CMRR 
1000:1 or greater). 

p. ADJUST — Either Cl 63 or C263 (Fig* 6-18) for minimum 
display amplitude. 1 cm or less vertical display amplitude 
for 1000:1 or greater common-mode rejection. 

q. Repeat steps d, m, n and p until less than 1 cm display 
amplitude exists for both steps m and p. 

r. Switch the VOLTS/CM control to 20 mV- simultaneously 
place the A and B Input AC-GND-DC switches to the GND 
position; disconnect the flexible T connector from the A and 
B INPUT connectors. 

s. Set the oscilloscope Triggering Slope to + and repeat 
step 14, parts a through n; then continue with step 16. 

t. INTERACTION — Check steps 16 and 17. 








Calibration — Type 1A5 



16 . Adjust Attenuator Input Capacitance O 

Oh Equipment setup ts shown in Fig. 6-15 except as follows; 

Triggering Slope — 

A Input AGGND-DC GMD 

B Input AC-GND-DC DC 

20 pF Input RC Normalizer and associated equipment is 
connected to the B INPUT connector. Typical waveforms and 
locations of adjustments are shown in Fig. 6-19. 



b, CHECK— V 2 mm or less aberration at lower left corner 
of a 5 cm negative square wave under setups given in Table 
6-5, [See Fig. 6-19.} 

c. ADJUST — B attenuator input capacitance as outlined in 
Table 6-5. Change the Square Wave Generator output as 
necessary to maintain a 5 cm vertical display amplitude. 
Observe optimum flatness and squareness at the lower left 
comer of the square wave. Adjust for V 2 mm or less aberra- 
tion. See Fig, 6-19 (A), [B), (C) and (D). 




Fig, 6 - 19 . Attenuator Input capacitance adjustment, step 16, (A) Adjustment locations; (B) Optimum waveform for steps 16-b and t; 

tCi and ( D > Improperly adjusted; *E) Optimum waveform for steps 1 6-g and h. [Sweep rate 0.2 ms/cm; vertical sensitivity set accord- 
ing to Tables 6-6 and 6-7)* 
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TABLE 6-5 



B Attenuator Input Capacitance 



VOLTS/CM 




Adjust 


50 mV 


i 


C205A, C205B 


.5 V 


Remove 10:1 attenuator 


C206A, C206B 


5 V 


Replace 50-0 termination with 
a GR-to-BNC adapter 


C207A, C207B 



d. Change the oscilloscope Triggering Slope control to + . 



e. Make the following changes in the Type 1A5 control 
setup: 

A Input AC-GND-DC DC 

B Input AC-GND-DC GND 

f. Move the 20 pF input RC normalizer from the B to the 
A INPUT connector. Adjust POSITION control as necessary 
to center the display. 

g. CHECK — y 2 mm or less aberration at the upper left cor- 
ner of a 5 cm square wave under setups given in Table 6-6. 
(See Fig. 6-19.) 



h. ADJUST — A attenuator input capacitance as outlined in 
Table 6-6. Change the Square Wave Generator output as 
necessary to maintain a 5 cm vertical display amplitude. 
Observe optimum flatness and squareness at the upper left 
corner of the square wave. Adjust for y 2 mm or less aberra- 
tion. See Fig. 6-19 (E). 



TABLE 6-6 

A Attenuator Input Capacitance 



VOLTS/CM 




Adjust 


5 V 




C107A, C107B 


.5 V 


Replace GR-to-BNC adapter 
with the GR-to-BNC 50 O ter- 
mination. 


C106A, C106B 


50 mV 


Re-insert 10:1 attenuator 


C105A, C105B 



i. Switch the A Input AC-GND-DC control to GND and 
disconnect the 20 pF input RC normalizer and associated 
components from the A INPUT connector. 

j. INTERACTION — Check step 17. 



NOTES 
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Fig* 6-20. Equipment setup for steps 17 through 19* 



Banana Plug 
to BN t Adapter 



Type 1 A5 Controls 

Midrange 



DC 
GND 
5 V 
CAL 
A-B 

Type 544 Oscilloscope Controls 

Auto Stability 



POSITION 
A Input AC-GND-DC 
B Input AGGND-DC 
VOLTS/ CM 
VARIABLE 
DISPLAY 



Triggering Mode 
Triggering Slope 
Triggering Coupling 
Triggering Source 
Time/cm 
Variable 

Horizontal Display 



+ 

AC 
Norm 
2 ms 
Cal 

Norm [XI} 

Oscillator 



10 kHz -20 V peak-to- 
peak output 



17. Adjust X 10 and X 100 DC- Coupled O 
Common-Mode Rejection at 10 kHz. 

a. Equipment setup is shown in Ftg. 6-20* Adjustment loca^ 
tion is indicated in Fig. 6-21* 



b. Connect symmetrical ends of a flexible T connector to 
the A and B INPUT connectors. Connect the output of the 
General Radio Type 1310-A Oscillator (item 6) to the flexible 
T connector, using a banana-to-BNC adapter [item 23) and a 
coaxial cable. 

c Set the Type 1A5 VOLTS/CM control to 5 V and the A 
Input AC-GND-DC control to DC. 

d, Set the Oscillator for a 10 kHz - 20 V peak-to-peak 
output, [4 cm of trace deflecion*) 




Fig* 6-21* Adjustment locations for step 17* 
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e. Switch the B Input AC-GND-DC control to DC. 

f. Switch the VOLTS/CM control to 10-mV - Retained 
Range. 

g. CHECK — 1 cm or less vertical display amplitude (2000:1 
or greater CMRR). 

h. ADJUST — C205D (Fig. 6-21) for minimum vertical dis- 
play amplitude. (1 cm or less for 2000:1 CMRR. Ratios of 
5000:1 or more are not uncommon.) 

i. Switch the VOLTS/CM control to the 20 V position. 

j. Switch the B Input AC-GND-DC control to GND. 

k. Set the Oscillator amplitude to its maximum value. 
Measure its peak-to-peak value and divide it by 2000. Record 
the results. 

l. Switch the B input AC-GND-DC control to DC, and the 
VOLTS/CM control to .1 V - Retained Range. 

m. CHECK — Vertical display amplitude equal to or less 
than that recorded in step k. (CMRR 2000:1 or greater.) 

n. ADJUST — C206B (Fig. 6-21) for vertical display amplitude 
equal to or less than that recorded in step k. (CMRR 2000:1 
or greater. Ratios of 5000:1 or more are not uncommon.) 



18. Check AC-Coupled Common-Mode Rejec- 
tion at 60 Hz 

a. Equipment setup is shown in Fig. 6-20. 

b. Set the oscilloscope Time/cm control to 5 ms. 

c. Switch the Type 1A5 VOLTS/CM control to 2 V and the 
B Input AC-GND-DC control to GND. 



d. Set the Oscillator for a 60 Hz - 10 V peak-to-peak out- 
put. (5 cm trace deflection.) 

e. Switch the B Input AC-GND-DC control to DC and the 
VOLTS/CM control to 2 mV. 

f. CHECK — 2.5 mm or less vertical display amplitude. 

g. Simultaneously switch the A and B AC-GND-DC controls 
to AC. 

h. CHECK — Display amplitude 5 cm or less. (1000:1 CMRR). 

1 9. Check AC-Coupled Low Frequency Response 

a. Equipment setup is shown in Fig. 6-20. 

b. Switch the Type 1A5 VOLTS/CM control to 20 mV, the 
A Input AC-GND-DC switch to DC, and the B Input AC- 
GND-DC switch to GND. 

c. Set the oscilloscope Time/CM control to .5 s. 

d. Change the Oscillator output to 2 Hz, 100 mV peak-to- 
peak, providing exactly 5 cm vertical amplitude. Insert an 
attenuator in the signal path to reduce the amplitude, if 
necessary. 

e. Switch the A Input AC-GND-DC switch to AC. 

f. CHECK — 3.5 cm or more display amplitude. 

g. Switch the A Input AC-GND-DC switch to GND and the 
B Input AC-GND-DC switch to AC. 

h. CHECK — 3.5 cm or more display amplitude. 

i. Switch the B Input AC-GND-DC switch to GND and 
disconnect the flexible T connector from the INPUT connec- 
tors. Use of the oscillator has been completed. 
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Fig. 6-22. Equipment setup for steps 20 and 21. 



Type 1A5 Controls 



POSITION Midrange 

A Input AC-GND-DC DC 

B Input AC-GND-DC GND 

VOLTS/ CM 20 mV 

VARIABLE CAL 

DISPLAY A-B 



Type 544 Oscilloscope Controls 



Triggering Mode 
Triggering Slope 
Triggering Coupling 
Triggering Source 
Time /cm 
Variable 

Horizontal Display 



Auto Stability 
+ 

AC 

Norm 

.1 /as 

Cal 

Norm (XI} 



Square Wove Generator 



Hi Amplitude/Fasf Rise Fast Rise 

4- Output 

Repetition Rate Range 100 kHz 

Multiplier CCW 



20. Adjust High Frequency Compensation O 

a. Equipment setup is shown in Fig. 6-22. Adjustment 
locations and typical waveforms are indicated in Fig. 6-23. 



b. Disconnect the Type 1A5 from the plug-in extension 
and attach the test strap to its storage location. (Fig. 6-18). 

c. Disconnect the plug-in extension and plug the Type 1 A5 
directly into the oscilloscope. Tighten the securing knob to 
insure actuation of the sensing switch. 

d. Attach the following components to the Type 1A5 A 
INPUT connector in the sequence given: 

50-0 GR-to-BNC Termination. 

5 ns GR Cable 

5:1 50-0 GR Type Attenuator 

Type 106 Square Wave Generator Fast Rise + output. 

e. Switch the A Input AC-GND-DC control to DC. 

f. Switch the oscilloscope Time/cm to .1 /as. 

g. Set the Square Wave Generator Repetition Rate Range 
to 100 kHz, Multiplier CCW and the Hi Amplitude-Fast Rise 
switch to Fast Rise. Set the + Transition Amplitude to provide 
a 5 cm vertical display amplitude. Adjust the Type 1 A5 
POSITION control as necessary to center the square wave. 

h. Adjust the Horizontal Position controls to display the 
leading edge of the positive-going square wave near the 
center of the graticule. See Fig. 6-23 (B). Adjust the Intensity, 
Focus and Astigmatism for optimum presentation. 
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Fig. 6-23. High-frequency compensation adjustment, step 20. (A) 

Adjustment locations; HI Waveform for steps 20-g through j r 
(sweep rate 0.1 jus/cmJ; (C) Waveform for step 2Q-I, (sweep rate 
0.01 pt/cmh Vertical sensitivity 20 mV/cm or as given in Table 6-8. 



m. CHECK — Flatness and squareness at the upper left 
corner of a 5 cm square wave in each setup given in Table 
6-7. 

n. ADJUST — High frequency response and check rise 
time in each gain switching sensitivity position according to 
Table 6 - 7 , following the same general procedure as in steps 
g through k. See Fig. 6-23A far location of adjustments, 

TABLE 6-7 



Gain Switching High Frequency Adjustments 



VOLTS/CM 


Sweep 

Magnifier 


Adjust 


Rise 

Time 


10 mV 


XI 


L3T2/R31 2 






X10 




< 7ns 


5 mV 


XT 


R307/C309 






X10 




< 7 ns 



Insert a 10:1 50-0 OR Type attenuator between 
the GR cable and the 5:1 attenuator 



2 mV 


XI 


R304/C305 1 






X10 




< 8 ns 


1 mV 


XT 


R301 /C302 






X10 




< 9 ns 



o. INTERACTION— Step 24. 



21, Check Total Crosstalk 

a. Equipment setup is shown in Fig. 6-22. Typical wave- 
forms are shown in Fig. 6-24. 

b. Remove the 10:1 attenuator (inserted in step 20 n), 

c. Switch the oscilloscope Horizontal Display control to 
Normal (XI) and Time/cm to .5 ms. Set the Horizontal Posi- 
tion controls to midrange, 

d. Switch the VOLTS/ CM control to 20 mV. 

e. Change the Square Wave Generator Frequency to 1 
kHz and adjust the -f Transition Amplitude to provide a 5 cm 
presentation. 

f. Check for a square upper left corner of square wave 
as in Fig. 6-24 (A), 

g. Switch the R fnput AC-GND-DC control to DC 

h. CHECK — 2.5 mm or less A INPUT roll-off at upper left 
corner of square wave. See Fig. 6-24 (B). 



i. CHECK — Squareness and Flatness of upper left corner 
of square wave. (See Fig. 6-23). 

j. ADJUST — C379, R379, C389 and R389 to provide opti- 
mum flatness and squareness at the upper left corner of the 
square wave as shown in Fig. 6-23 (A) and (B). 

k. Switch the oscilloscope Sweep Magnifier control to 
X1Q. (10 ns/cm is now being displayed,) 

l. CHECK — 7 ns or less rise time between the 10% and 
90% points as shown in Fig. 6-23 (C). Repeat step j if nec- 
essary to obtain 7 ns or less rise time. 



i. Switch the A Input AC-GND-DC control to GND and 
move the termination and cable to the B INPUT connector. 

j. Check for a square lower left corner of square wave 
as in Fig. 6-24 (C), 

k. Switch the A Input AC-GND-DC control to DC. 

L CHECK — 2.5 mm or less B INPUT roll-off at lower left 
corner of square wave. See Fig. 6-24. (D). 

m. Disconnect the equipment from the B INPUT connector. 
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Fig. 6-25. Equipment setup for step 22. 



Type 1 A5 Controls 



POSITION Midrange 

A Input AC-GND-DC DC 

B Input AC-GND-DC GND 

VOLTS/CM 1 V 

VARIABLE CAL 

DISPLAY A-B 



Type 544 Oscilloscope Controls 



Triggering Level 
Triggering Mode 
Triggering Slope 
Triggering Coupling 
Triggering Source 
Time/cm 
Variable 

Horizontal Display 

Square Wave 

High Amplitude/Fast Rise 
Repetition Rate Range 
Muliplier 

Hi Amplitude Output 



Adjust for triggered sweep 
Auto Stability 
+ 

AC 
EXT 
50 ju,s 
Cal 

Norm (XI) 

Generator 

Hi Amplitude 
10 kHz 
CCW 



22. Check Overdrive Recovery Time and DC 
Shift Due to Overdrive 

a. Equipment setup is shown in Fig. 6-25, Typical wave- 
forms are shown in Fig. 6-26. 



b, Set the Type 1A5 controls as follows: 



VOLTS /CM 1 V 

A Input AC-GND-DC DC 

B Input AC-GND-DC GND 

c. Set the oscilloscope controls as follows: 

Time/ cm 50 /as 

Triggering Source Ext 



d. Set the Type 106 Square Wave Generator controls as 
follows: 



Hi Amplitude/Fast Rise 
Amplitude 

Repetition Rate Range 
Multiplier 



Hi Amplitude 
Fully CCW 
10 kHz 
Fully CCW 



e, Connect the following equipment to the A INPUT con- 
nector in the sequence given: 

50 □ GR-to-BNC Termination 



5 ns GR Cable 

2:1 50O GR Attenuator (Item 14) 

Type 106 Square Wave Generator Hi Amplitude Output 

f. Connect the Square Wave Generator Trigger Output to 
the oscilloscope Trigger Input connector. 

g. Adjust the Square Wave Generator Amplitude control 
to provide 5 cm vertical display amplitude. 
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h. Swich the oscilloscope Time/cm to 1 /as and adjust the 
Horizontal Position controls to place the beginning of the 
leading edge of the positive square wave at the 2 cm line as 
in Fig. 6-26(A). 

i. Switch the Type 1A5 VOLTS/CM control to 10 mV. 

j. Adjust the Type 1A5 POSITION control to set the right 
side of the visible portion of the trace to vertical center of the 
graticule as in Fig. 6-26 (B). 

k. CHECK — A Input overdrive recovery time. Trace should 
return to within 1 cm (10 mV) of graticule center by the time 
the trace reaches the 3 cm line as in Fig. 6-26 (B). ( 10 mV 
or less within 1 j^s.) 

l. Switch the A Input AC-GND-DC control to GND. 

m. Wait one minute; using POSITION control, set the trace 
to the vertical center of the graticule. 

n. CHECK — A Input DC shift due to overdrive. The top 
of the waveform should be within 1 cm (10 mV) of the vertical 
center of the graticule 1 second after the A Input AC-GND- 
DC control is switched to DC. Return the AC-GND-DC switch 
to the GND position. 

o. Move the 50 Q termination and cable from the A INPUT 
to the B INPUT connector. 

p. Using the POSITION control, set trace to vertical center 
of graticule. 

q. CHECK — B Input shift due to overdrive. Top of wave- 
form should be within 1cm (10 mV) of vertical center 1 
second after the B Input AC-GND-DC control is switched to 
DC. 

r. Adjust the POSITION control to set the right side of the 
visible portion of the trace to graticule vertical center. 

s. CHECK — B Input overdrive time. Trace returns to within 
1 cm (10 mV) of graticule vertical center by the time the 
trace reaches the 3 cm line. 

t. Disconnect the equipment from the oscilloscope and the 
Type 1 A5. Use of the Square Wave Generator has been com- 
pleted. Reset the oscilloscope Triggering Source to Norm and 
Horizontal Position controls to midrange. 




Fig. 6-26. (A) Preliminary waveform for check of overdrive re- 
covery time, step 22-h. ( B ) A INPUT overdrive recovery time 

waveform, steps 22-| and k. (CJ B INPUT overdrive recovery time 
waveform, steps 22-r and s. 



NOTES 



® 



6-28 
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Fig, 6-27, Equipment setup for steps 23 and 24, 



Type 1A5 Controls 



POSITION 


Midrange 


A Input AC-GND-DC 


GND 


B Input AC-GND-DC 


GND 


VOLTS/CM 


20 mV 


VARIABLE 


CAl 


DISPLAY 


Vc-8 


GAIN 


Midrange 


VAR BAL 


Midrange 


Type 544 Oscilloscope Controls 


Triggering Mode 


Auto Stability 


Triggering Slope 


+ 


Triggering Coupling 


AC 


Triggering Source 


Norm 


Time/ cm 


1 fxs 


Variable 


Cal 


Horizontal Display 


Norm (XI) 


Constant Amplitude 


Sine Wave Generator 


Frequency 


50 MHz 


Amplitude 


50 


Variable 


Ca! 


Amplitude Range 


,5-5 V 



23. Check Attenuator Crosstalk 

a. Equipment setup is shown in Fig. 6-2 7. 

b. Connect the Type 191 Constant Amplitude Signal Gen- 
erator Output connector to the Type IA5 INPUT connector 
indicated in Table 6-8, using the 5 ns GR cable and a GR to 
BMC adapter, 

c. Set the A and 8 Input AC-GND-DC switches to DC. 

d. Set the Constant Amplitude Signal Generator frequency 
to 50 MHz, Amplitude to 50, Variable to Cal, and Amplitude 
Range to ,5-5 V, 

e. CHECK— 5 cm or less vertical display amplitude (1% or 
less of input signal) under each setup given in Table 6-8, 



TABLE 6-6 



INPUT 

Connector 


DISPLAY 


VOLTS/CM 


A 


Vc-B 


20 mV 


A 


Vc-B 


20 mV Retained Range 


B 


A-Vc 


20 mV Retained Range 


B 


A-Vc 


20 mV 



f. Disconnect the cable from the B INPUT connector. 
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24. Check High Frequency Response 

a. Equipment setup is shown in Fig. 6-27. 

b. Connect the following equipment to the A INPUT con- 
nector in the sequence given. 

50-fi GR-to-BNC Termination 

5 ns GR Cable 

5:1 50 C2 GR Type Attenuator 

Type 191 Constant Amplitude Signal Generator 

c. Set the oscilloscope Time/cm control to .5 ms. 

d. CHECK — High frequency response for each of the set- 
ups given in Table 6-9, using the following procedure: 

(1) Set the VOLTS/CM control to indicated setting. 

(2) Set the Constant Amplitude Signal Generator fre- 
quency to 50 kHz and adjust its amplitude to provide 4 cm 
display amplitude. 

(3) Set the frequency of the Constant Amplitude Signal 
Generator to the value opposite the applicable VOLTS/CM 
setting in Table 6-9. 



(4) CHECK— 2.8 cm or more display amplitude. Repeat 
step 20 if results are unsatisfactory. 

TABLE 6-9 



Type 1A5 


Constant Amplitude 


VOLTS/CM 


Signal Generator 




Frequency (MHz) 


1 mV 


40 


2 mV 


45 


5 mV 


50 


10 mV 


50 


20 mV 


50 



e. Disconnect the equipment. This concludes the calibra- 
tion procedure. 



NOTE 

See the applicable active probe manual for instruc- 
tions regarding the PROBE STEP ATTEN BAL adjust- 
ment procedure. 




ABBREVIATIONS AND SYMBOLS 



A or amp 
AC or ac 
AF 

a 

AM 

B 

BHB 

BH5 

BNC 

X 

C 

C 

cap. 

cer 

cm 

comp 

conn 

c/s or cps 

CRT 

csk 

A 

dB 

dBm 

DC or dc 
DE 

°C 

°F 

°K 

dia 



div 

EHF 

elect. 

EMC 

EMI 

EMT 

e 

> 

< 

ext 

F or f 
F & I 
FHB 
FH5 
Fil HB 
Fil HS 
FM 
ft 
G 



g 

Ge 

GHz 

GMV 

GR 

> 

H or h 
h 

hex. 

HF 

HHB 

HHS 

HSB 

HSS 

HV 

Hz 

ID 

IF 

in. 

incd 

oo 



inf 



f 



k 

k n 



kc 



kHz 



amperes 

alternating current 
audio frequency 

alpha — common-base current amplification factor 
amplitude modulation 
approximately equal to 

beta — common-emitter current amplification factor 

binding head brass 

binding head steel 

baby series “N” connector 

by or times 

carbon 

capacitance 

capacitor 

ceramic 

centimeter 

composition 

connector 

cycle 

cycles per second 
cathode-ray tube 
countersunk 
increment 
decibel 

decibel referred to one milliwatt 
direct current 
double end 
degrees 

degrees Celsius (degrees centigrade) 

degrees Fahrenheit 

degrees Kelvin 

diameter 

divide by 

division 

extremely high frequency 
electrolytic 

electrolytic, metal cased 

electromagnetic interference (see RFI) 

electrolytic, metal tubular 

epsilon — 2.71828 or % of error 

equal to or greater than 

equal to or less than 

external 

farad 

focus and intensity 
flat head brass 
flat head steel 
fillister head brass 
fillister head steel 
frequency modulation 
feet or foot 
giga or 10 9 

acceleration due to gravity 

germanium 

gigahertz 

guaranteed minimum value 
General Radio 
greater than 
henry 

height or high 
hexagonal 
high frequency 
hex head brass 
hex head steel 
hex socket brass 
hex socket steel 
high voltage 

hertz (cycles per second) 

inside diameter 

intermediate frequency 

inch or inches 

incandescent 

infinity 

internal 

integral 

kilohms or kilo (1 0 3 ) 

kilohm 

kilocycle 

kilohertz 



L 

X 

» 

< 

LF 

ig 

LV 

M 

m 

M£2 or meg 

me 

met. 

MHz 

mm 

ms 

mtg hdw 
n 

no. or # 

ns 

OD 

OHB 

OHS 

n 

(0 

p 

/ 

% 

PHB 

<b 

7 T 

PHS 

+ 

± 

PIV 

piste 

PMC 

poly 

prec 

PT 

PTM 

pwr 

Q 

RC 

RF 

RFI 

RHB 

0 

RHS 

r/min or rpm 

RMS 

s or sec. 

SE 

Si 

SN or S/N 

« 

T 

TC 

TD 

THB 

9 

thk 

THS 

tub. 

UHF 

V 

VAC 

var 

VDC 

VHF 

VSWR 

W 

w 

w/ 

w/o 

WW 

xmfr 



inductance 

lambda — wavelength 

large compared with 

less than 

low frequency 

length or long 

low voltage 

mega or IQ 6 

milli or 10 -3 

megohm 

micro or 10“ 6 

megacycle 

metal 

megahertz 

millimeter 

millisecond 

minus 

mounting hardware 

nano or 10~ 9 

number 

nanosecond 

outside diameter 

oval head brass 

oval head steel 

omega — ohms 

omega — angular frequency 

pico or 10“ 12 

per 

percent 

pan head brass 
phi — phase angle 
pi— 3.1416 
pan head steel 
plus 

plus or minus 

peak inverse voltage 

plastic 

paper, metal cased 
polystyrene 
precision 
paper, tubular 

paper or plastic, tubular, molded 
power 

figure of merit 
resistance capacitance 
radio frequency 

radio frequency interference (see EMI) 

round head brass 

rho — resistivity 

round head steel 

revolutions per minute 

roof mean square 

second 

single end 

silicon 

serial number 
small compared with 
tera or 10 12 

temperature compensated 
tunnel diode 
truss head brass 

theta — angular phase displacement 
thick 

truss head steel 
tubular 

ultra high frequency 
volt 

volts, alternating current 
variable 

volts, direct current 
very high frequency 
voltage standing wave ratio 
watt 

wide or width 

with 

without 

wire-wound 

transformer 




PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 

SPECIAL NOTES AND SYMBOLS 

Part first added at this serial number 
Part removed after this serial number 

Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 

Part number indicated is direct replacement. 

Screwdriver adjustment. 

Control, adjustment or connector. 
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SECTION 7 

ELECTRICAL PARTS LIST 



Values are fixed unless marked Variable. 



Ckt. No. 


Tektronix 
Part No. 


Serial/Model 

Eff 


No. 

Disc 




Description 








Bulbs 






B122 


150-0055-00 






Neon, 5 AB-B 




B222 


150-0055-00 






Neon, 5 AB-B 




B291 


150-0036-00 






Incandescent, GE 


#345 


B355 


150-0030-00 






Neon, NE 2 V 





Capacitors 

Tolerance ±20% unless otherwise indicated. 



C101 1 


*295-0105-00 


0.1 /xF 




600 V 




C105A 


281-0102-00 


1.7-11 pF, Var 


Air 






C105B 


281-0102-00 


1.7-11 pF, Var 


Air 






C105C 


283-0107-00 


51 pF 




200 V 


5% 


Cl 06 A 


281-0103-00 


1.8-13 pF, Var 


Air 






C106B ) 
C106C ) 


281-0113-00 


0.2-1. 5 pF, Var 
100 pF 


Tub. 

Mica 






C107A 


281-0103-00 


1.8-13 pF, Var 


Air 






C107B \ 
C107C ) 


281-0108-00 


0.2-1 .5 pF, Var 
1000 pF 


Tub. 

Mica 






Cl 08 


281-0043-00 


0.7-3 pF, Var 


Tub. 






Cl 09 


281-0601-00 


7.5 pF 


Cer 


500 V 


±0.5 pF 


Cl 1 4 


290-0289-00 


1 fx F 


Elect. 


25 V 




Cl 1 6 


283-0000-00 


0.001 ix F 


Cer 


500 V 




Cl 17 


281-0523-00 


100 pF 


Cer 


350 V 




Cl 22 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






Cl 23 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






Cl 24 


281 -0525-00 


470 pF 


Cer 


500 V 




Cl 26 


283-0002-00 


0.01 ix F 


Cer 


500 V 




Cl 32 


281-0504-00 


lOpF 


Cer 


500 V 


10% 


Cl 39 


281-0523-00 


100 pF 


Cer 


350 V 




C144 


283-0068-00 


0.01 fx F 


Cer 


500 V 




C148 


283-0616-00 


75 pF 


Mica 


500 V 


5% 


Cl 50 


283-0065-00 


0.001 fx F 


Cer 


100V 


5% 


Cl 51 


283-0000-00 


0.001 fx? 


Cer 


500 V 




Cl 52 


283-0000-00 


0.001 ix F 


Cer 


500 V 




Cl 60 


281-0544-00 


5.6 pF 


Cer 


500 V 


10% 


Cl 62 


283-0068-00 


0.01 juF 


Cer 


500 V 




Cl 63 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






Cl 64 


283-0000-00 


0.001 fx F 


Cer 


500 V 




Cl 67 


281-0547-00 


2.7 pF 


Cer 


500 V 


10% 



1 C101 and C201 furnished as a unit (matched pair). 
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Capacitors fconfj 



Tektronix Serial/Model No. 



6 

Z 

u 


Part No. Eff 


Disc 




Description 


Cl 69 


281-0523-00 




100 pF 


Cer 


350 V 


Cl 76 


283-0002-00 




0.01 ix F 


Cer 


500 V 


Cl 79 


283-0000-00 




0.001 ix F 


Cer 


500 V 


Cl 84 


283-0000-00 




0.001 


Cer 


500 V 


Cl 85 


283-0000-00 




0.001 juF 


Cer 


500 V 



Cl 86 


283-0000-00 


0.001 


Cer 


500 V 


C201 2 


*295-0105-00 


0.1 juF 




600 V 


C205A 


281-0102-00 


1.7-11 pF, Var 


Air 




C205B 


281-0102-00 


1.7-11 pF, Var 


Air 




C205C 


283-0107-00 


51 pF 


Cer 


200 V 



C205D 


281-0098-00 


1 .2-3.5 pF, Var 


Air 


C206A 


281-0103-00 


1 .8-13 pF, Var 


Air 


C206B \ 
C206C ) 


281-0113-00 


0.2-1 .5 pF, Var 
100 pF 


Tub. 

Mica 


C207A 


281-0103-00 


1.8-1 3 pF, Var 


Air 



C207B ) 
C207C ) 


281-0108-00 


0.2-1 .5 pF, Var 
1 000 pF 


Tub. 

Mica 






C208 


281-0043-00 


0.7-3 pF, Var 


Tub. 






C209 


281-0601-00 


7.5 pF 


Cer 


500 V 


±0.5 pF 


C222 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 





C223 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






C224 


281-0525-00 


470 pF 


Cer 


500 V 




C232 


281-0504-00 


lOpF 


Cer 


500 V 


10% 


C244 


283-0068-00 


0.01 fx F 


Cer 


500 V 




C248 


283-0616-00 


75 pF 


Mica 


500 V 


5% 



C260 


281-0544-00 


5.6 pF 


Cer 


500 V 


10% 


C262 


283-0068-00 


0.01 ix F 


Cer 


500 V 




C263 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






C264 


283-0000-00 


0.001 fx F 


Cer 


500 V 




C267 


281-0076-00 


1 .2-3.5 pF, Var 


Air 







C269 


281-0529-00 


1.5 pF 


Cer 


500 V 


±0.25 pF 


C279 


283-0000-00 


0.001 }xF 


Cer 


500 V 


C293 


290-0215-00 


100 /xF 


Elect. 


25 V 




C295 


283-0000-00 


0.001 ix F 


Cer 


500 V 




C298 


283-0000-00 


0.001 /xF 


Cer 


500 V 





C300 


281-0529-00 


1.5 pF 


Cer 


500 V 


±0.25 pF 


C301 


281-0579-00 


21 pF 


Cer 


500 V 


5% 


C302 


281-0080-00 


1.7-11 pF, Var 


Air 






C304 


281-0617-00 


15 P F 


Cer 


200 V 




C305 


281-0080-00 


1.7-11 pF, Var 


Air 







2 C201 and Cl 01 furnished as a unit, (matched pair). 
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Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc 



Description 



C307 


281-0611-00 


27 pF 


Cer 


200 V 


±0.25 pF 


C309 


281-0064-00 


0.2-1 .5 pF, Var 


Tub. 






C338 


281-0593-00 


3.9 pF 


Cer 




10% 


C355 


283-0000-00 


0.001 fxF 




500 V 




C375 


281-0529-00 


1.5 pF 


Cer 


500 V 


±0.25 pF 


C378 


281-0504-00 


lOpF 


Cer 


500 V 


10% 


C379 


281-0081-00 


1.8-13 pF, Var 


Air 






C385 


281 -0529-00 


1.5 pF 


Cer 


500 V 


±0.25 pF 


C389 


281 -0081 -00 


1.8-13 pF, Var 


Air 






C394 


283-0000-00 


0.001 IX F 


Cer 


500 V 




C395 


283-0000-00 


0.001 fiF 


Cer 


500 V 




C397 


283-0068-00 


0.01 /xF 


Cer 


500 V 




C398 


283-0068-00 


0.01 ju,F 


Cer 


500 V 









Diodes 




Dill 


152-0308-00 


Zener 


G REA-35, 9 V, 5%, TC 


D133 


*152-0061-00 


Silicon 


Tek Spec 


D160 


*152-0233-00 


Silicon 


Tek Spec 


D167A \ 
D167B ) 


*152-0316-00 


Silicon 


Assembly, Tek Spec (matched 

pair) 


D233 


*152-0061-00 


Silicon 


Tek Spec 


D260 


*152-0233-00 


Silicon 


Tek Spec 


D292 


152-0304-00 


Zener 


1 N968B 0.4 W, 20 V, 5% 


D296 


152-0309-00 


Zener 


1N3828A 1 W, 6.2 V, 5% 







Connectors 


Pll 


131-0017-00 


16 contact, male 


J101 


131-0342-00 


BNC, female 


J115 


*136-0140-00 


Socket, Banana Jack Assembly 


J150 


136-0089-00 


Socket, 9 pin 


J201 


131-0342-00 


BNC, female 



Relays 



K119 


*108-0442-00 


K119-1 


260-0552-00 


K295 


148-0027-00 


K301 


*108-0431-00 


K301-1 


260-0839-00 



Coil, Reed 
Reed 
12 V DC 
Coil, Reed 
Reed 



K304 


*108-0431-00 


K304-1 


260-0839-00 


K305 


*108-0431-00 


K305-1 


260-0839-00 


K307 


*108-0431-00 



Coil, Reed 
Reed 

Coil, Reed 
Reed 

Coil, Reed 



® 
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Electrical Parts List — Type 1A5 



Relays (confj 



Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc Description 



K307-1 


260-0839-00 


Reed 


K31 1 


*108-0431-00 


Coil, Reed 


K311-1 


260-0839-00 


Reed 


K313 


*108-0431-00 


Coil, Reed 


K313-1 


260-0839-00 


Reed 



Inductors 



L301 


*108-0211-01 


0.5 fiH 




L304 


*108-0211-01 


0.5 




L307 


*108-0105-01 


1.8 /X H 




L312 


*114-0231-00 


5-1 O^H 


Core 276-0506-00 


L313 


*108-0147-01 


2.2 [xH 





L337 


276-0528-00 


Core, Ferramic Suppressor 


L375 


276-0528-00 


Core, Ferramic Suppressor 


L385 


276-0528-00 


Core, Ferramic Suppressor 


L387 


276-0528-00 


Core, Ferramic Suppressor 



LR314 


*108-0268-01 


0.1 fx H (wound on a 36 £2 resistor) 


LR316 


*108-0441-00 


4.5 /aH (wound on a 1.5 k£2 resistor) 


LR324 


*108-0268-01 


0.1 (wound on a 36 O resistor) 



Transistors 



Q123A,B 


151-1008-00 


Dual FET 


Tek Spec 


Q128 


151-0190-00 


Silicon 


2N3904 


Q133 


151-0190-00 


Silicon 


2N3904 


Q137 


*151-0150-00 


Silicon 


Replaceable 


Q143 3 


*153-0547-00 


Silicon 


MPS-918 



Q153 


151-0208-00 


Silicon 


2N4036 


Q163 4 


*153-0547-00 


Silicon 


MPS-918 


Q164 5 


*153-0547-00 


Silicon 


MPS-918 


Q174 


*151-0103-00 


Silicon 


Replaceable 


Q183 


*151-0198-00 


Silicon 


Replaceable 



Q228 


151-0190-00 


Silicon 


2N3904 


Q233 


151-0190-00 


Silicon 


2N3904 


Q243 3 


*153-0547-00 


Silicon 


MPS-918 


Q263 4 


*153-0547-00 


Silicon 


MPS-918 


Q264 5 


*153-0547-00 


Silicon 


MPS-918 



by 2N3440 



by 2N2219 
by MPS-918 



3 Matched pair. Furnished as a unit. 

4 Matched pair. Furnished as a unit. 

5 Matched pair. Furnished as a unit. 
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Transistors (Confj 
Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc Description 



Q283 


*151 -0198-00 


Silicon 


Replaceable by MPS-918 


Q297 


151-0208-00 


Silicon 


2N4036 


Q314 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q324 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q334 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q344 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q354 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q364 


*151-0198-00 


Silicon 


Replaceable by MPS-918 


Q374 


*151-0109-00 


Silicon 


Selected from 2N918 


Q384 


*151-0109-00 


Silicon 


Selected from 2N918 


Q393 


*151-0150-00 


Silicon 


Replaceable by 2N3440 







Resistors 








Resistors 


are fixed, composition, ±10% 


unless otherwise indicated. 








R101 


315-0105-00 


1 M a 


’AW 




5% 


R105B 6 


325-0004-00 


900 kn 


’A w 


Prec 


0.1 % 


R105C 7 


325-0020-00 


no.6 kn 


Vs W 


Prec 


0.1 % 


R105D 


311-0635-00 


1 kn, Var 








R106B 


323-0614-07 


990 kn 


%W 


Prec 


0.1 % 


R106C 


321 -0736-07 


10.06kn 


Ve W 


Prec 


0.1 % 


R106D 


311-0622-00 


100n, Var 








R107B 


323-0623-07 


999 kn 


% W 


Prec 


0.1 % 


R107C 


321-0735-07 


i .ooi kn 


VsW 


Prec 


0.1 % 


R108 


315-0681-00 


680 n 


’AW 




5% 



R109 


321-0114-00 


150 n 


’/ 8 W 


Prec 


1% 


Rill 


324-0313-00 


17.8 kn 


1 w 


Prec 


1% 


R112 


324-0603-00 


27.8 kn 


1 w 


Prec 


1% 


R113 


311-0669-00 


2 kn, Var 








R114 


321-0239-00 


3.01 kn 


y»w 


Prec 


1% 


R115 


311-0360-01 


5 kn, Var 








R116 


315-0102-00 


i kn 


’AW 




5% 


R117 


317-0151-00 


150 n 


1/10W 




5% 


R118 


321-0126-00 


200 n 


’/eW 


Prec 


1% 


R119 


311-0649-00 


loon, Var 








R121 


321-0193-00 


l kn 


%W 


Prec 


1% 


R122 


323-0623-07 


999 kn 


y*w 


Prec 


0.1 % 


R123 


323-0320-00 


21 kn 


’/ 2 W 


Prec 


1% 


R124 


315-0101-00 


ioo n 


’AW 




5% 


R125 


323-0353-00 


46.4 kn 


Vi w 


Prec 


1% 



6 R105B and R205B furnished as a unit (matched pair). 

7 R105C and R205C furnished as a unit (matched pair). 
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Resistors (cont) 



Ckt. No. 


Tektronix 
Part No. 


Serial/Model 

Eff 


No. 

Disc 




Description 




R126 


323-0329-00 






26.1 ka 


'AW 


Prec 


i% 


R127 


308-0397-00 






12.5 ka 


2 W 


ww 


5% 


R128 


315-0331-00 






330 O 


'AW 




5% 


R129 


311-0663-00 






500 a, Var 








R131 


315-0680-00 






6812 


'AW 




5% 


R132 


315-0270-00 






27 O 


'AW 




5% 


R137 


315-0101-00 






10012 


'AW 




5% 


R138 


315-0472-00 






4.7 k!2 


'AW 




5% 


R139 


315-0363-00 






36 ka 


'AW 




5% 


R140 


311-0613-00 






100 ka, Var 








R141 


315-0104-00 






100ka 


'AW 




5% 


R144 


315-0330-00 






33 a 


'AW 




5% 


R145 


315-0302-00 






3 ka 


'AW 




5% 


R147 


308-0432-00 






30 ka 


3 W 


ww 


1% 


R148 


321-0275-00 






7.1 5 ka 


'AW 


Prec 


1% 


R149 


323-0392-00 






118 ka 


'AW 


Prec 


1% 


R151 


315-0150-00 






15a 


'AW 




5% 


R152 


315-0150-00 






15a 


'AW 




5% 


R153 


308-0273-00 






6.5 ka 


5 W 


WW 


2% 


R154 


301-0561-00 






560 a 


'AW 




5% 



R155 


303-0202-00 


2ka 


1 w 




5% 


R156 


321-0234-00 


2.67 ka 


’/e W 


Prec 


1% 


R1 57 


323-0298-00 


12.4 ka 


'AW 


Prec 


1% 


R158 


311-0419-00 


500 ka, Var 








R159 


315-0114-00 


i io ka 


'AW 




5% 


R160 


315-0301-00 


300 a 


'AW 




5% 


R161 


301-0183-00 


18 ka 


'AW 




5% 


R162 


315-0470-00 


47 a 


'AW 




5% 


R163 


323-0354-00 


47.5 ka 


'AW 


Prec 


1% 


R164 


321-0289-00 


lOka 


% W 


Prec 


1% 


R165 


323-0481-00 


l Ma 


'AW 


Prec 


1% 


R166 


315-0221-00 


220 a 


'AW 




5% 


R1 67 


321-0125-00 


196 a 


'/sW 


Prec 


1% 


R168 


321-0159-00 


442 a 


'/.W 


Prec 


1% 


R169 


315-0333-00 


33 ka 


'AW 




5% 


R170 


311-0635-00 


1 ka, Var 








R171 


323-0278-00 


7.68 ka 


'AW 


Prec 


1% 


R174 


308-0258-00 


6ka 


3 W 


WW 


5% 


R175 


323-0321-00 


21 .5 ka 


'AW 


Prec 


1% 


R1 76 


323-0330-00 


26.7 ka 


'AW 


Prec 


1% 


R179 


315-0301-00 


300 a 


'AW 




5% 


R181 


315-0270-00 


27 a 


'AW 




5% 


R182 


323-0297-00 


12.1 ka 


'AW 


Prec 


1% 


R184 


315-0470-00 


47 a 


'AW 




5% 


R185 


315-0270-00 


27 a 


'AW 




5% 


7-6 
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Electrical Parts List — Type 1A5 



Resistors (confj 



Tektronix Serial/Model No. 



Ckt. No. 


Part No. Eff 


Disc 




Description 




R186 


315-0470-00 




47 a 


'AW 




5% 


R201 


315-0105-00 




1 Ma 


’AW 




5% 


R205B 8 


325-0004-00 




900 ka 


'A w 


Prec 


0.1 % 


R205C 9 


325-0020-00 




m ka 


VsW 


Prec 


0.1 % 


R206B 


323-0614-07 




990 ka 


’AW 


Prec 


0.1 % 



R206C 


321-1289-07 


10.1 ka 


’A w 


Prec 


0.1 % 


R207B 


323-0623-07 


999 ka 


’AW 


Prec 


0.1 % 


R207C 


321-0735-07 


i.ooi ka 


’A w 


Prec 


0.1 % 


R208 


315-0681-00 


680 a 


'AW 




5% 


R209 


321-0114-00 


150 a 


'AW 


Prec 


1% 



R221 


321-0193-00 


1 ka 


'AW 


Prec 


1% 


R222 


323-0623-07 


999 ka 


'AW 


Prec 


0.1 % 


R223 


323-0320-00 


21 ka 


’AW 


Prec 


1% 


R224 


315-0101-00 


ioo a 


'AW 




5% 


R227 


308-0397-00 


12.5 ka 


2 W 


ww 


5% 



R228 


315-0331-00 


330 a 


'AW 


5% 


R231 


315-0680-00 


68 a 


’AW 


5% 


R232 


315-0270-00 


27 a 


’AW 


5% 


R241 


315-0104-00 


ioo ka 


'AW 


5% 


R244 


315-0330-00 


33 a 


’AW 


5% 



R245 


315-0302-00 


3 ka 


'AW 




5% 


R247 


308-0432-00 


30 ka 


3 W 


WW 


1% 


R248 


321-0275-00 


7.15 ka 


'AW 


Prec 


1% 


R249 


323-0392-00 


11 8 ka 


'AW 


Prec 


1% 


R259 


315-0114-00 


no ka 


’AW 




5% 



R260 


315-0301-00 


300 a 


'AW 




5% 


R261 


301-0183-00 


18 ka 


’AW 




5% 


R262 


315-0470-00 


47 0 


'Aw 




5% 


R263 


323-0354-00 


47.5 ka 


'AW 


Prec 


1% 


R264 


321-0289-00 


ioka 


'AW 


Prec 


1% 



R265 


323-0481-00 


l Ma 


'AW 


Prec 


1% 


R266 


315-0221-00 


220 a 


Vi w 




5% 


R268 


321-0159-00 


442 a 


’A w 


Prec 


1% 


R271 


323-0278-00 


7.68 ka 


'AW 


Prec 


1% 


R279 


315-0301-00 


300 a 


'AW 




5% 



R281 


315-0270-00 


27 0 


'AW 




5% 


R282 


323-0297-00 


12.1 ka 


'AW 


Prec 


1% 


R292 


323-0268-00 


6.04 ka 


'AW 


Prec 


1% 


R293 


315-0101-00 


ioo a 


'AW 




5% 


R294 


308-0239-00 


84 a 


3 W 


ww 


1% 



8 R205B and R105B furnished as a unit (matched pair). 
9 R205C and R105C furnished as a unit (matched pair). 
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Resistors fconfj 



Tektronix Serial/Model No. 



Ckt. No. 


Part No. Eff 


Disc 




Description 




R295 


308-0431-00 




120 n 


3 W 


ww 


5% 


R296 


308-0218-00 




ison 


3 W 


ww 


5% 


R298 


305-0821-00 




820 n 


2 W 




5% 


R299 


308-0013-00 




200 a 


10W 


ww 


5% 


R300 


315-0681-00 




680 n 


y 4 w 




5% 


R301 


311-0635-00 




1 kn, Var 








R302 


321-0136-01 




255 £2 


y.w 


Prec 


0.5% 


R304 


311-0635-00 




1 kn, Var 








R305 


321-0145-01 




316 n 


y. w 


Prec 


0.5% 


R307 


311-0635-00 




1 kn, Var 








R308 


315-0621-00 




620 n 


'A w 




5% 


R309 


321-0737-01 




1 .466 kn 


y. w 


Prec 


0.5% 


R31 1 


321-0738-01 




1.485 kn 


y. w 


Prec 


0.5% 


R312 


311-0635-00 




1 kn, Var 








R313 


321-0738-01 




1 .485 kn 


y.w 


Prec 


0.5% 


R315 


321-0739-01 




1 .68 kn 


y. w 


Prec 


0.5% 


R317 


323-0303-00 




14 kn 


y* w 


Prec 


1% 


R325 


321-0739-01 




1 .68 kn 


VeW 


Prec 


0.5% 


R327 


323-0303-00 




14 kn 


%w 


Prec 


1% 


R330 


311-0329-00 




50 kn, Var 








R331 


315-0104-00 




100 kn 


’AW 




5% 


R333 


321-0612-00 




475 n 


% W 


Prec 


1% 


R334 


323-0245-00 




3.48 kn 


%w 


Prec 


1% 


R336 


315-0100-00 




ion 


'AW 




5% 


R341 


315-0104-00 




ioo kn 


’AW 




5% 


R343 


321-0162-00 




475 n 


%w 


Prec 


1% 


R344 


323-0245-00 




3.48 kn 


% W 


Prec 


1% 


R346 


315-0100-00 




ion 


’AW 




5% 


R350 10 


*311-0666-00 




375 n, Var 








R352 


321-0085-00 




75 n 


’/.W 


Prec 


1% 


R354 


323-0298-00 




12.4 kn 


%W 


Prec 


1% 


R355 


315-0473-00 




47 kn 


’AW 




5% 


R359 


315-0104-00 




ioo kn 


’AW 




5% 


R360 


311-0653-00 




loon, Var 








R361 


315-0201-00 




200 n 


’AW 




5% 


R362 


321-0085-00 




75 n 


’/.W 


Prec 


1% 


R364 


323-0298-00 




1 2.4 kn 


’/ 2 w 


Prec 


1% 


R369 


315-0104-00 




lookn 


’AW 




5% 


R370 


311-0225-00 




2 X lOOkn, Var 






R372 


311-0225-00 




2 X lOOkn, Var 






R373 


315-0393-00 




39 kn 


’AW 




5% 


R374 


323-0230-00 




2.43 kn 


y*w 


Prec 


1% 


R375 


321-0162-00 




475 n 


’A W 


Prec 


1% 


R376 


315-0100-00 




ion 


’AW 




5% 



10 Furni$hed as a unit with SW350. 
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Inductors (cont) 

Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc 



Description 



R378 


315-0470-00 


47 n 


Va W 




5% 


R379 


311-0635-00 


1 kn, Var 








R381 


301-0113-00 


11 kO 


y 2 w 




5% 


R383 


315-0393-00 


39 kn 


Va W 




5% 


R384 


323-0230-00 


2.43 kn 


y 2 w 


Prec 


1% 



R385 


321-0162-00 


475 0 


Vs W 


Prec 


1% 


R386 


315-0100-00 


ioa 


y 4 w 




5% 


R387 


315-0431-00 


430 a 


Va W 




5% 


R388 


315-0470-00 


47 a 


Va W 




5% 


R389 


311-0607-00 


lOka, Var 









R390 


311-0613-00 


100 kn, Var 






R391 


301-0223-00 


22 kn 


y 2 w 


5% 


R392 


301-0153-00 


15 kn 


y* w 


5% 


R393 


301-0303-00 


30 kn 


%W 


5% 


R394 


315-0470-00 


47 n 


y 4 w 


5% 



R395 


315-0470-00 


47 a 


y 4 w 




5% 


R396 


308-0021-00 


4.5 a 


10W 


ww 


5% 


R397 


315-0220-00 


22 a 


y 4 w 




5% 


R398 


315-0220-00 


22 a 


y 4 w 




5% 



Switches 



Unwired or Wired 



SW101 


260-0621-00 


Lever 


AC-GND-DC 


SW110A) . , 

SW110B ) Wlred 


*262-0809-00 


Rotary 


VOLTS/CM 


SW110A 


260-0837-00 


Rotary 


VOLTS/CM 


SW110B 


260-0836-00 


Rotary 


VOLTS/CM 



SW110C 


260-0835-00 


Rotary 


VOLTS/CM 


swill 


260-0833-00 


Lever 


POLARITY 


SW201 


260-0621-00 


Lever 


AC-GND-DC 


SW210 


260-0832-00 


Rotary 


DISPLAY 


SW297 


260-0864-00 


Push 


ON-OFF 


SW350 11 


*311-0666-00 







Test Points 



TP160 *214-050 6-00 

TP260 *214-0506-00 



Pin, Connector 
Pin, Connector 



^Furnished as a unit with R350. 
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Ckt. No. 



TI67A,B 

T389 



VI 64 
V264 



Transformers 

Tektronix Serial/Model No. 

Part No. Eff Disc Description 



*120-0478-00 Toroid, 5 turns, bifilar 

*120-0477-00 Toroid, 3 turns, bifilar 



Electron Tubes 



154-0306-00 

154-0306-00 



7586 

7586 
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FIGURE AND INDEX NUMBERS 



Items in this section are referenced by figure and index numbers to the illustrations 
which appear on the pullout pages immediately following the Diagrams section of this 
instruction manual. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item relationships. Following is an 
example of the indentation system used in the Description column. 

Assembly and/or Component 

Detail Part of Assembly and/or Component 
mounting hardware for Detail Part 
Parts of Detail Part 

mounting hardware for Parts of Detail Part 
mounting hardware for Assembly and/or Component 

Mounting hardware always appears in the same indentation as the item if mounts, 
while the detail parts are indented to the right. Indented items are part of, and included 
with, the next higher indentation. 

Mounting hardware must be purchased separately, unless otherwise specified. 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local Tektronix, Inc. Field Office 
or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instru- 
ment type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 

Change information, if any, is located at the rear of this manual. 



ABBREVIATIONS AND SYMBOLS 

For an explanation of the abbreviations and symbols used in this section, please refer 
to the page immediately preceding the Electrical Parts List in this instruction manual. 




Mechanical Parts List — Type 1A5 



INDEX OF MECHANICAL PARTS LIST ILLUSTRATIONS 

(Located behind diagrams) 



FIG. 1 FRONT 




FIG. 2 ATTENUATOR SWITCH & ASSOCIATED PARTS 


FIG. 3 CIRCUIT BOARDS, CHASSIS & REAR 





SECTION 8 

MECHANICAL PARTS LIST 



Type 1A5 



Fig. & 
Index 
No. 


Tektronix 
Part No. 


Serial/Model 

Eff 


No. 

Disc 


FIG. 

Q 

t 

y 


1 FRONT 

Description 

1 2 3 4 5 


1-1 


333-0963-01 






1 


PANEL, front 


-2 


386-1153-00 






1 


PLATE, front sub-panel 


-3 


366-0322-01 






1 


KNOB, charcoal— DISPLAY 










- 


knob includes: 




213-0004-00 






1 


SCREW, set, 6-32 x 3 / u inch, HSS 


-4 


260-0832-00 








SWITCH, unwired— DISPLAY 










- 


mounting hardware: (not included w/switch) 


-5 


210-0840-00 






1 


WASHER, flat, 0.390 ID x 9 / u inch OD 


-6 


210-0413-00 






1 


NUT, hex., %-32 x '/ 2 inch 


-7 


366-0173-00 






1 


KNOB, charcoal— POSITION 










- 


knob includes: 




213-0004-00 






1 


SCREW, 6-32 x 3 /, 6 inch, HSS 


-8 








1 


RESISTOR, variable 










- 


mounting hardware: (not included w/resistor) 


-9 


210-0840-00 






1 


WASHER, flat, 0.390 ID x % 6 inch OD 


-10 


210-0413-00 






1 


NUT, hex., 13 / 8 -32 x V 2 inch 


-11 


260-0864-00 






1 


SWITCH, push button— ON/OFF 










- 


switch includes: 


-12 


220-0473-00 






1 


NUT, hex., 0.50-32x0.562 inch 


-13 


210-1039-00 






1 


LOCKWASHER, internal, 0.521 ID x 0.625 inch OD 


-14 


220-0474-00 






1 


NUT, knurled, 0.50-32 x 0.562 inch 


-15 


220-0475-00 






1 


NUT, knurled, 0.50-32 x 0.562 inch 


-16 


366-0125-00 






1 


KNOB, plug-in securing 










- 


knob includes: 




213-0004-00 






1 


SCREW, set, 6-32 x 3 / ll6 inch, HSS 


-17 


210-0894-00 






1 


WASHER, plastic, 0.190 ID x 7 / ]6 inch OD 


-18 


358-0305-00 






1 


BUSHING, 0.312-32 inch retainer rod 










- 


mounting hardware: (not included w/bushing) 




210-0580-00 






1 


NUT, hex., 5 /u-32x 3 / 8 inch 


-19 


384-0653-00 






1 


ROD, plug-in securing 










- 


rod includes: 


-20 


354-0025-00 






1 


RING, retaining 


-21 


366-0215-01 






1 


KNOB, charcoal — POLARITY 


-22 


260-0833-00 






1 


SWITCH, lever— POLARITY 










- 


mounting hardware: (not included w/switch) 


-23 


220-0413-00 






2 


NUT, hex., 4-40 x 3 / 16 x 0.562 inch long 
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Mechanical Parts List — Type 1A5 



FIG. 1 FRONT (contl 

Fig. & Q 



Index 

No. 


Tektronix 
Part No. 


Serial/Model 

Eff 


No. 

Disc 


t 

y 


Description 

1 2 3 4 5 


1-24 


366-0215-01 






2 


KNOB, charcoal— AC GND DC 


-25 


366-0341-00 






1 


KNOB, charcoal — STEP ATTEN BAL 










. 


knob includes: 




213-0076-00 






2 


SCREW, set, 2-56 x '/ 8 inch, HSS 


-26 








1 


RESISTOR, variable 












mounting hardware: (not included w/resistor) 


-27 


210-0940-00 






1 


WASHER, flat, '/„ IDx ;3 / 8 inch OD 


-28 


210-0465-00 






1 


NUT, hex., y 4 -32x l3 / 8 inch 


-29 


407-0163-00 






1 


BRACKET, attenuator balance 










- 


mounting hardware: (not included w/bracket) 


-30 


210-0486-00 






2 


NUT, keps, 4-40 x V 4 inch 


-31 


136-0089-00 






1 


SOCKET, connector, 9 pin 










- 


mounting hardware: (not included w/socket) 


-32 


211-0012-00 






4 


SCREW, 4-40 x % inch, PHS 




210-0201-00 






1 


LUG, solder, SE #4 


-33 


210-0586-00 






4 


NUT, keps, 4-40 xV 4 inch 


-34 


131-0342-00 






2 


CONNECTOR, coaxial, 1 contact, BNC, w/mounting hardware 


-35 


136-0140-00 






1 


SOCKET, banana jack, charcoal cap 










- 


mounting hardware: (not included w/socket) 


-36 


210-0895-00 






1 


WASHER, plastic, insulating 


-37 


210-0465-00 






2 


NUT, hex., y 4 -32x' 3 / 8 inch 


-38 


210-0223-00 






1 


LUG, solder, y 4 IDx 7 A 5 inch OD, SE 



-39 


129-0053-00 


1 ASSEMBLY, binding post 






assembly includes: 


-40 


355-0507-00 


1 STEM, binding post 


-41 


200-0103-00 


1 CAP, knurled 






mounting hardware: (not included w/assembly) 




210-0223-00 


1 LUG, solder, y 4 ID x 7 /u inch OD, SE 




210-0455-00 


1 NUT, hex., y 4 -28x 3 / 8 inch 



-42 


376-0051-00 


1 


ASSEMBLY, coupling 






- 


assembly includes: 


-43 


354-0251-00 


2 


RING, coupling 


-44 


376-0049-00 


2 


COUPLING, plastic, 3 / 8 x 0.424 inch long 




213-0022-00 


4 


SCREW, set, 4-40 x 3 /ii inch, HSS 


-45 


384-0656-00 


1 


ROD, extension, y 8 x8.119 inches 


-46 


348-0031-00 


1 


GROMMET, plastic, 5 / 32 inch diameter 


-47 


358-0054-00 


1 


BUSHING, banana jack 

mounting hardware: (not included w/bushing) 


-48 


210-0465-00 


1 


NUT, hex., y 4 -32x 3 / 8 inch 



® 
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Mechanical Parts List — Type 1A5 



FIG. 1 FRONT fconfj 

Fig. & Q 

Index Tektronix Serial/Model No. t Description 

No. Part No. Eff Disc y 12345 



1-49 




1 


-50 


210-0471-00 


1 


-51 


210-0223-00 


1 


-52 


358-0054-00 


1 


-53 


331-0181-00 


1 


-54 


407-0320-00 


1 


-55 




1 


-56 


211-0081-00 


2 


-57 


210-0001 -00 


2 


-58 


210-0405-00 


2 


-59 


210-0201-00 


2 


-60 


211-0008-00 


1 


-61 


210-0586-00 


1 


-62 


131-0433-00 


1 


-63 


358-0241-00 


1 


-64 


352-0067-00 


1 


-65 


211-0109-00 


1 


-66 


210-0406-00 


2 


-67 


378-0541-00 


1 


-68 


384-0631-00 


4 


-69 


366-0283-00 


1 


-70 




1 


-71 


213-0020-00 


1 


-72 


366-0038-00 


1 




213-0004-00 


1 


-73 


366-0372-00 


1 




213-0115-00 


2 


-74 


366-0418-00 


1 




213-0022-00 


2 


-75 


179-1179-00 


1 


-76 


131-0371-00 


4 



RESISTOR, variable 

mounting hardware: (not included w/resistor) 
NUT, hex., V 4 -32 x 5 / m x 19 / 3 2 inch ,on 9 
LUG, solder, V 4 ID x 7 / V6 inch OD, SE 
BUSHING, banana jack 



DIAL CONTROL 
BRACKET, amplitude 
RESISTOR, variable 

mounting hardware: (not included w/resistor) 
SCREW, 2-56 x 9 / u inch, RHS 
LOCKWASHER, internal, #2 
NUT, hex., 2-56x 3 / 16 inch 



LUG, solder, SE #4 

mounting hardware for each: (not included w/lug) 
SCREW, 4-40x74 inch, PHS 
NUT, keps, 4-40 x V 4 inch 



CONNECTOR, stand-off 

mounting hardware: (not included w/connector) 
BUSHING, plastic, insulating 



HOLDER, neon, single 

mounting hardware: (not included w/holder) 
SCREW, 4-40 x % inch, FHS 
NUT, hex., 4-40x 3 / 1<s inch 



FILTER, lens, neon 

ROD, spacer, 8% inches long 

KNOB, charcoal — PROBE STEP ATTEN BAL 

RESISTOR, variable 

mounting hardware: (not included w/resistor) 
SCREW, set, 6-32xy 8 inch, HSS 



KNOB, red— VARIABLE CAL 
knob includes: 

SCREW, set, 6-32 x 3 / 16 inch, HSS 
KNOB, charcoal — VOLTS/CM 
knob includes: 

SCREW, set, 4-40 x 5 / ll6 inch, HSS 
KNOB, clear— VOLTS/CM 
knob includes: 

SCREW, set, 4-40 x 3 /* inch, HSS 
CABLE HARNESS, coaxial 
cable harness includes: 

CONNECTOR, single contact, female 



@ 
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Mechanical Parts List — Type 1A5 

FIG. 2 ATTENUATOR ASSEMBLY & ASSOCIATED PARTS 

Fig. & Q 



Index 


Tektronix 


Serial/Model No. 


t 


Description 


No. 


Part No. 


Eff Disc 


y 


1 2 3 4 5 


2-1 


262-0809-00 




1 


ASSEMBLY, switch— ATTENUATOR 








- 


assembly includes: 


-2 


260-0837-00 




l 


SWITCH, unwired, top, w/shield 


-3 


260-0836-00 




1 


SWITCH, unwired, bottom, w/shield 


-4 


407-0311-00 




1 


BRACKET, double angle 


-5 


401-0027-00 




l 


WHEEL, index 








. 


wheel includes: 




213-0020-00 




i 


SCREW, set, 6-32 x V 8 inch, HSS 


-6 


214-0821-00 




l 


GEAR, cluster 


-7 


214-0499-00 




l 


NEEDLE, bearing 


-8 


214-0541-00 




1 


GEAR, index 


-9 


426-0336-01 




1 


FRAME, switch coupler 








. 


frame includes: 


-10 


213-0004-00 




2 


SCREW, set, 6-32 x 3 / u inch, HSS 


-11 


213-0022-00 




1 


SCREW, set, 4-40 x 3 /i< inch, HSS 
mounting hardware: (not included w/frame) 


-12 


211-0033-00 




2 


SCREW, sems, 4-40 x 5 /m inch, PHS 


-13 


210-0261-00 




1 


LUG, solder, high voltage 


-14 


214-0824-00 




2 


GEAR, spur 








- 


each gear includes: 




213-0004-00 




1 


SCREW, set, 6-32 x 3 / 16 inch, HSS 


-15 


386-1154-00 




1 


PLATE, mounting 


-16 


407-0310-00 




1 


BRACKET, angle 








- 


mounting hardware: (not included w/bracket) 


-17 


210-0851-00 




2 


WASHER, flat, 0.119 IDx ; 3 / 8 inch OD 


-18 


211-0008-00 




2 


SCREW, 4-40 x V 4 inch, PHS 


-19 


441-0702-00 




1 


CHASSIS, attenuator 

mounting hardware: (not included w/chassis) 


-20 


210-0851-00 




2 


WASHER, flat, 0.119 ID x 3 / 8 inch OD 


-21 


211-0008-00 




2 


SCREW, 4-40 x V 4 inch, PHS 


-22 






8 


CAPACITOR 

mounting hardware for each: (not included w/capacitor) 


-23 


214-0456-00 




1 


FASTENER, plastic, capacitor 


-24 


131-0433-00 




2 


CONNECTOR, terminal stand-off 








- 


mounting hardware for each: (not included w/connector) 


-25 


358-0241-00 




1 


BUSHING, plastic 


-26 


260-0621 -00 




2 


SWITCH, lever— AC GND DC 








- 


mounting hardware for each: (not included w/switch) 


-27 


220-0413-00 




2 


NUT, hex., 4-40 x 3 / 16 x 0.562 inch long 


-28 


337-0892-00 




1 


SHIELD, electrical, right 


-29 


337-0891-00 




1 


SHIELD, electrical, left 

mounting hardware: (not included w/shield) 


-30 


211-0008-00 




2 


SCREW, 4-40 x V 4 inch, PHS 


-31 


210-0261-00 




1 


LUG, solder, high voltage 


-32 


210-0223-00 




1 


LUG, solder, y 4 ID x 7 /u inch OD, SE 








- 


mounting hardware: (not included w/assembly) 




211-0008-00 




2 


SCREW, 4-40 xV 4 inch, PHS 




210-0851-00 




2 


WASHER, flat, 0.119 1 Dx ; 3 / 8 inch OD 
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Mechanical Parts List — Type 1A5 



FIG. 2 ATTENUATOR ASSEMBLY & ASSOCIATED PARTS fconfj 



Fig. & 
Index 
No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Disc 


Q 

t 

y 


Description 

12 3 4 5 


2-33 


337-0893-00 




i 


SHIELD, attenuator assembly 









- 


mounting hardware: (not included w/shie!d) 


-34 


21 1 -0008-00 




4 


SCREW, 4-40 x % inch, PHS 


-35 


210-0851-00 




4 


WASHER, flat, 0.119 ID x % inch OD 


-36 


343-0003-00 




1 


CLAMP, cable, V 4 inch plastic 








- 


mounting hardware: (not included w/clamp) 


-37 


210-0803-00 




1 


WASHER, flat, 0.150 ID x % inch OD 


-38 


211-0504-00 




1 


SCREW, 6-32 x '/„ inch, PHS 


-39 


260-0835-00 




1 


SWITCH, unwired— VOLTS/DIVISION 








- 


mounting hardware: (not included w/switch) 


-40 


210-0049-00 




1 


LOCKWASHER, internal, % ID x % inch OD 


-41 


210-0479-00 




2 


NUT, hex., 5 / 8 -24 x 3 / 4 inch 




210-1010-00 




1 


WASHER, flat, 0.643 ID x 0.875 inch OD 


-42 


376-0050-00 




1 


ASSEMBLY, coupling 








- 


assembly includes: 


-43 


376-0046-00 




1 


COUPLING, plastic, x 0.424 inch long 


-44 


354-0251-00 




2 


RING, coupling 




213-0022-00 




4 


SCREW, set, 4-40 x 3 / u inch, HSS 


-45 


384-0657-00 




1 


ROD, extension, % x 6.9 inches long 




Mechanical Parts List — Type 1A5 



FIG. 3 CIRCUIT BOARDS, CHASSIS & REAR 

Fig. & Q 

Index Tektronix Serial/Model No. t Description 

No. Part No. Eff Disc y 12345 



3-1 441 -0703-00 1 



212-0040-00 4 

-2 210-0458-00 7 

-3 348-0063-00 3 

-4 210-0201-00 1 



-5 213-0044-00 1 

-6 2 



-7 211-0553-00 1 

-8 210-0601-00 1 

-9 210-0478-00 1 

-10 211-0507-00 1 

-11 131-0181-00 2 



-12 358-0136-00 1 

-13 670-0135-00 1 



388-0835-00 1 

-14 214-0506-00 38 

-15 136-0224-00 2 

-16 136-0220-00 4 

-17 136-0235-00 3 

-18 136-0183-00 5 

-19 136-0235-01 1 

-20 200-0737-00 1 



200-0687-00 1 

214-0872-00 1 

210-0841-00 1 

131-0371-00 1 

-21 200-0687-00 5 

-22 344-0119-00 3 

-23 131-0344-00 4 



-24 358-0241-00 1 

-25 131-0433-00 4 



358-0241-00 1 



CHASSIS 

mounting hardware: (not included w/chassis) 
SCREW, 8-32 x % inch, FHS 
NUT, keps, 8-32x n / 3 2 inch 



GROMMET, plastic, V 2 inch diameter 
LUG, solder, SE #4 

mounting hardware: (not included w/lug) 
SCREW, thread forming, 5-32 x 3 / 16 inch 



RESISTOR 

mounting hardware for each: (not included w/resistor) 

SCREW, 6-32 xiy 2 inches, PHS 

EYELET, tapered barrel 

NUT, hex., 6-32x 5 / li(S x 21 / 32 inch long 

SCREW, 6-32x 5 / 16 inch, PHS 



CONNECTOR, terminal standoff 

mounting hardware for each: (not included w/connector) 
BUSHING, plastic, insulating 



ASSEMBLY, circuit board — INPUT 
assembly includes: 

BOARD, circuit 

PIN, connector, straight, male 
SOCKET, nuvistor, 5 pin 
SOCKET, transistor, 3 pin to 18 
SOCKET, transistor, 6 pin 
SOCKET, transistor, 3 pin 
SOCKET, transistor, 5 pin 
ASSEMBLY, transistor ground 
assembly includes: 

COVER, plastic, transistor 
SPRING, conical 

WASHER, flat, 0.067 ID x 0.312 inch OD 
CONNECTOR, single contact, female 
COVER, plastic, transistor 
CLIP, electrical 

CONNECTOR, terminal feed thru 

mounting hardware for each: (not included w/connector) 
BUSHING, plastic, insulating 

CONNECTOR, terminal stand-off 

mounting hardware for each: (not included w/connector) 
BUSHING, plastic, insulating 
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Mechanical Parts List — Type 1 A 5 



FIG. 3 CIRCUIT BOARDS, CHASSIS & REAR (confj 

Fig. & Q 

Index Tektronix Serial/Model No. t Description 

No. Part No. Eff Disc y 12345 



3-27 


214-0289-00 


1 


-28 


210-0909-00 


2 


-29 


210-0805-00 


1 


-30 


220-0410-00 


1 


-31 


211-0116-00 


8 


-32 


175-0674-00 


1 


-33 


386-1152-00 


1 


-34 


212-0044-00 


4 


-35 


131-0017-00 


1 


-36 


211-0097-00 


2 


-37 


210-0586-00 


2 


-38 


210-0202-00 


1 


-39 


211-0504-00 


1 


-40 


210-0457-00 


1 


-41 




1 


-42 


210-0012-00 


1 


-43 


210-0840-00 


1 


-44 


210-0413-00 


1 


-45 


407-0306-00 


1 


-46 


211-0507-00 


2 


-47 


210-0457-00 


2 


-48 


670-0133-00 


1 




388-0823-00 


1 


-49 


214-0506-00 


22 


-50 


136-0183-00 


1 


-51 


136-0220-00 


8 


-52 


131-0499-00 


10 


-53 




1 


-54 


210-0046-00 


1 


-55 


210-0465-00 


2 



HEAT SINK, transistor 

mounting hardware: (not included w/heat sink) 
WASHER, flat, mica, 0.196 ID x 0.625 inch OD 
WASHER, flat, 0.204 ID x 0.438 inch OD 
NUT, keps, 1 0-32 x l3 / 8 inch 
mounting hardware: (not included w/assembly) 
SCREW, sems, 6-32 x 5 / M inch, PHS 



WIRE, lead, 1.875 inch long, w/female connector 
PLATE, rear 

mounting hardware: (not included w/plate) 
SCREW, 8-32 xV 2 inch, RHS 



CONNECTOR, 16 contact, male 

mounting hardware: (not included w/connector) 

SCREW, 4-40 x 5 / 1i<5 inch, PHS 
NUT, keps, 4-40 x V 4 inch 



LUG, solder, SE #6 

mounting hardware: (not included w/lug) 
SCREW, 6-32 x y 4 inch, PHS 
NUT, keps, 6-32 x 5 /^ inch 



RESISTOR, variable 

mounting hardware: (not included w/resistor) 
LOCKW ASHER, internal, % ID x V 2 inch OD 
WASHER, flat, 0.390 ID x 9 U inch OD 
NUT, hex., l3 /8-32xV 2 inch 



BRACKET, variable resistor 
mounting hardware: (not included w/bracket) 
SCREW, 6-32 x 5 /^ inch, PHS 
NUT, keps, 6-32 x 5 / u inch 



ASSEMBLY, circuit board— OUTPUT 
assembly includes: 

BOARD, circuit 

PIN, connector, straight, male 
SOCKET, transistor, 3 pin 
SOCKET, transistor, 3 pin 
CONNECTOR, plastic, terminal 
RESISTOR, variable 

mounting hardware: (not included w/resistor) 
LOCKW ASHER, internal, V 4 ID x 0.400 inch OD 
NUT, hex., y 4 -32x 3 / 8 inch 




Mechanical Parts List — Type 1A5 



FIG. 3 CIRCUIT BOARDS, CHASSIS & REAR ( cont ) 



Fig. & Q 

Index Tektronix Serial/Model No. t 

No. Part No. Eff Disc y 



3-56 


407-0312-00 


2 


-57 




1 


-58 


210-0940-00 


1 


-59 


210-0583-00 


1 


-60 


129-0120-00 


1 


-61 


211-0116-00 


1 


-62 


211-0116-00 


4 


-63 


220-0455-00 


2 


-64 


670-0134-00 


i 




388-0856-00 


1 


-65 


136-0254-00 


10 


-66 




1 


-67 


213-0088-00 


1 


-68 


211-0008-00 


1 


-69 


220-0455-00 


2 




211-0008-00 


1 


-70 


179-1177-00 


1 


-71 


131-0371-00 


31 


-72 


131-0371-00 


4 



070-0638-00 


2 


010-0213-00 


1 



Description 

1 2 3 4 5 _____ 



BRACKET, variable resistor 
RESISTOR, variable 

mounting hardware: (not included w/resistor) 
WASHER, flat, V 4 IDx !3 / 8 inch OD 
NUT, hex., V 4 -32x 5 / 16 inch 

POST, plastic 

mounting hardware: (not included w/post) 
SCREW, sems, 4-40x 5 / 16 inch 
mounting hardware: (not included w/assembly) 
SCREW, 4-40 x 5 / 16 inch, PHS 
NUT, hex., 5 /ii6 x 1 % inch 



ASSEMBLY, circuit board— HIGH FREQUENCY COMPENSATION 
assembly includes: 

BOARD, circuit 

SOCKET, connector spring 

COIL 

mounting hardware: (not included w/coil) 

SCREW, thread forming, 4-40 x V 4 inch 
mounting hardware: (not included w/assembly) 

SCREW, 4-40 x V 4 inch, PHS 



NUT, block, 4-40x0.281 inch square 

mounting hardware for each: (not included w/nut) 

SCREW, 4-40 x y 4 inch, PHS 



CABLE HARNESS, chassis 
cable harness includes: 

CONNECTOR, single contact, female 
CONNECTOR, single contact, female 



STANDARD ACCESSORIES 

MANUAL, instruction (not shown) 



OPTIONAL ACCESSORY 

P6046 Probe Package 




DIAGRAMS 
SECTION 9 



The following symbols are used on the diagrams: 





Screwdriver adjustment 

Front, side, or rear-panel control or 
connector 




Clockwise control rotation in direc- 
tion of arrow 

Refer to indicated diagram 

Connection to circuit board made 
with pin connector at indicated pin 

Connection soldered to circuit board 

Blue line encloses components lo- 
cated on circuit board 





VOLT S/CM 



<S> 




A 



TYPE IA5 DIFFERENTIAL AMPLIFIER 






























— 'W'v 




REFERENCE DIAGRAMS 
^ INPUT AMPLIFIER 
Q OUTPUT AMPLIFIER 

volts/cm switching 



PH 

l NTfeRCON NtC TING 
PLUO 



BLOCK DIAGRAM &Kf* *fr7 













VOLTAGE AND WAVEFORM INFORMATION 



Typical voltages and waveforms are indicated in blue on the 
schematics. 

The Type 1A5 was attached to an oscilloscope through a Flexible 
Extension, Tektronix Part Number 012-0038-00, to allow access to 
points checked. (The plug-in sensing switch located near the top right 
of the rear of Type 544, 546 and 547 oscilloscope plug-in compart- 
ments must be manually placed in its “out" position when the Type 1 A5 
is used with the Flexible Extension.) 

Voltages were measured with a 20,000 12/V DC voltmeter under 
"no signal” conditions. 

Waveforms are reproductions of photographs taken with a Tek- 
tronix Camera System and Projected Graticule. The slight differences 
between voltmeter readings and voltages given with waveforms are 
caused by the difference between test equipment loading. 

The voltages and waveforms provided are typical, but may vary 
between instruments. Variations will also occur because of the type of 
test equipment used. 

Voltage readings and waveforms were taken under the following 
conditions: 

Type 1A5 

Vc POLARITY 
POSITION 

INPUT 



A Input AC-GND-DC 
B Input AC-GND-DC 
VOLTS/CM 
DISPLAY 

STEP ATTEN BAL 

Test Oscilloscope 

Externally triggered by Type 1A5 signal input source to provide 
time related waveforms 

Trigger slope + 

Sweep rate .2 mS/CM 

10X Probe used to minimize loading 

Vertical Sensitivity of 10 X Probe and Oscilloscope combination 
is 0.05 V/cm except as noted on specific waveforms 

AC Input Coupling used to photograph waveforms 

DC Input Coupling used to determine waveform operating level 



+ 

Oscilloscope display cen- 
tered vertically 

VOLTAGES-none 

WAVEFORMS- 1 V oscillo- 
scope Amplitude Calibra- 
tor signal applied to the 
A INPUT connector 

AC 

GND 

.2 V/CM 

A— B 

Adjustment made 




-34,7 EKP 







+*ov 



<R334 
R333 ?3.4BK 
475 I 



\Q334 +S*V 




HF COMP BOARD 
R3Q7 



"O' 

4— i! K5 ° 7 " 



1.485 K > I.66K > I4K 

I 



1 l.6K< 2 lR316 

o L 3I3 ? 34.5/xH 

Sz.C/uH 1 r 



3R-* — ^ 


£ 


'§ <301 ijj i 


.... _L 




41 


-r *** + *.s V L-i 


I 


3R 3 


\1 
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REFFERENCE DIAGRAMS 
INPUT AMPLIFIER 
4 ^ VOLTS/CM SWITCHING 



TYPE IA5 DIFFERENTIAL AMPLIFIER 








OUTPUT AMPLIFIER <^> 



367 EKP 




VOLTS/CM 



I 

SWIIO 

I 




* CAN BE DISCONNECTED AT BOmV AND ,5V POSITIONS BY PULLING VOLTS/CM KNOB "OUT". 
SECTIONS 3F AND 3R OF SWIIOC CAN THEN BE SWITCHED I OR 2 POSITIONS CLOCKWISE, 
INDEPENDENT OF REMAINDER OF SWIIO ASSEMBLY 

** SWIIOA AND SWIIOB SWITCH ONLY WHEN SWIIO IS SWITCHED BETWEEN EOmV AND 
50mV, .2V AND .5V, OR EV AND 5V VOLTS /CM KNOB "IN" POSITIONS 



A INPUT ATTENUATORS 



K 



XIO XIOO XIOOO XIO 







* RI05& AND REOSB ARE MATCHED PAIRS 
RIO SC AND REOSC ARE MATCHED PAIRS 

A 

TYPE IAS DIFFERENTIAL AMPLIFIER 






SOOV 



VOLTS/CM SWITCH POSITIONS WITH 
KNOB “OUT" 



VOLTS/CM SWITCH POSITIONS WITH 



KNOB "IN" 



INDICATES POSITIONS AT WHICH 
VOLT S /CM KNOB CAN BE PULLED "OUT" 
FOR RETAINED RANGE SWITCHING 



I I 5V SIGNAL INPUT AND V c RANGE; 
XI ATTENUATOR IN USE 



50V SIGNAL INPUT AND V c RANGE; 
XlO ATTENUATOR IN USE 



5O0V SIGNAL INPUT AND V c RANGE; 
XIOO OR XIOOO ATTENUATOR IN use 




MATCHED PAIRS 
MATCHED PAIRS 



A 



VOLT5/CM SWITCHING <|> 
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MANUAL CHANGE INFORMATION 



At Tektronix, we continually strive to keep up with 
latest electronic developments by adding circuit and 
component improvements to our instruments as soon 
as they are developed and tested. 

Sometimes, due to printing and shipping require- 
ments, we can’t get these changes immediately into 
printed manuals. Hence, your manual may contain new 
change information on following pages. If it does not, 
your manual is correct as printed. 




TYPE 1A5 



SCHEMATIC COBHECTION 

INPUT AMPLIFIER 
CHANGE: R163 to read 47.5 k 

R263 to road 47.5 k 



Cl/567 
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TYPE 1A5 



TEXT CORRECTION 

Sectioa 3 Circuit Description 

Page 3-5 ♦ Left column, Paragraph 8 
DELETE sentence beginning with "T167A". 

Page 3-5* Left column, Last paragraph 

CHANGE the sentence beginning with "C267" and ending with "to it" to read 
"Cl63 and C263 balance the input capacitance of the comparator stage." 

Page 3-6, Left column, 2nd to last paragraph, 2nd line 
DELETE "C300, R300". 

Page 3-6, Right column, 1st paragraph under "Output Amplifier". 

DELETE sentence starting with "L375", 

Section 4 Maintenance 



Page 4-10, Fig. 4-6 




DELETE 


Location 


T167 


1" above board center 


C167 


1" to left and below Tl67 


C267 


1" to right and below Tl67 


Page 4-11, Fig. 4-7 




DELETE 


Location 


C300 


At right margin of board 


R300 


At right margin of board 


C375 


Near left margin of board 


L375 


Near left margin of board 


C385 


Near left margin of board 


L385 


Near left margin of board 


Page 4-12, Fig. 4-8 





DELETE R308, located near bottom right corner of board. 

Section 6 Calibration 

Page 6-4, Step 15 
DELETE "C267" 
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TYPE 1A5 



Page 6-5 

DELETE Step 5 and renumber the remaining steps accordingly. 

Page 6-18, In the equipment setup for the Constant Amplitude Sine Ware Generator, 
CHANGE "1 MHz" to read "10 MHz". 

CHANGE ".5-5 V" to read "50-500 mV". 

Page 6-l8 

DELETE Step 15 and substitute the following in its place. 

15. Adjust XI High Frequency Common-Mode Rejection (C122, C222, C123» 0223, 
C163, C263) . 

a. Equipment setup is shown in Fig. 6-17. Location of adjustments and test 
points are shown in Fig. 6-l8. 

b. Connect the two symmetrical ends of a flexible T connector to the A and 
B INPUTS of the Type 1A5. Connect the center of the T connector to a GR to BNC 
adapter (item 12). Connect the Type 191 Constant Amplitude Signal Generator 
(item 4) to the GR adapter, using its 5 ns GR cable. 

c. Set the Constant Amplitude Signal Generator frequency to 10 MHz, the 
Amplitude control to 50, Variable to Cal and the Amplitude Range to 50-500 mV. 
(This provides 1 V into the 1 nfl input of the Type 1A5, since no 50 0 termination 
is being used.) 

d. Check that the POSITION control and STEP ATTEN BAL control are at midrange 
and adjust R170 (Fig. 6-l8) to set the trace to the center of the graticule. 

e. Set the A and B Input AC-GND-DC switches to DC. 

f. CHECK 1 cm or less display amplitude. (CMRR 1000:1 or greater) 

g. ADJUST C122 or C222, C123 or C223, and CI 63 or C263 (Fig. 6-l8) for 

minimum display amplitude. (1 cm or less vertical display amplitude for 1000:1 
or greater common-mode rejection ratio.) 

NOTE 

Use a non-metallic screwdriver. Preset 
C122, C222, C123, C223, Cl63 and C263 
so that their threads are engaged by 
approximately two turns. When adjusting, 
screw in only the one that improves 
common-mode rejection in each pair. 

h. Change the Constant Amplitude Signal Generator frequency to 1 MHz and 
the Amplitude Range to .5-5 v. (This provides the 1A5 with a 10-V signal.) 

M12, 495/567 
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TYPE 1A5 

i. CHECK 1 co or leas vertical display amplitude. (CMRH 10,000:1 or 

greater) 

j. REPEAT Steps c, g, h aad i umtill 1 cm or less display amplitude 

exists for both steps g aad i. 

k. Switch the VOLTS/CM coatrol to 20 mV; simultaaeously place the A aad B 
INPUT AC-GND-DC switches to the GND positiom; disconnect the flexible T connector 
from the A and B INPUT connectors. 

l. Set the oscilloscope Triggering Slope to + and repeat step 14, parts a 
through a; then continue with step 16 . 

m. INTERACTION Check steps l6 and 17. 

Page 6-24, Step 20b 

Place a period after extension. Delete the remainder of step b. 

Page 6-19, Fig. 6-l8 
DELETE C267 and its label. 

PARTS LIST CORRECTION 

DELETE: 



C167 




281-0547-00 


2.7 pF 


Cer 


500 V 


10 % 


C267 




281-0076-00 


1. 2-3.5 pF 


Air 




Var 


C300, 


C375» C385 


281-0529-00 


1.5 pF 


Cer 


500 V 


±0.25 pF 


L375. 


L 385 


276-0528-00 


Core, Ferramic Suppressor 


R300 




315-0681-00 


680 a 






1/4 W 5 % 


R308 




315-0621-00 


620 Q 






1/4 W 5 % 


T167 




120-0478-00 


Toroid, 


5 turns. 


bifilar 




CHANGE TO 


: 












C160, 


C260 


281-0534-00 


3.3 pF 


Cer 




± 0.25 pF 


C307 




281-0599-00 


1 pF 


Cer 


200 V 


± 0.25 pF 


L307 




108-0054-00 


6.4 pH 








Rl6o, 


R260 


315-0391-00 


390 a 






1/4 w 5 % 


ADD: 














C308 




281-0611-00 


2.7 pF 


Cer 


200 V 


±0.25 pF 
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